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CERTIFICATION 


The Hewlett-Packard Company certifies that this instrument was 
thoroughly tested and inspected and found to meet its published 
specifications when it was shipped from the factory. The Hewlett- 
Packard Company further certifies that its calibration measurements 
are traceable to the U.S. National Bureau of Standards to the extent 


allowed by the Bureau’s calibration facility. 


WARRANTY AND ASSISTANCE 


All Hewlett-Packard products are warranted against defects in 
materials and workmanship. This warranty applies for one year from 
the date of delivery, or, in the case of certain major components listed 
in the operating manual, for the specified period. We will repair or 
replace products which prove to be defective during the warranty 
period. No other warranty is expressed or implied. We are not liable 


for consequential damages. 


For any assistance contact your nearest Hewlett-Packard Sales and 
Service Office. Addresses are provided at the back of this manual. 
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5 PRODUCTION CHANGE ORDER P.C.NO,_.__6=1628 | 


MODEL, PART NO. 


C-02212-9007 1 Schemetic drawing reference 


CeO02212=9009-1 wiring diagram drawing reference 
AW02212=9027-1 Test lrocedure superseded by A=02212-9038-1 


Decal knob ctr 7120-1006 uty. 
Cable 5080-6612 uty 
Range Switch A 02212-6003 Oty 

VFC Assy 3 MP IGeb OOS 1.2%. ty 

Test Records 02212-9030 ty per 
CH02212-9009-3 Wiring diagran drawin; reference 
CeO2212=-9007-5 schematic drawin: reference 
A-O2212-9036-1 Test !rocedure 


On the Bho for the '2z option Me: 


Delete: 


C-02212=-9009-2 © wiring diapran drawing reference 


Ce 02212-9007 -2 scheatie drawing reference 


C=02212-9009~4 Waring diearram drawine reference 


C-O2212-9007-5 _ . ~chenati¢c drawin reference 


Obsolete Test Procedure 
h=0P2712-9027-1 f Rev A supersede with 1.=02212-90 
Obsolete Material Lists & Sublists | 
22124 option 


02212-6002 
02212-6007 

Obsolete Kardexes & Associated Drawings 
02212-6001 Range Switch Assy 
02212-6062 Range Switch Acoy 
Op2te-6007 VFC Assy 
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6=02212-9009-2 
C-0221.2-9009-3 
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ry sre 2 
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Revie tie Mod. Ura 
02212=2001 
02212-2005 
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02212-6003 
02712-6006 
62212-6008 
02212-6009 
5000-5698 
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500045): 70¢ 


5000-5677 5030-6574 
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UPDATING MANUAL SUPPLEMENT 7 JUN 68 


MANUAL IDENTIFICATION SUPPLEMENT DESCRIPTION 
Manual Serial Prefixed: 714- The purpose of this supplement is to correct manual errors (Errata) and to 
Manual Printed: May 1967 adapt the manual to instruments having serial prefixes listed in the table 
Manual Part Number: 02212-9036 below. Enter the new information (or the Change Number, if more con- 
venient) into the appropriate places in the manual. 


Instrument Serial Changes Instrument Serial Changes Instrument Serial Changes 


CHANGE NO. DESCRIPTION 


1 Page 2-2: Change Paragraph 2-12 to read "Teflon-insulated cabling of the recommended type 
is available from Hewlett-Packard Co. (Stock No. 8120-0151) or from:" 


D : 2 Page 5-6: On parts location diagram, show R94 connected between the two pads 
, located to the left of R92 and R93 just above ground A symbol. Also delete C30 and 
@Zilerchanger EN ito tL 2s Low ue YE35 stot G36" sand "C3éiton Gass" in 
Table 5-2, change Stock No. of C8, 16 from "0140-2940" to "0160-2940", change 
Mfr. Code No. from "28480" to "72136", and add Mfr. Part No. RDM15F471J3C. 


3 Page 5-6, Table 5-2: Make two entries for listing which includes CR21, 22, 28, 29 as 


follows: 


HP = MFR. MER. a: 
STOCK CODE PART QTY. cp," 
NUMBER NO. NO. ‘ 


1902-0788 04713 1N3154 2 ] 


CR21,28 Diode: avalanche, 8.4v, 5% 


CR22,29 Diode: avalanche, 9v, JEDEC IN935 1902-0772 04713 2 1 
4 Page 5-7: Make following reference designation changes on schematic diagram: 
Interchange following: 
C24 and C25 CR28 and CR29 
C35 and C36 Ll and L2 
CRI and CRIO Q20 and-Q21 
Change following: 
CR24 to CR27 CR26 to CR24 
CR25 to CR26 CR27 to CR25 
US=1 


le 395 Page Mill Road, Palo Alto, California 94306 Area Code 415 326-1755 TWX 910-373-1296 


re Europe: 54 Route Des Acacias, Geneva, Switzerland, Cable: “HE WPACKSA" Tel. (022) 42.87.50 


Printed in U.S.A. 


UPDATING SUPPLEMENT 


Q212A 


CHANGE NO. DESCRIPTION 
5 Page 1-3: Replace all listings with those listed below. 
SPECIFICATIONS 


2212A 


Specifications include +10% line voltage variation, hold for 1k{2 max. source resistance (any unbalance). 


and assume daily calibration after specified warmup. 


DC VOLTAGE RANGES 


Standard: 3 ranges; 0 to 10 mV, 100 mV, 1V. Selected at 
front panel. 


Option M1: 5 ranges; 0 to 10 mV, 30 mV, 100 mV, 300 mV, 
1V. Selected at front panel. 


Vernier (Option M2): 10-turn potentiometer (front panel) 
extends range up to x3.5, for any range setting. 


4 Overrange: 250% of full scale, all ranges. 


Polarity: \Instrument is sensitive to positive and negative 
inputs. Polarity indication and output signal provided. 


a ACCURACY 


US-2 


‘Worst case’ accuracy of pulse rate over 1-second sample 
period with respect to the source used for calibration — 
does not include accuracy of counter used to totalize output 
pulses. 


o1V o3v @} _.v 


STABILITY 
(8 hours at calib. temp.) 


Scale Factor @ 
Zero } (not range dependent) 
Drift | (5 uv rti) 


LINEARITY © 


@® 0n2212A-M1, 
@ Assuming calibration of 1V range. 
@® 0r 0.01% rdg from full scale to 1.5x full scale, 0.02% rdg at 2x full scale, 0.03% rdg at 2.5x full scale. 


TEMP. COEFFICIENTS 
PER °C 
Scale Factor (10° to 40°C) 


{not range dependent) 
(1 WV rti) 
(0.5 nA rtix 1k) 


.004 |.0035] .004 |.0025] .004 |. 


@ Scale factor temperature coefficient is 0.01% rdg from 0° to 10°C and 40° to 55°C. 
© 0°10 55°C. 


Vernier (Option M2): 


Dial Accuracy: +3% rdg. 
Resolution: +0,05% fs. 
Resettability: +0.08% fs. 


add +0.0075% fs. 
add +0.002% rdg +0.0015% fs per °C. 


Zero Stability: 
Temp. Coeff: 
INTERNAL CALIBRATION SOURCE 

(With Option M3.) . 

1V internal standard provided for self-calibration. 
Accuracy: within £0.02% for six months. 

Temp. Coeff: +0.005% per °C (0° to 55°C). 


Occupies 3 positions of range switch, for Calibrate +, 
Calibrate -, and Zero Set respectively; therefore, option M3 
is not compatible with option M1. 


(The abbreviation rti means referred to input) 


DIFFERENTIAL INPUT IMPEDANCE 
1000MQ shunted by 0.001 uF. 


4 COMMON MODE REJECTION 


120 dB, dc to 60 Hz; 114 dB at 60 Hz with internal calibrate 
option M3. 


COMMON MODE RETURN 


From input common to output common: 1 megohm, max. 
(Provided internally when input lead shields are connected 
to either side of input.) 


NORMAL MODE REJECTION 


More than 40 dB at 55 Hz with 1 second sample period; 
increases 20 dB per decade increase in noise frequency. |n- 
finite rejection cusp every cycle. 


1.0 second sample period. 
Infinite rejection cusp every cycle 


- 
0.1 second sample period. 
Infinite rejection cusp every 10 cycles 
es 


0.01 second sample period. 
Infinite rejection cusp every 100 cycles 


NOISE REJECTION - DB 


NOISE FREQUENCY - CPS 


SUPERIMPOSED NOISE REJECTION 
4SLEWING 


10° V/sec rti with dc offset caused by slew limiting less than 
0.1% of peak ac, provided 250% of full scale is not exceeded. 


MAXIMUM INPUT SIGNAL 


+11V, signal plus common mode. Combined input up to 
+20V will not damage instrument. 


AOUTPUT (DC COUPLED) 
Frequency: O to 100 kHz fs, overranging to 250 kHz. 


Waveform: 


+9Vv TURN-ON: Determined by 4709 output 
res. and external capacitance 


across output 


TURN-OFF: Depends on capacity of load 
and 1.47kQ source resistance 


| 
2 Us (Typical) 


Load: 5 mA available. Short circuit will not damage instru- 
ment. 


2212A UPDATING SUPPLEMENT 
CHANGE NO. DESCRIPTION 


6 Page 5-3 and 5-4: Add leadwire to Figure 5-1 as shown in Figure US-1. 


CIRCUIT OF 2212A STD AND M1 


CHANGED CIRCUIT FOR 2212A-M2 


__ GROUND SHIELD _ 


J 
POLARITY ¢ > POLARITY (+) POLARITY (+) 
GNoY Chi 
Bor fy . + - PULSE OUT 
H 


VOLTAGE-TO- FREQUENCY CONVERTER 
ASSEMBLY (A3) 


VOLTAGE-TO-FREQUENCY CONVERTER 
ASSEMBLY (A3) 


VERNIER 


SWITCH 
ASSEMBLY Al 


NOTE. FIGURE 5-4 SHOWS SCHEMATICS 02212-6001 (Al) 
02212 -6002 (AIM), O2212- 003 (AIMS}AND O2212- 6006(A2) 


FIGURE 5-6 SHOWS SCHEMATIC 02212-9001 (A3) 
ARROWS INDICATE DIRECTION OF SIGNAL FLOW 
* IDENTIFIES ITEMS ADDED FOR[VERNIER] OPTION M2 
coz2i2-9007-2 


PREAMPLIFIER 
ASSEMBLY (A2) 


GUARD SHIELO__ 


“GROUND SHIELD 


NOTE. FIGURE 5-4 SHOWS SCHEMATICS 02212 - 600! 
02212 -6002 (AI MI), 02212 -6003(AI M3), AND! Oreie- 6006 (A2) 
FIGURE 5-6 SHOWS SCHEMATIC 02212- 900! (A3), 
ARROWS INDICATE DIRECTION OF SIGNAL FLOW 

¢2212-9007-) 


Figure US-1, Adding Leadwire to Overall Schematic 


df Page 5-6: Re-locate CR7 and CRI7 on Figure 5-3 and add C37 and C38 as shown in Figure 
US=2. Also add C37 and C38 to Table 5-2 as follows: C: fxd, mica, 10 pf, 5%, 300v; HP 
Stock No. 0160-2197; Mfr. Code No. 14655; Mfr. Part No. RDM15C100J3C; Qty. 2; 1-Yr. 


Spdismlie 


PREAMPLIFIER ASSEMBLY A2 


ISOTHERMAL 
COVER 


CR7 


Figure US-2. Changing Preamplifier Assembly A2 


: US-=3 


UPDATING SUPPLEMENT 2212A 


US=4 


CHANGE NO. DESCRIPTION € 


8 Page 5-7: Add C37 and C38 to Figure 5-4 as shown in Figure US-3. 


Figure US-3. Adding C37 and C38 to Preamplifier Assembly A2 Schematic 


9 Page 5-8: Add R145 to Figure 5-5 as shown in Figure US-4. Also add R145 to Table 5-3 as 
follows: R: fxd, comp, 4702, 5%, 1/4w; HP Stock No. 0683-4715; Mfr. Code No. 01121; 
Mfr. Part No. GB4715; Qty. 1; 1-Yr. Spa. 1. 
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Figure US-4. Adding R145 to VFC Assembly A3 


2212A UPDATING SUPPLEMENT 


CHANGE NO. DESCRIPTION 


10 Page 5-9: Add R145 to Figure 5-6 as shown in Figure US-5. 


RIO! = VFC PULSE 
2k FEEDBACK 


Tl 
(TOP VIEW) 


FEEDBACK 
ULSE 
SWITCHES 


VFC PULSE PART OF Jl 
OUTPUT ON REAR PANEL 
O ta Al 


' 
2 POLARITY 


POLARITY OUTPUT = 


Figure US-5. Adding R145 to VFC Assembly A3 Schematic 


11 Pages 5-3 and 5-4, Figure 5-1: Between Assembly A2 and Assembly A3 (standard instrument 
and Modification M1 through M3), add connections as shown in Figure US-6 and delete con- 


nection from GND(A3) to COM(A2). 


POLARITY ¢ 
ouTPuT J 2 
1 


PULSE 
ouTPuT vee 


POLARITY (+) 


VOLTAGE-TO- FREQUENCY CONVERTER 
ASSEMBLY (43) 


S4 
{OPENS IF TI CASE 
TEMP. REACHES *75°C) 


c3 
T O.0luF 


r-- 
! | 


RANGE SWITCH 


ASSEMBLY A) 


3 
5 lower 
a | GROUND 


10 
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UPDATING SUPPLEMENT 


2212A 
CHANGE NO, DESCRIPTION ¢ 
12 Page 5-6: Change the listing for CR7, 8, 17, 18 in Table 5-2 as follows: Diode: Si; HP 


Stock No. 1901-0044; Mfr. Code No. 03877; Mfr. Part No. SG5178; Qty. 4; 1-Yr. Spa. 1. 
Also add R207 to Table 5=2 as follows: R: var, ww, 20K, 10%, lw, 20 turns (ZERO 1V); HP 
Stock No. 2100-1661; Mfr. Code No. 09145; Mfr. Part No. 17 OP; Qty. 1; 1-Yr. Spa. 1. 


13 Page 5-6: Add R207 to Figure 5-3 as shown in Figure US-7. 
iT te | 
ig ss 
ae 
( R45 ) 
Nez 
H{ R92 fo 
Ot R93 bo 
Figure US-7, Adding R207 to Preamplifier Assembly A2 ( 
ra : 
14 Page 5-7: Add R207 (ZERO 1V) to Figure 5-4 as shown in Figure US-8. 
ere ee Re 
i R207 
Scere 
| 
; 
| 
| 
| TP40 
| 
| 
| 
wees ates, | my 
S!-1A WIPER | eo 
| aca2 age 
| ooh T 0.0018 22 MEG 
ee | o 
BerweeN ENDS. Coteet 
Figure US=8. Adding R207 to Preamplifier Assembly A2 Schematic KG 


2212A UPDATING SUPPLEMENT 


CHANGE NO. | DESCRIPTION 


15 Page 5-8: Add R209, R210, and R211 to Figure 5-5 as shown in Figure US-9 and delete R111. 


ADD R209, 
R210, R211 


Figure US-9. Adding Resistors to VFC Assembly A3 


16 Page 5-8: Change listings in Table 5-3 as follows: 


C3, C4; HP Stock No. 0160-2222; Mfr. Code No. 72136; Mfr. Part No. RDM19F152J3C. 
Q25; HP Stock No. 1853-0072; Mfr. Code No. 07263; Mfr. Part No. 2N4034, 

R110; same as R45 and R53. 

R111; delete. 

R126, 128; 1/4w; HP Stock No. 0683-1205. 


Add to Table 5-3: 


R210, 211; R: fxd, metoxide, 511K; HP Stock No. 0757-0482; Mfr. Code No. 75042; Mfr. 
Part No. CEA T-0; Qty. 2; 1-Yr. Spa. 1. 


R209; R: fxd, metoxide, 8.25K; HP Stock No. 0757-0441; Mfr. Code No. 19701; Mfr. Part 
No. MFO7C; Qty. 1; 1-Yr. Spa. 1. 


17 Page 5-9: Add R209, R210, and R211 to Figure 5-6 as shown in Figure US-10 and delete R111. 
Change value of R110 to 2.7K. 


| TPS 
R208 


TPIO 
QO 


FEEDBACK 
PULSE 
SWITCHES 


VFC PULSE 
OUTPUT _. 
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Figure US-10. Changing VFC Assembly A3 Schematic 
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UPDATING SUPPLEMENT 2212A 


CHANGE NO. DESCRIPTION 


18 This change provides for adjusting R207 from the front panel. On all front panel views, 
show another access hole under the ZERO callout. Label the top hole .01V and the 
bottom hole 1V. Add the following to step 5 of Paragraph 2-39 on page 2-7: "Set 
2212A RANGE switch to 1 VOLT and use scewdriver to set | VOLT ZERO for minimum 
count (less than 10)". 


19 Page 5-6: Delete CR7, CR8, CRI7, and CR18, and add CR35 and CR36 as shown in Figure 
US-11. 
a Ow 
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Figure US-11. Adding CR35 and CR36 to Preamplifier Assembly A2 Schematic 


20 Page 5-6: Change first listing added by Change 12 of this supplement as follows: 
MGR/; 8,17; 18" tol GReop 66 and Qty. trom '4u tomes 


21 Page 5-7: Delete CR7, CR8, CRI7, and CR18 from Figure 5-4, and add CR35 and CR36 as 
shown in Figure US=12. 
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Figure US-12, Changing Preamplifier Assembly A2 Schematic 
US-8 | 
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CHANGE NO. 
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23 


UPDATING SUPPLEMENT 


DESCRIPTION 


Page 5-8: Delete R104 from parts location diagram and add R146 and R147 as shown on 
Figure US-13. Change value of R65 in parts list from "2K" to "8.2K" and make new 
entry for R146 and R147 as follows: R: fxd, metflm, 23.7K, 1%, 1/8 w; Stock No. 
0698-3158; Mfr. Code No. 28480; Qty. 2; 1-Yr. Spa. 1. 


R104 DELETED 
AND R146, R147—. 
ADDED 


Figure US-13. Changing VFC Assembly A3 


Page 5-9: Change value of R65 on Figure 5-9 from "2K" to "8.2K" and delete R104. Add 
R146 and R147 as shown in Figure US-14. 


T 
(TOP VIEW) 


FEEDBACK 
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SWITCHES 


VFC PULSE OUTPUT O 
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Figure US-14. Adding R146 and R147 to VFC Assembly A3 Schematic 
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US-10 


CHANGE NO. 


24 


25 


26 


27 


28 


29 


30 


31 


32 


33 


34 


85 


36 


37 


DESCRIPTION 


Beginning with serial numbers prefixed 822, instruments include Modification M3 
(Internal Calibration Source) as part of the standard instrument. Modification M1 and 
accessory number 12501A Bench Stand are no longer available as standard options and 
accessories. Modification M2 (Range Vernier) is now the only available standard option. 


Pages 1-0 and 2-4: Delete HP 12501A Bench Stand. Also disregard reference to the 
Bench Stand on any other pages. 


Page 1-1: Modification M1 is no longer available as a standard option. Disregard 
reference to MI here and on all pages which reference M1. 


Page 1-1: Modification M2 is the only available standard option. Information 
pertaining to M2 here and throughout the manual still applies except with regard to 
M1. 


Page 1-1: Modification M3 is now included in all instruments. Information per- 
taining to M3 here and throughout the manual applies to all instruments . 


Page 5-3: The listing for 2212A-M3 now applies to the standard 2212A. Disregard 
entries for 2212A-M1. 


Pages 5-3 and 5-4, Figure 5-1: The circuit shown under heading CHANGED CIRCUIT 
FOR 2212A-M3 applies to standard instrument. Disregard references to M1. 


Page 5-5, Table 5-1: Change the following stock numbers under BASIC 2212A 
heading: Al from "02212-6001" to "02212-6003", A3 from "02212-6014" to 
"02212-6015", and decal from "7120-1004" to "7120-1006." Disregard entries G 
for 2212A-M1 and 2212A-M3. * Y 


Page 5-6, Figure 5-3: Switch assembly view for A1M3 now applies to all instruments. 
Disregard the other two views. 


Page 5-6, Table 5-2: Change Al entries as indicated under AIM3. 


Page 5-7: Circuit shown for range switch assembly A1M3 now applies to all instruments. 
Disregard the other two circuits. 


Page 5-8, Table 5-3: Standard instruments now include all parts listed for A3M3. 


Page 5-6, Table 5-2: For Q6, 13, delete description "JEDEC 2N2501" and change 
stock number form "1854-0211" to "1854-0356". Stock number 1854-0211 may be 
used until the supply is exhausted. 


Page 5-8, Table 5-3: For Q3,4,7,19,21,23,24, delete description "JEDEC 2N2501" 
and change stock number from "1854-0211" to "1854-0356." Stock number 1854-0211 
may be used until the supply is exhausted. 
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OPERATING AND SERVICE MANUAL 
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VOLTAGE-TO-FREQUENCY 
CONVERTER 


SERIAL NUMBERS PREF IXED 714- 


This manual applies directly to Model 2212A Voltage-to- 
Frequency Converters having serial prefix number 714-. 


OLDER INSTRUMENTS 
With backdating changes providedat the rear in a supplement 
this manual also applies to instruments having serial prefix 
numbers 644, 607 and 603. 


MODIFICATIONS 
This manual covers instruments equipped with any of 
optional modifications M1, M2, and M3, as well as 
Any other modification will 


standard instruments. 
be covered in a separate supplement. 
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Figure 1-1. HP-2212A Voltage-to- Frequency Converter on HP-12501A Bench Stand 
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SECTION | 
GENERAL DESCRIPTION 


1-1. FUNCTIONAL DESCRIPTION. 


1-2. The Model 2212A (Figure 1-1) is a bipolar 
Voltage-to-Frequency Converter (vfc) that pro- 
duces an output pulse rate directly proportional to 
the amplitude of dc voltage applied to the input ter- 
minals. Full scale output is 100 kHz for full scale 
inputs from 1 volt to as lowas 10 millivolts and 
the 2212A is linear to beyond 150 kHz. Polarity is 
identified by ''+'"' and ''-"' indicators on the front 
panel and by a two-state polarity output signal. 
The positive state of the polarity signal (0 to -1 
volt) identifies rates produced in response to pos- 
itive input voltage; the negative state (-23 to -31 
volts) identifies rates produced in response toneg- 
ative input voltage. Typical signal sources are 
thermocouples, strain gages, and other resistive 
transducers with output resistances of 1000 ohms 
or less. 


1-3. Conversion is accomplished by an integrat- 
ing process which averages out noise and ripple 
Superimposed on the signal. Differential input 
SSE es low zero drift (45 uv referred to input 
+0.01% referred to output — per day) and high com- 
mon mode rejection (120 db). The differential in- 
put resistance is extremely high (at least 1000 
Megohms) even at 95% relative humidity. There 
is no need to correct readings for source resis- 
tance because voltage division between source re- 
sistance and the input resistance is virtually non- 
existent. 


1-4. The 2212A is designed to operate as speci- 
fied with differential input source resistance of 
1000 ohms or less, all of which can be in either 
input line. The common mode return resistance 
(the resistance between input common and output 
common) can be up to 1 megohm. Connecting the 
cuard shields to either input terminal assures this 
Pe UU TEI. 


1-5. PHYSICAL DESCRIPTION. 


1-6. The 2212A Voltage-to- Frequency Convert- 
er is fully enclosed and can be adapted for bench 
operation by a bench stand or a signal and power 
cable assembly. The bench stand tilts up the vfc 
front panel and provides identified input terminals 
and a BNC output receptacle for convenient use. 
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Physical measurements are listed in the Specifi- 
cations. The 2212A is housed in a rugged plastic 
case that takes more punishment than comparable 
metal enclosures. Moreover, since the finish is 
in plastic, it is not easily chipped or scratched. 
Control titles and settings are lithographed on the 
plastic. A combining case is available which ac- 
commodates up to ten 2212A vfc's. This can be 
used on the bench or it can be mounted in a stan- 
dard 19-inch rack. The case requires only 5-1/4 
inches of vertical panel space. 


1-7. OPTIONAL MODIFICATIONS. 


1-8. The following standard modifications of the 
2212A vfc are available; their presence is denoted 
by one or more M-numbers stamped on an identi- 
fication plate on the rear of the unit. The capa- 
bilities added by the various modifications are as 
follows: 


M1 Provides five ranges of .01, .03, .1, .3, 
and 1 volt instead of the three ranges (.01, 
.1, and 1 volt) that are standard. M1 is not 
compatible with M3. 


NOTE 


On special order any other fixed ranges, 
up to six, between .01 and 1 volt may be 
supplied in place of the .01, .1, and 1 
volt ranges of the standard 2212A. 


M2 _ Provides a continuously-variable range ver- 
nier that multiplies the range as specified in 
paragraph 2-43, page 2-9. 


M3 Provides internal 1 volt calibration source 
with less than 0.02% drift in 6 months. 
Additional range switch positions of ZERO, 
CAL+, and CAL- permit control of calibra- 
tion from the front panel. Because of these 
three extra positions, M3 is not compatible 
with M1, 
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Paragraphs 1-9 to 1-13 


1-9. ACCESSORIES. 


1-10. MATING REAR CONNECTOR. The mating 
rear connector is required if no other means of 
connecting power and input-output signals to and 
from the vfc has been obtained. Parts included 
are the connector, connector latch, three coaxial 
inserts, and a protective hood. The accessory 
number of the mating rear connector is 12502A. 


1-11. SIGNAL AND POWER CABLE ASSEMBLY. 
The signal and power cable assembly (Figure 1-2) 
consists of a mating rear connector for the vfc 
with hood, latch, and with a 3-foot signal input 
cable terminated by copper alligator clips; a 3- 
foot signal output cable terminated by a 2-pin 
banana plug; and a 5-foot power cable terminated 
by a NEMA connector. The accessory number of 
this assembly is 12503A. 


Figure 1-3. 


1-2 


Model 2212A 


1-12. BENCH STAND. The bench stand (Figure 
1-1) provides bench support for one vfe and in- 
cludes two gold plated copper signal input binding 
posts with a guard binding post. It also includes a 
BNC signal output receptacle, a separate option 
(polarity) output binding post, and the mating rear 
connector wired to the bench stand and to power 
through a 5-foot power cable terminated with a 
NEMA plug. A power switch on the bench stand 
panel includes a lamp that lights when power is 
turned on. The accessory number of the bench 
stand is 12501A. 


1-13. COMBINING CASE. The combining case 
(Figure 1-3) contains up to ten vfc's and includes 
wired mating connectors for all units. The ac 
power connections are brought out to a single re- 
ceptacle at the rear of the case and a 7-1/2 foot 
NEMA-terminated power cable is furnished. Sys- 
tem connections are wired to a rear panel recep- 
tacle with capacity for 50 contacts. Sufficient 
coaxial inserts (30) are supplied to complete input 
and output signal wiring to the mating receptacles 
at the rear of the case. Rack mount adapters and 
a 50-60 Hz fan for cooling the vfc's are included. 
A 115/230V switch on the rear panel of the case 
sets the fan for operation from the lime voltage 
being used. The combining case accessory num- 
ber is 12500A. A blank panel to cover unused 
space in this case to assure correct ventilation of 
instruments is accessory number 12504A. Mating 
plug for the system connector is stock number 
5060-2464. 


HP 12500A Combining Case 
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Specifications *: 


Section I 
Table 1-1 


Specifications include +10% line voltage variation, hold for 1K max. source re- 
sistance (any unbalance), and assume daily calibration after specified warmup. 
(The abbreviation rti means referred to input.) 


DC VOLTAGE RANGES 


Standard: 3 ranges; 0 to 10 mv, 100 mv, lv. Selected at 
front panel. 


Option Mi: 5 ranges; 0 to 10 mv, 30 mv, 100 mv, 300 mv, 
lv. Selected at front panel. 


Special: On special order, any other ranges between 


10my and Iv can be provided, with a maximum of 6 ranges. 


Vernier (Option M2): 10-turn potentiometer (front panel) 
extends range up to x3.5, for any range setting. 


Overrange: 150% of full scale, all ranges. 


Polarity: Instrument is sensitive to positive and negative 
inputs. Polarity indication and output signal provided. 


ACCURACY 

'Worst case' accuracy of pulse rate over 1-second sample 
period with respect to the source used for calibration — 
does not include accuracy of counter used to totalize out- 
out pulses. 


% ts 
RANGE 


.03v@!} jv lv 


STABILITY (8 hours at calibration temp.)} © 

Scale Factor 

Zero Drift (not range-dependent) 
(Spey ti) 


LINEARITY (Referred to straight line 
through zero and full scale.) 


TOTALS 


@HP-2212A-M1. 
@ On calibrated range — other ranges are +.02% rdg with respect to calibrated range. 
@ Or .01% rdg for readings between full scale and 150% of full scale. 


TEMP. COEFFICIENT PER °C 
Scale Factor (10 to 40°C) 
Ve range-dependent) 


Zero Drift 
(O1= 55°C) 


(1pev rti) 
(.5 namp rti x 10002) 


TOTALS 
@ Scale factor temperature coefficiént is .01% rdg from O to 10°C and 40 to 55°C. 


Vernier (Option M2): 

Dial Accuracy: +3%. 

+.05%. 

Resettability: +.08%. 

Zero Stability: add +.0075% fs. 

add + .002% rdg + .002% fs per °C. 


Resolution: 


Temp. Coeff: 


INTERNAL CALIBRATION SOURCE 
(With Option M3.) 


lv internal standard provided for self-calibration. Accu- 
racy: within +.02% for six months. 


Temp. Coeff: +.005% per °C (0 to 55°C). 


Occupies 3 positions of range switch, for Calibrate +, 
Calibrate -, and Zero Set respectively. 
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DIFFERENTIAL INPUT IMPEDANCE 
1000M shunted by .001 uf. 


COMMON MODE REJECTION 


120 db, de to 60 Hz. (With Option M3 and 1K source un- 
balance, CMR decreases to 114 db at 60 Hz.) 


COMMON MODE RETURN 


From input common to output common: 1 megohm, max. 
(Provided internally when input lead shields are connected 
to either side of input.) 


NORMAL MODE REJECTION 


More than 40 db at 55 Hz with 1 second sample period; 
increases 20 db per decade increase in noise frequency. 
Infinite rejection cusp every cycle. 


Bs) T 
| 1.0 second sample period. 
Infinite rejection cusp every Hertz 

ft - 

BEE ee 

2c - 

| ae | 0.1 second sample period. 

1 Bee Infinite rejection cusp every 10 Hertz 
a beat exe i) 
Q 40 + 

{ = 
2 ! oe Le 
SJ . ae 0.01 second sample period 
G ' ae Infinite rejection cusp every 100 Hertz 
me ! aie = 
=a i Be 
& bay _4 
fon 1 oy 

3 I ia 
xe de 
8 20 ia Se = 


50 60 100 200 500 1000 5000 
NOISE FREQUENCY - Hz 


SUPERIMPOSED NOISE REJECTION 


SLEWING 


10&v/sec rti with de offset caused by slew limiting less 
than .1% of peak ac, provided 150% of full scale is not 
exceeded. 


MAXIMUM INPUT SIGNAL 


+1lv, signal plus common mode. 
+20v will not damage instrument. 


Combined input up to 


OUTPUT * 
Frequency: Oto 100 KHz fs, overranging to 150 KHz. 
Waveform: 
+9v 
TURN-ON: <O4ys 
TURN-OFF: Depends on capacity of load 
and 1K source resistance 
a OB aN, [Era 


2us (Typical) 


Load: 5 ma available. Short circuit will not damage 


instrument. 
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SETTLING TIME 
100 us to within .01% of final pulse rate. 


OVERLOAD RECOVERY 


Settling time plus 100 us for signal of 10 times full scale. 
Less than 5 ms for signal plus common mode input up to 20v. 


POLARITY INDICATION 


Display: Front panel lamps for + and -. 


> 


Signal: 
For + input: 0 to -lv, 5 ma available. 
For - input: -(23 to 31)v, 2K source res. 


Timing: Polarity signal switches when integrator crosses 
zero, hence normally anticipates output pulse at least 3 us. 


REAR CONNECTOR 


All signal input/output and power connections at rear 


connector. Mating connector listed under Accessories 
Available. Accessory Combining Case includes mating 
connectors. 


a Pin Connections: 


] Output common 

2 Polarity signal 

Seo oho Chassis ground 

4 AC line (fused) 
OP, No connection 

9 AC line (return) 

Al Output (shield is common) 
A2 + Input 


A3 = hp (shields are guard) 


ENVIRONMENTAL CONDITIONS 


Operating: Ambient temperatures from 0 to 55°C. Relative 
humidity to 95% at 40°C. When used individually, instru- 
ments are self-cooled by convection. Accessory Combining 
Case includes fan for additional cooling. 


Storage: -40 to +75°C. 


4 WARMUP 


Instrument operates immediately after turn-on, but requires 
1-1/2 hours in free air, 30 minutes in Combining Case, 
(plus 1 hour additional warmup for each 10°C difference 
between storage temperature and operating ambient) for 
specified accuracy and zero drift. 


RELIABILITY 

Predicted mean time between failures (with 90% confi- 
dence) is 10,000 hours — over one year of continuous 
operation — when operated at 25°C ambient. 
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(Cont'd. ) 


POWER REQUIRED 
115/230v 410%, 50 to 400 Hz, 9w approx. Fuse, 115/ 


230v and on/off switches on rear panel. 


WEIGHT 
Net wt. 4 lb. (1,8 kg), shipping wt. 6-1/2 Ib. (2,9 kg). 


Combining Case 


Net wt. 12-1/2 lb. (5,7 kg); shipping wt. 27 Ib. (12,3 kg). 
FINISH 

Light grey panel; blue-grey texture-finish case. 
DIMENSIONS 


2212A: 


DIMENSIONS IN INCHES AND (MILLIMETERS) 


SIDE VIEW 


i; ae y 7 


REAR VIEW 


TOP VIEW 1% (39,7) 


COMBINING CASE: 


Y ; js es | 


TOP VIEW 


182 


5.1) 


17% 


(438,2) 


34 FAN LINE 
154“ vouTaGeE = FUSE 


13 + 
qa =) 
a 57,2) 


POWER 
RECEPTACLE 


ACCESS HOLES FOR ANALOG SYSTEMS 


/NPUTS AND OUTPUTS CONNECTOR 


MOUNTING HOLE DETAIL 
DIMENSIONS IN INCHES AND (MILLIMETERS) 
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Figures 2-1 and 2-2 


@ CONNECT PLUG 


REAR CONNECTOR 
OF INSTRUMENT 


@_PUSH LATCH DOWN 


MATING PLUG 
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Figure 2-1. Connection of Mating Plug es 


Figure 2-2. Installation in Combining Case 
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SECTION Il 
INSTALLATION AND OPERATION 


2-1. INSTALLATION. 


2-2. GENERAL. The 2212A Voltage-to- Frequency 
Converter (vfc) is a fully-enclosed, self-contained 
instrument that requires only suitable connection 
of signal inputs and outputs and ac power to its 
rear panel connector for operation. The 2212A is 
intended to operate with an Electronic Counter that 
totalizes its pulse rate output over a fixed sample 
period. Controls, indicators, adjustments, and 
the connector of the various versions of the 2212A 
are illustrated and described in Figure 2-13 (un- 
fold page 2-9). The user may select any of four 
installation arrangements. The 12501A Bench 
Stand and the 12503A Signal and Power Cable As- 
sembly are intended for use with the 2212A oper- 
ated as a bench instrument. The 12500A Com- 
bining Case houses and connects ac power and 
signal inputs and outputs to as many as ten 2212A 
instruments used in multi-channel data system ap- 
plications. The 12502A Mating Plug is available 
for users wishing to complete their own wiring ar- 
rangements. 


2-3. COOLING. The 2212A is self-cooled by con- 
vection when operated in free air. It is ready to 
operate immediately after turn-on, but meets its 
stability specifications only after 1-1/2 hour 
warmup in free air. Forced air ventilation pro- 
vided during operation in the Combining Case 
reduces warmup time to 30 minutes provided all 
unoccupied spaces in the case are covered by 
blank filler panels and the air filter on the rear of 
the case is cleaned regularly as specified on page 
6 of the instruction booklet supplied with the Com- 
bining Case. 


2-4. FUSE. The power line fuse of the 2212A is 
located beneathaknurledcap (1, Figure 2-13), im- 
mediately below the POWER switch (4, Figure 2- 
13). The replacement for this plug-in fuse isa 
BUSS GMW 1/2, HP Stock Number 2110-0046. 


2-5. OPERATION FROM 1150R 230 VOLTS. The 
LINE VOLTAGE switch (2, Figure 2-13) on the 
rear of the 2212A allows the instrument to be set 
for operationfrom either 115 or 230-volt ac power, 
at 50 to 400 Hz. The 2212A is normally supplied 
from the factory with the LINE VOLTAGE switch 
set to the 115 position. 
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CAUTION 


Before connecting power to the 2212A, make 
certain that the LINE VOLTAGE switch is set 
Slide this switch to the left for 


correctly. 
operationfrom 115v, or to the right to oper- 
ate the 2212A from 230v. 


2-6. INSTALLATIONON BENCHSTAND. Connect 
the mating plug of the bench stand to the 2212A 
rear panel connector (3, Figure 2-13) and lock itin 
place as shown in Figure 2-1 (facing page). Place 
the 2212A between the bench stand side supports. 
Turn the rear panel POWER switch (4, Figure 2-13) 
ON to permit power on/off control by the Bench 
Stand POWER switch. Power and signal connec- 
tions are covered in paragraphs 2-16 through 2- 
25 and Figure 2-6. 


2-7. INSTALLATION WITH CABLE ASSEMBLY. 
Connect the mating plug of the Signal and Power 
Cable Assembly to the 2212A rear panel receptacle 
and lock it in place as shown in Figure 2-1. Power 
and signal connections are completed per para- 
graphs 2-16 through 2-25 and Figure 2-7. 


2-8. INSTALLATION IN COMBINING CASE. Af- 
ter signal wiring has been completed per para- 
graphs 2-10 through 2-14, installation of 2212A 
instruments is simple. Turn the 2212A rear panel 
POWER switch (4, Figure 2-13) ON and insert the 
2212A into the desired position in the case as shown 
in Figure 2-2 (facing page). Make certain the 
2212A rear panel connector mates properly with 
the correct connector in the rear of the Combining 
Case and slowly push the 2212A into the case until 
its handle detent locks into the slot in the front 
of the Combining Case. Toassure correct ventila- 
tion of all instruments in the case, install 12504A 
Blank Panels to cover any vacant spaces. 


NOTE A 


The line voltage switch on the rear of the 
Combining Case sets only the line voltage to 
the fan. LINE VOLTAGE switches on the 
instruments inside the case must be set in- 
dividually to the correct voltage. 
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NOTE B 


Although the 2212A will operate from power 
at line frequencies of 50 to 400 Hz, the fan 
in the Combining Case operates only from 50 
to 60 Hz ac. A special fan must be provided 
in the Combining Case for operation from 
other line frequencies, such as 400 Hz. 
Fan line frequency must be specified when 
the Combining Case is ordered. 


2-9. WIRING INSTRUCTIONS FOR 
INSTALLATION. 


2-10. COMPLETION OF COMBINING CASE WIR- 
ING. The 12500A Combining Case is supplied with 
all but the signal input and vfc pulse output con- 
nections fully wired. Completion of wiring con- 
sists of connecting the signal input and output leads 
to the 30 coaxial inserts provided for this purpose 
and installing these inserts into the correct con- 
nector mounting holes. Proceed as follows: 


1. Pull out on the two plastic quick-release fas- 
teners to remove the rear panel, exposing the 
instrument mating receptacles as shown in 
Figure 2-3. 


2. Connectthe signal input and output cables to the 
coaxial inserts per paragraphs 2-11 through 
2-13. 


3. Bring the signal leads through the cable ac- 
cess holes in the rear panel as indicated in 
Figure 2-3. 


4. At each instrument mating receptacle install 
the coaxial inserts by pushing them into the 
correct holes until they snap into place. The 
lowest hole is for -input lead connector A3, 
the middle hole is for +input lead connector 
A2, and the upper hole is for output connector 
Al. 


Figure 2-3. 


Inside Rear of Combining Case 
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2-11. Recommended Signal Cabling. Although 22 
gauge shielded hookup wire can be used for con- 
nections terminated by the coaxial inserts, teflon- 
insulated wire is recommended for the following 
two reasons: 


1. Teflon insulation is not subject to the melting 
experienced when soldering wires insulated 
with other materials. 


2. Teflon insulation preserves the extremely 
high input impedance of the 2212A, even at 
high humidity. 


2-12. Teflon-insulated cabling of the recommend- 
ed type is available from: 


e American Super Temp Wires 
Division of Haveg Industries 
Los Angeles, California 
Order cable type T-22-1934-STJ 


e Tensolite Insulated Wire Co., Inc. 
Tarrytown, New York 
Order cable type 1934TX10C1SW 


2-13. Connection to Coaxial Inserts. The proce- 
dure for connection of shielded cabling to coaxial 
inserts is as follows (see Figure 2-4): 


1. Slip the rear shell of the connector over the 
cable, small end first. Strip 3/8 inch of 
outer insulation from the tip of the cable, 
carefully to avoid breaking the shield braid. 

’ Then trim the exposed shield back to 3/16 
inch length and strip off 3/32 inch of the inner 
insulation to expose the inner conductor. 


2. Slip the connector over the inner insulation and 
under the shield, with the inner wire fitting 
into the connector pin. Use a fully-heated 
soldering iron with a very small tip to solder 
the inner wire to the pin. (Solder should be 
60-40 rosin core.) Wipe the solder joint clean 
with a small camel's hair brush moistened in 
Dupont Freon T-E35 or an exact equivalent 
solvent to remove rosin. Then dry the brush 
and use it to remove any excess solvent. 


3. Slip the rear shell of the connector over the 
shield andthe connector. Then heat and solder 
the rear shell to shield and connector by ap- 
plying solder through the hole indicated in 
Figure 2-4. 


02409-1 


Model 2212A 


2-14. Insertion and Removal of Coaxial Inserts. 
The coaxial inserts snap into individual connector 
mounting holes when pressed in from the rear. 
Coaxial inserts installed in the wrong position may 
be removed with a Cannon Electric connector ex- 
traction tool, model CET-C6-B, or equivalent. 
From the front of the connector, slip the outer 
sleeve of the tool around the insert. Press in to 
release the insert, permitting its removal. Ex- 
perimentation maybe required to get some inserts 
to release. 


STEP @SLIP ON REAR SHELL AND PREPARE CABLE 


OUTER INNER 
SHIELDED INSULATION INSULATION 
AND JACKETED (a SHIELD CENTER CONDUCTOR 


TEFLON WIRE 


REAR SHELL 


OFFCONNECTOR 3% 3 3 
16 32 32 


STEP @ INSTALLATION OF CONNECTOR 


SHELL FITS SOLDER 
OVER SHIELD CONDUCTOR 
CONTACT en, TO PIN 


CONNECTOR 


INNER INSULATION FITS 
INSIDE SHIELD CONTACT TUBE 


STEP © FINAL ASSEMBLY OF COAXIAL INSERT (HP STOCK NO. 1251-0180) 


SLIPREAR SHELL 
INTO FINAL POSITION OVER 
CONNECTOR AND SHIELD 
——<—_____» 


HEAT REAR SHELL AND 
APPLY SOLDER THROUGH 
INDICATED HOLE TOCOM- 
PLETE ASSEMBLY, 


Figure 2-4. Connection to Coaxial Inserts 


2-15. WIRING AND ASSEMBLY OF MATING 
PLUG. The Mating Plug for the 2212A rear panel 
connector, accessory number 12502A, is supplied 
with a hood, latch, and three coaxial inserts. Ex- 
ceptfor signal input and output connections, cover- 
ed in paragraphs 2-11 through 2-14, wiring of the 
mating plug is simple and straightforward. Pin- 
function assignments and assembly of the mating 
plug are shown in Figure 2-5. 

2-16. CONNECTIONS. 

2-17. POWER GROUND CONNECTION. The 
2212A vfc contains an internal shield that serves 
as a chassis ground. This shield must be con- 
nected to power ground through any one of rear 
panel connector pins 3, 5, 8, and 10 to realize 
correct performance of the 2212A. When the 
Bench Stand, the Signal and Power Cable Assem- 
bly, or the Combining Case power cable is used 
for connecting power to the 2212A, connect the 
power plug to a three-wire (grounded) power out- 
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let. When only a two-blade outlet is available, 
use a connector adapter (HP Stock Number 1251- 
0048) and connect the short wire from the side of 
the adapter to ground. 


INSTALL 
CONN. Al 


OUTPUT COM.(1) 
POLARITY OUT. (2) 
AC LINE RETURN (9) 


46,7) NO. CONN. 


CHASSIS 

AC LINE (FUSED) (4) 
©) ) (POWER) 
INSTALL +1INPUT GROUND 


(5) 


CONN. A2 HERE 
INSTALL -INPUT_— 


CONN. A3Z HERE i) 
nes 


PIN ASSIGNMENTS OF MATING CONNECTOR FOR 2212A VFC 


ASSEMBLY OF MATING CONNECTOR 


‘coat, 
. SCREWS FOR 
E SECURING 
ee LATCH AND 
é HOOD TO 
PLUG 


HEAT SHRINK PLUG 
SLEEVING 
(OPTIONAL) 


LATCH 


HOOD 


Pin Assignments and Assembly of Mating Plug 
Figure 2-5. 


2-18. SIGNAL CONNECTIONS. Connect the 2212A 
vfc input and output in accordance with the infor- 
mation in the following paragraphs to achieve most 
satisfactory operation. Signal connectors of the 
bench stand are shown in Figure 2-6. Figure 2-7 
indicates signal connectors of the signal and power 
cable assembly. Figure 2-8 shows connections to 
various types of signal sources. 


2-19. Output Grounding. Output common of the 
2212A is connected to the instrument chassis 
ground internally, and to power (earth) ground 
through the power cable, to minimize noise pickup 
by the input circuits. This arrangement allows the 
device receiving the 2212A output to be either 
grounded or floating. The important point to re- 
member is that the internal ground connection must 
be completed to power ground, as outlined in para- 
graph 2-17. 
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22124 VC 
HEWLETT*PACKARD 


CAL ZERO 
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POLARITY 
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Figure 2-6. Bench Stand Signal Connections 


2-20. Input Grounding and CMV _ Rating. The 
2212A is a four-terminal vfc whose input may be 
grounded at a remote point. Nevertheless the po- 
tential between the input and output grounds must 
not exceed the common mode voltage (cmv) rating 
of the 2212A. For normal operation, the common 
mode plus signal input voltage of the 2212A must 
not exceed +1lv dc or peak ac, but the instrument 
will tolerate +20v peak common mode plus signal 
voltage without damage. The common mode re- 
turn resistance between source common and out- 
put common can be fairly high, but should not ex- 
ceed 1 megohm. 


_ < ’ ~~ 

OUTPUT cae = ‘ 
a _ bs) 

COMMON yy, a hoe 


me va 
PULSE RATE -~INPUT GUARD 
OUTPUT 


+1 NPUT 


Figure 2-7. Cable Assembly Signal Connections 
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2-21. Guarding. The signal source and input lead 
A2 and A3 shields are called 'guard', and must be 
connected to the signal source common through a 
relatively low impedance (certainly less than 10K). 
Deterioration of common mode rejection and un- 
necessary reading errors are likely to result from 
neglect of guarding requirements. 


2-22. Grounding of Signal Source. The signal 
source common should normally be grounded at 
the source to minimize noise pickup. EXCEPTION: 
if the source is not grounded, but is well shielded, 
source common may be returned to output common 
at pin 1 of the 2212A rear panel connector. This 
reduces the common mode voltage which the vfc 
must reject, andconsequently improves the signal- 
to-noise ratio of the source-vfc system. 


2-23. When the source must be left floating with 
respect to ground, the return normally provided 
through earth or power ground may be provided by 
connecting the guard shields to either vfc input 
lead. This provides a de return with resistance no 
greater than1 megohm, throughresistors installed 
in the 2212A. 


@ SINGLE-ENDED (UNBALANCED) SOURCE 
Wa ELECTRONIC COUNTER 


Sea 
+INPUT 


LEADS 
& 
C2 
(« 


¥& OUTPUT 

\ COMMON 
SOURCE le — 
COMMON 


\_ 22124 INTERNAL SHIELD AND OUTPUT 
COMMON ARE GROUNDED THROUGH 
THE POWER CABLE 


@ CENTER-TAPPED SOURCE (INPUT IS BALANCED WHEN Rg = Rg.) 
inuRerel 
| 


HP22|2A 
VFC ELECTRONIC COUNTER 


aaah ee 


SOURCE 
\ COMMON 


OUTPUT 
COMMON 2212A INTERNAL SHIELD AND OUTPUT 


Lo COMMON ARE GROUNDED THROUGH 
Al THE POWER CABLE 


fear set 


@ BRIDGE SOURCE (NOMINALLY BALANCED) 


HP2212A 


source VES ELECTRONIC COUNTER 


2212A INTERNAL SHIELD AND OUTPUT 
COMMON ARE GROUNDED THROUGH 


THE POWER CABLE 
VOLTAGE 


Rs AND Re GENERATE A SOURCE COMMON THAT ELIMINATES EXCITATION 
VOLTAGE Ess AS A SOURCE OF COMMON MODE VOLTAGE, IMPROVING SIG- 
NAL-TO-NOISE RATIO OF THE SYSTEM 


Connections to Various Signal Sources 


Figure 2-8. 
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2-24. Connection Hardware. Only copper wire, 
lugs, banana plugs, or alligator clips, preferably 
gold or silver plated, should be used for input 
connections to the 2212A or the Bench Stand. Dis- 
similar metals used for input connection can act 
as a thermocouple, introducing significant errors 
caused by thermally-generated voltages. For ex- 
ample, steel alligator clips used with copper wire 
can produce a thermal emf as high as 40 micro- 
volts per °C. On any range, but particularly on 
the .01 VOLT range, this can introduce serious 
and entirely unnecessary errors. 


2-25. Differential Source Resistance. Although 
the 2212A is designed to work with signal sources 
having resistance of 1000 ohms or less, it also 
handles signals from sources with resistance 
greater than 1000 ohms. However, the following 
effects derate performance. 


1. Zero drift referred to input increases by an 
amount that can be determined by multiplying 
the source resistance by 0.5 namp (the rti off- 
set current). This effect normally overrides 
the other two effects; increased zero drift is 
particularly troublesome on the .01 VOLT 
range. 


2. Common mode rejection decreases about 6 db 
for each doubling of unbalanced source resis- 
tance. 


3. Noise increases by approximately the same 
factor as zero drift. 


NOTE 


The latter two effects are usually masked by 
superimposed noise rejection of the 2212A. 
Where not masked, they will show up as er- 
ratic readings on the Electronic Counter. 
Zero drift will usually become intolerable 
before either the CMR or the noise effect 
starts to contribute significantly to error. 


2-26. OUTPUTS. 

2-27. PULSE TRAIN (RATE) OUTPUT. The 2212A 
vic supplies a pulse train output whose rate is 
directly proportional to the amplitude of the volt- 
age differential across input terminals A2 and A3. 
The full-scale rate is 100 kHz and conversion by 
the 2212A is linear and accurate for rates well be- 
yond 150 kHz (150% of full scale). The pulse train 
output is supplied from coaxial connector Al in the 
rear panel receptacle. 
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2-28. When the pulse train output is unloaded, the 
individual pulses are approximately as shown in 
Figure 2-9. The output circuit is designed so that 
loading reduces the pulse baseline voltage, and 
consequently reduces pulse amplitude. For exam- 
ple, connecting a 2K load resistor across the out- 
put reduces pulse amplitude from about 8.5 volts 
to about 5.5 volts. External loads with smaller 
resistance value reduce baseline voltage and pulse 
amplitude even more. The bonus feature of this 
design is that the output circuit is not damaged by 
overload, not even by a short circuit. 


+9¥ 


TURN-ON: <O.1 ys 


TURN-OFF: Depends on capacity of load 
and 1K source resistance 
+ OL Vil eae 


Typical ) 
2us P 


Output Pulse (Idealized) 


Figure 2-9. 


CAUTION 


Although the 2212A is not damaged by passive 
overload, external sources of ac or dc volt- 


age Should never be connected across the out- 
put; they can damage the 2212A. 


2-29. POLARITY OUTPUT. The 2212A provides 
a polarity output that may be used externally to 
distinguish rate pulses caused by positive input 
voltage from those caused by negative input voltage. 
The polarity output signal level for negative input 
is -(23 to 31) volts; for positive input the level is 
0 to -1 volt. 

2-30. SELECTION AND SETUP OF COUNTER. 
2-31. SELECTION OF COUNTER. The selection 
of a counter for operation with the 2212A vfc de- 
pends upon the results required. Most counters 
are non-reversing. During their gate times, non- 
reversing counters will count all rate pulses from 
the 2212A regardless of whether they result from 
positive input voltage, negative input voltage, or 
both. This matters little when the signal or signal 
plus noise does not cross zero during the gate per- 
iod, since the counter will read the true average dc 
value of the 2212A input voltage. However, when 
the signalor signal plus noise crosses zero during 
the counter gate time, a non-reversing counter does 
not read the true average dc value of the 2212A in- 
put voltage. Instead, it reads the total of all volt- 
age deviations from zero, which may differ con- 
siderably from the average dc value. 
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2-32. If a reading of average dc value is required 
for signals that cross zero, a reversing counter, 
such as the Hewlett-Packard H19-5280A Counter 
with 5285A plug-in unit, must be used. When this 
counter is operated in the Af(B) mode, 2212A out- 
put pulses applied to the A input are counted up 
when the 2212A polarity signal applied to the B in- 
put is positive and are counted down when the polar- 
ity signal to input B is negative. This counter of- 
fers .1, 1, and 10 second gate times, 6-digit read- 
out with polarity indication, and 8-4-2-1 bcd data 
output for digital recording. 


2-33. SETUPOF PULSE COUNTING BY COUNT- 
ER. Many ac-coupled electronic counters, includ- 
ing the HP-5212A/5512A, 5232A/5532A, and 3734A 
may require readjustment of their triggering cir- 
cuits for counting pulses. The trigger level re- 
quired for pulse input differs from that suitable for 
Sine wave input because the de value of a sine wave 
is zero volts while the dc value of a pulse train 
varies with pulse frequency (assuming constant 
pulse duration) and is rarely zero volts. 


NOTE 


Counters with dc-coupled input should not 
require special setup, since the amplitude 
discriminator can be set to count leading 
at +4V, uSing '-' slope. 


2-34. Equipment Required. In addition to the 
2212A and the counter, the following equipment is 
required for setup of pulse counting: 


1. HP-735A Transfer Standard. 


2. HP-140A Oscilloscope with HP-1420 (or 1422) 
and HP-1402A plug-in units. 


2-35. Procedure. 
1. Connect setup shown in Figure 2-10. 


2. Set 2212A to 1 VOLT range, vernier (if any) 
fully counterclockwise. 


3. Set Transfer Standard for 1.000V output. 


4. Set Oscilloscope channel A for 2v/cm and '+' 
polarity. Set time base for auto triggering 
fromINT- and 1 ysec/cm sweep time. Adjust 
trace controls for best display of 2212A output 
pulse. 


0. Set Electronic Counter to measure 2212A out- 
put frequency using 1 second gate and slightly 
less than maximum sensitivity, with display 
control set for conveniently-observed sampling 
rate. 
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Check several successive counts with the 
Transfer Standard first set to 1.000V, then to 
0-1000 “LV with the MICROVOLTS control set 
to 050. Readings should be consistent within 
+1 count at approximately 100 kHz and 0.005 
kHz, respectively. If counting is not correct 
perform steps 7 through 9. If counting is 
correct, the counter is ready for operation 
with the 2212A. 


Set the Oscilloscope for alternate triggering 
synchronized with channel A. Set channel B 
for .5v/cm (actually 5v/cm because of probe 
attenuation) and adjust controls to make both 
traces visible. 


Open the counter for access to the trigger level 
adjustment on the trigger circuit board and 
connect the Probe from Oscilloscope channel 
B to the trigger circuit output. See the count- 
er handbook for locations. 


Set the trigger level adjustment to obtain a 
steady B trace pulse with the Transfer Standard 
set to 1.000V and with it set to 0-1000 LV. 
Then close the counter, set sensitivity to max- 
imum, and tag the counter with a note stating 
that it is set to count pulses from the 2212A. 


HP 735A 
TRANSFER STANDARD HP22i2A 
VFC 
» & 


A3(-IN) 


A2(+IN) 


Al (OUTPUT) 


HP 1O110A ADAPTER 


HPI40A OSCILLOSCOPE 


HP1420A 
TIME BASE UNIT 


HP 1402A 


PREAMP cus 


Connections for Setup of Pulse Counting 


Figure 2-10. 
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2-36. PREOPERATIONAL CALIBRATION. 


2-37. EQUIPMENT REQUIRED. In addition to 
the counter that is normally used to count the 
2212A output pulses, the following items are re- 
quired for calibration: 


1. Combining Case, Cable Assembly, or Bench 
Stand. 


2. HP-735A Transfer Standard (not required for 
2212A-M3 if internal calibration standard is 
used). 


3. Precision Dekavider, Electro-Scientific In- 
dustries Model RV722, and 100K load (re- 
quired only for calibration of .01, .03, .1, or 
. 3V range). 


NOTE 


Warmup and calibration of the 2212A 
should be accomplished with the instru- 
ment in the attitude (upright or on its 
side) in which it will be used. Changing 
the instrument's attitude changes in- 


ternal temperature gradients, affecting 
calibration. 
2-38. TURN-ON AND WARMUP. Turn on the 


2212A and all equipment to beused during calibra- 
tion. Operation of the 2212A is signalled by a 
lighted "+" or '-"' POL indicator. Allow 1/2 hour 
warmup when the 2212A is operated in the Com- 
bining Case, at least 1-1/2 hour warmup if the 
2212A is operated in free air. 

2-39. CALIBRATION PROCEDURE. 

1. Set Transfer Standard (if used) for 0-1000 uV 


(A) output with MICROVOLTS control set to 
000. 


2. Connect setup shown in Figure 2-11A, in- 
cluding the shorting plug between the Transfer 
Standard '+' and '-' terminals. Turn on the 
2212A and all equipment. 


3. Set vernier of 2212A-M2 (10, Figure 2-13) 
fully counterclockwise and lock it there. 


4, Set 2212A RANGE switch (5, Figure 2-13) to 
.01 VOLT (or to ZERO on 2212A-M3). 


5. After specified warmup per paragraph 2-38, 
use screwdriver to set ZERO (6, Figure 2-13) 
for minimum count (less than 10) on the coun- 
ter (set for 1 second gate and maximum sen- 
sitivity. 

NOTE 


Switching of the POL indicators (9, Figure 
2-13) can help to locate the best ZERO 
setting. 
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TRANSFER 
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HP2212A 
© a VFC 
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A3(-IN) 


A2 (+1N) 


HP 5233L ELECTRONIC COUNTER 


ine 


Al (OUTPUT) 


* NOT REQUIRED FOR CALIBRATING 2212A-M3 


Figure 2-11A. 1V Range Calibration Setup 


Set 2212A RANGE switch (5, Figure 2-13 to 1 
VOLT, disconnect the shorting plug, and set 
the Transfer Standard for 1.000V output. (On 
2212A-M3, set RANGE switch to CAL+.) The 
'+' POL indicator should be lighted. 


With screwdriver, set CAL+ (7, Figure 2-13) 
for 100.000 kHz (kc) counter reading. 


Reverse A2 and A3 input connections of the 
2212A to the Transfer Standard '+ and '-'ter- 


minals. (On 2212A-M3, set RANGE switch 
to CAL-.) The '-' POL indicator should be 
lighted. 


With screwdriver, set CAL- (8, Figure 2-13) 
for 100.000 kHz (kc) counter reading. 


NOTE 


Step 9 completes calibration of the 1 VOLT 
RANGE. For maximum accuracy on an- 
other range, perform the remaining steps 
of this procedure. Calibration of the range 
to be used eliminates .02% maximum % of 
reading error of that range with respect to 
the 1 VOLT range. 


Connect setup shown in Figure 2-11B (page 
2-8) and set the 2212A to 1 VOLT RANGE and 
the Dekavider to 999999TEN. 


Note 2212A POL indication and average sev- 
eral zero reading counts to the nearest digit, 
using 1 second counter gate time. 


Shift the lead connections to the Transfer 
Standard one set of terminals to the left. 
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Set Transfer Standard for 1.019+(A) out- 
put and MICROVOLTS control for 100.000 
kHz (kc) plus the zero reading average ob- 
tained in step 11. 


EXAMPLE: If zero reading was +0.002, 
set Transfer Standard for 100.002 kHz; 
if zero was -0.001, set Transfer Stan- 
dard for 99.999 kHz. 


Shift lead connections to the Transfer Stan- 
dard one set of terminals to the right (con- 
nections shown in Figure 2-11B). 


Set the Dekavider according to the 2212A 
range that is to be calibrated, as follows: 


Dekavider 
RANGE Setting 
.01 VOLT 0100000 
.03 VOLT* 0300000 
a1) WON 1000000 
OVO 3000000 


*2212A-M1 only 
Repeat steps 11 and 12. 


Set CAL+ for 100.000 kHz (kc) plus the zero 
reading average obtained in step 16. (Sub- 
tract negative zero readings, add positive 
zero readings. ) 


Reverse A2 and A3 connections to the Deka- 
vider so that the '-' POL indicator is lighted. 


Set CAL- for 100.000 kHz (kc) minus the 
zero reading obtained in step 16. (Subtract 
positive zero readings, add negative zero 
readings. ) 
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2-41. 


it; 


es 


2-42. 
READINGS TO VOLTAGE READINGS. 


GENERAL. (See Figures 2-13 and 2-8). 
Set LINE VOLTAGE switch(2, Figure 2-13) to 
show the line voltage (115 or 230v) from which 
the 2212A is to be operated. 


Install the 2212A per paragraph 2-6, 2-7, or 
2-8. 


Connect the 2212A to external power per para- 
graph 2-17. 


If necessary, prepare the counter to count 
2212A output pulses according to paragraphs 
2-33 through 2-35. 


Calibrate the 2212A for operation per para- 
graphs 2-36 through 2-39. 


Connect the 2212A input and output as indicated 
in the appropriate diagram of Figure 2-8. 
Observe the specific instructions in para- 
graphs 2-18 through 2-25. 


NOTE * 


Poor connection to the source through either 
input lead, or open-circuited common mode 
return, can cause the 2212A to produce an 
output rate greater than 300kHz that does not 
respond to input signal changes. Before 
ascribing this conditionto a failure inside the 
2212A, make certain that all input and output 
connections are good and in accord with the 
instructions referenced in step 6 (above). 


Set the RANGE switch(5, Figure 2-13) accord- 
ing to the input voltage, as follows: 


Input Voltage* RANGE 


.01 VOLT 
.03 VOLT** 
HeVOLsd 
-3 VOLT** 
VOLT 


to 15 millivolts 

to 45 millivolts 

to 150 millivolts 

to 450 millivolts 

to 1.5 volts 1 


*Maximum input voltage produces 150 kHz 
(150% of full scale) output from the 2212A. 
**With Option M1. 


CONVERSION OF FREQUENCY COUNTER 
Counter 


readings of the average 2212A output frequency can 
be converted to voltage according to the selected 
range of the 2212A, as follows: 
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2212A Multiply Counter | 
RANGE Reading in kHz by For result in| 
01V Our millivolts 
.03V 0.3 millivolts 
LAV) ik @ millivolts 
.3V 3.0 millivolts | 4 
L.0V 10.0 millivolts 
1.0V 0.01 volts 
2-43. USING THE OPTIONAL VERNIER. ' > 


vernier (10, Figure 2-13) on the 2212A with Opt 


setting of the RANGE switch by any factor fro 


M2 permits multiplication of the fixed full a 
7 


to 3.5. When the 2212A is equipped with both 
and M2, any full-scale range from .01 to 3.5 v 
may be selected. The 150% overrange capabi 
periits the 2212A with M2 to handle input volt 
to +5. 25 volts. 


2-44. The turns-counting dial of the vernier p 
vides a three-digit indication that can be use 
determine the full-scale range, or to set u 
specific range. Since the vernier adds a 2. 
maximum multiplication factor to the basic ran| 
each turn of this ten-turn control adds a 0.4 
multiplication factor. Range multiplication ( 

of the fixed range setting by the vernier is Bly 
by the following expression: 


Rinse On 2onV.s 
Where Vs is the number of turns indi- 


cated by the turns-counting dial of the 
vernier. 


At dial settings (Vs) of 8.00 or 3. 54: 


Reo) = 
IRVen = 


Te (0225>< 82-00) 23 


139(0225°x 3254) = 1.885 


| 
The dial setting (Vs) for a specific 


range multiplier (Rm) is given by 
the following expression: 


Rm - 1 


MV See e050 


Hors muoteleororeaa ol 
1 hs a 
0, BS 


2.9 - 1 
0. 25 


Visi= = 2.00 (2 turns) 


Vs> = 6.00 (6 turns) 


i 


2-45. SUPERIMPOSED NOISE REJECTION. $ 
perimposed noise rejection will be as shown 
Figure 2-12 under the following conditions: 
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6 ZERO adjustment for zeroing the 2212A 
on the .01 VOLT range. 


7 CAL+ adjustment for calibrating response 
to positive input voltage. 


8 CAL- adjustment for calibrating response 
to negative input voltage. 


9 POL '+' or '-' indicator lights to signal 


10 Vernier (ten-turn) control on 2212A with 
M2 for multiplying fixed full scale RANGE 
setting by any factor from x1 to x3. 5. 


*Table 2-1 specifies accuracy of the pulse rate 
over a 1l-second sample period with respect to 
the calibration standard, assuming daily calibra- 
tion after 30 minute warmup in Combining Case 
or 1-1/2 hour warmup in free air. The specifi- 
cation does not include accuracy of the counter 
used to totalize 2212A vfc output pulses. 


2-9 


Section II 
Paragraphs 2-40 to 2-42 


100K 


HP 735A 
TRANSFER 
STANDARD 


Ae 


HP 2212A 
VFC 


Ae 
PRECISION DEKAVIDER 
} eS) 


0009900 


A2(+ IN) 


A3(- IN) 


HP §233L ELECTRONIC COUNTER 


| - 


(0) 
Sa} HP 010A ADAPTER 


Al (OUTPUT) 


Figure 2-11B. Setup for Calibrating Other Ranges 


13. 


14, 


15. 


16. 


ue 


18. 


19. 


2-8 


Set Transfer Standard for 1.019+(A) out- 
put and MICROVOLTS control for 100.000 
kHz (kc) plus the zero reading average ob- 
tained in step 11. 


EXAMPLE: If zero reading was +0.002, 
set Transfer Standard for 100.002 kHz; 
if zero was -0.001, set Transfer Stan- 
dard for 99.999 kHz. 


Shift lead connections to the Transfer Stan- 
dard one set of terminals to the right (con- 
nections shown in Figure 2-11B). 


Set the Dekavider according to the 2212A 
range that is to be calibrated, as follows: 


Dekavider 
RANGE Setting 
.01 VOLT 0100000 
203 VOLAL*s 0300000 
.1 VOLT 1000000 
40) MO Iye 3000000 


*2212A-M1 only 
Repeat steps 11 and 12. 


Set CAL+ for 100.000 kHz (kc) plus the zero 
reading average obtained in step 16. (Sub- 
tract negative zero readings, add positive 
zero readings. ) 


Reverse A2 and A3 connections to the Deka- 
vider so that the '-' POL indicator is lighted. 


Set CAL- for 100.000 kHz (kc) minus the 
zero reading obtained in step 16. (Subtract 
positive zero readings, add negative zero 
readings. ) 
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2-40. OPERATION. 


2-41. 


iE} 
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GENERAL. (See Figures 2-13 and 2-8). 
Set LINE VOLTAGE switch(2, Figure 2-13) to 
show the line voltage (115 or 230v) from which 
the 2212A is to be operated. 


Install the 2212A per paragraph 2-6, 2-7, or 
2-8. 


Connect the 2212A to external power per para- 
graph 2-17. 


If necessary, prepare the counter to count 
2212A output pulses according to paragraphs 
2-33 through 2-35. 


Calibrate the 2212A for operation per para- 
graphs 2-36 through 2-39. 


Connect the 2212A input and output as indicated 
in the appropriate diagram of Figure 2-8. 
Observe the specific instructions in para- 
graphs 2-18 through 2-25. 


NOTE + 


Poor connection to the source through either 
input lead, or open-circuited common mode 
return, can cause the 2212A to produce an 
output rate greater than 300 kHz that does not 
respond to input signal changes. Before 
ascribing this condition to a failure inside the 
2212A, make certain that all input and output 
connections are good and in accord with the 
instructions referenced in step 6 (above). 


Set the RANGE switch(5, Figure 2-13) accord- 
ing to the input voltage, as follows: 


Input Voltage* RANGE 
to 15 millivolts .01 VOLT 
to 45 millivolts .03 VOLT** 
to 150 millivolts sil” WROTE 
to 450 millivolts .3 VOLT** 
to 1.5 volts 1 VOLT 


*Maximum input voltage produces 150 kHz 
(150% of full scale) output from the 2212A. 
**With Option M1. 


2-42. CONVERSION OF FREQUENCY COUNTER 


READINGS TO VOLTAGE READINGS. 


Counter 


readings of the average 2212A output frequency can 
be converted to voltage according to the selected 
range of the 2212A, as follows: 
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2212A Multiply Counter 
RANGE Reading in kHz by For result in 


.0O1V a ht | millivolts 
.03V Orc millivolts 
Gh" J aa) millivolts 
.3V 5 a! millivolts 
1.0V 10.0 millivolts 
1.0V 0.01 volts 


2-43. USING THE OPTIONAL VERNIER. The 
vernier (10, Figure 2-13) on the 2212A with Option 
M2 permits multiplication of the fixed full scale 
setting of the RANGE switch by any factor from 1 
to 3.5. When the 2212A is equipped with both M1 
and M2, any full-scale range from .01 to 3.5 volts 
may be selected. The 150% overrange capability 
permits the 2212A with M2 to handle input voltage 
to +5. 25 volts. 


2-44. The turns-counting dial of the vernier pro- 
vides a three-digit indication that can be used to 
determine the full-scale range, or to set up a 
specific range. Since the vernier adds a 2.5X 
maximum multiplication factor to the basic range, 
each turn of this ten-turn control adds a 0.25X 
multiplication factor. Range multiplication (Rm) 
of the fixed range setting by the vernier is given 
by the following expression: 


Rime—wie Oe 20,VS 
Where Vs is the number of turns indi- 
cated by the turns-counting dial of the 
vernier. 


At dial settings (Vs) of 8.00 or 3. 54: 


Rm = 1+ (0.25 x 8.00) =3 
Rm = 1+ (0.25 x 3.54) = 1.885 


The dial setting (Vs) for a specific 
range multiplier (Rm) is given by 
the following expression: 


Rm - 1 
ein 05 


Por Km ot 1.5 or 2.5: 
5.— 1 
0225 


2.9 - 1 
0. 25 


Vs= = 2.00 (2 turns) 


Vs = = 6.00 (6 turns) 


2-45. SUPERIMPOSED NOISE REJECTION. Su- 
perimposed noise rejection will be as shown in 
Figure 2-12 under the following conditions: 
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1. Signal plus noise must not exceed +150% of 


full scale on the selected range. 


2. The vfc-counter combination must pass check 


2 in Table 4-3. 


3. A reversing counter must be used where peak 


noise is greater than the dc input so that sig- 
nal plus noise crosses zero during the inte- 
gration period. 


Infinite rejection cusp every Hertz 


= 
= 


607 T ; 
| 1.0 second sample period. 


0.1 second sample period. 
Infinite rejection cusp every 10 Hertz 


= — 


- 
- 


0.01 second somple period. 
Infinite rejection cusp every 100 Hertz 


NOISE REJECTION - DB 


5000 


NOISE FREQUENCY - Hz 


Figure 2-12. Superimposed Noise Rejection 


2-46. INTEGRATION OF HIGH-FREQUENCY IN- 
PUT. The ability of the 2212A to integrate high 
frequency signals or noise is limited by the slewing 
rate of its input preamplifier. This slewing rate, 
10° volts per second, is the product of the maxi- 
mum output amplitude and frequency that the 2212A 
can respond to without exceeding a specified dc 
offset that appears in the final reading. At10° 
volts per second (a .5 volt change in 1/2 micro- 
second) , the offset will not exceed . 1% of peak ac. 
The offset is negligible at slewing rates less than 
10° volts per second, but increases sharply at 
greater rates, even to the extent of driving the 
2212A into overload and preventing meaningful read- 
ings until the slewing rate is reduced. The slew- 
ing rate may be reduced by decreasing signal fre- 
quency, signal amplitude, or both. 


2-47. OVERALL ACCURACY. 


2-48. Overall accuracy of the 2212A is defined in 
Table 2-1. To determine the maximum uncertainty 
of your reading, in counts, first multiply the read- 
ing by .02% (calibrated range) or .04% (other 
range). Then multiply full scale (100 kHz) by the 
applicable % fs figure. Add the results to obtain a 
basic uncertaintyfigure. Temperature coefficients 
converted to counts in the same way must be added 
to the basic figure when ambient temperature has 
changed more than 1°C since calibration. 
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Fuseholder with 1/2 amp fuse. 6 ZERO adjustment for zeroing the 2212A 
on the .01 VOLT range. 
2 LINE VOLTAGE switch for selection 
of voltage to be used. 7 CAL+ adjustment for calibrating response 
to positive input voltage. 
3 Power and signal input/output receptacle; 
mates with plug of Cable Assembly or 8 CAL- adjustment for calibrating response 
Bench Stand, or connectors in rear of to negative input voltage. 
Combining Case. 
9 POL '+' or '-' indicator lights to signal 
4 POWER switch for control of ac power to 
the 2212A. 10 Vernier (ten-turn) control on 2212A with 
M2 for multiplying fixed full scale RANGE 
5 RANGE switch with STD, M1, or M3 setting by any factor from x1 to x3. 5. 
settings as shown above. 


Figure 2-13. Front and Rear Panel Description 


Table 2-1. Accuracy * 


*Table 2-1 specifies accuracy of the pulse rate 
over a 1l-second sample period with respect to 
the calibration standard, assuming daily calibra- 
tion after 30 minute warmup in Combining Case 
(not range-dependent) ty oF or 1-1/2 hour warmup in free air. The specifi- 
(jv cti) i. cation does not include accuracy of the counter 
used to totalize 2212A vfc output pulses. 


STABILITY (8 hours at calibration temp.)} > 


Scale Factor 


Zero Drift } 


LINEARITY (Referred to straight line 
through zero and full scale.) 


@HP-2212A-M1. 
@® On calibrated range — other ranges are +.02% rdg with respect to calibrated range. 
@ Or .01% rdg for readings between full scale and 150% of full scale. 


TEMP. COEFFICIENT PER °C 
Scale Factor (10 to 40°C) 


002 -002 002 002 -002 
04 -0033| .001 00033; .0001 
005 0017 | .0005} 00017} .0001 


fee@| or [oor | 0035 [ones | 0022 


@ Scale factor temperature coefficient is .01% rdg from O to 10°C and 40 to 55°C. 


(not range-dependent) 


(1pev rti) 
(.5 namp rti x 10002) 


Zero Drift 
(0'= 55°C) 
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2-49. APPLICATIONS. 


2-50. DATA ACQUISITION. Conversion of low- 
level de output signals from transducers to a digi- 
tal rate simplifies subsequent handling of the data. 
When the pulse rate is counted for a decimal mul- 
tiple of 1 second, a digital readout convertible to 
voltage is produced. (See paragraph 2-42.) Sum- 
ming of the vfc output by the counter yields a paral- 
lel digital output suitable for input to a computer, 
such as the HP-2116A. Because the counter reads 
the average value of the dc input over the selected 
gate period, noise and ripple voltage superimposed 
on the signal are largely averaged out. (See para- 
graph 2-45 and Figure 2-12.) 


2-51. In data acquisition the optional vernier 
can be used to 'scale' the digital rate output of the 
2212A to produce a readout in engineering units 
instead of voltage. Suppose, for example, that 
direct readout is desired from a strain gage pres- 
sure transducer that produces 3.2 millivolts per 
volt of excitation at a full-scale pressure of 2500 
psig (2500 times atmospheric pressure). If excita- 
tion is 10 volts dc, the transducer output for 2500 
psig input will be 32 millivolts. Onthe .1 VOLT 
range, the 2212A output with the vernier set at 
000 will be 32.000 kHz. It would be desirable in- 
stead to have the 2212A output be 25.000kHz, which 
corresponds to the full-scale psig input to the 
transducer (except for decimal position). This 
correspondence can be achieved by applying a 32 
millivolt input to the 2212A on the .1 VOLT range 
and setting the vernier to produce a 25.00 kHz 
reading on the counter. The vernier dial setting 
will be approximately 1.12, given by the following 
calculations: 


1. Determine the range multiplier (Rm) required 
to make 32 millivolt input produce 25 kHz 
output: 

bese. 
Rm = 35 * Aes 

2. Determine the vernier dial setting (Vs) re- 
quired for this range multiplier (Rm): 


An28 =a 


0.25 =1.12 


Vs = 
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NOTE 


In this example, the psig readings produced 
by scaling require correction of the decimal 
place, but this is obviously more convenient 
than calculating psig for each reading. 


2-52. INTEGRATING DIGITAL VOLTMETER. 
The 2212A converts an electronic counter to anin- 
tegrating digital voltmeter. One point to remem- 
ber, however, is that source resistances greater 
than 1000 ohms result in increased zero drift. 
(See paragraph 2-25.) For example, operation of 
the 2212A with a source resistance of 100K may 
produce 500 “UV additional rti zero drift over an 
8 hour period. Onthe .01 VOLT range, this re- 
sults in an error of 5% of full scale; on the .1 and 
1 VOLT ranges, the respective errors are 5% 
and .05% of full scale. Source resistances less 
than 100K cause proportionally less zero drift 
error. 


2-53. DIGITAL TRANSFER STANDARD. Because 
of its excellent stability and 1000 Megohm input 
impedance, the 2212A is an excellent digital 
transfer standard. Operated on the 1 VOLT range, 
the 2212A can be calibrated to produce a digital 
counter readout of the exact output voltage from a 
standard cell. While the 2212A is operating on the 
1 VOLT range, its input impedance is so high that 
there is no loading of the standard cel} so the 
standard voltage remains accurate. It is important 
to remember, however, that the input impedance 
remains high only while the 2212A is turned on and 
is not overloaded. After calibration of the 2212A 
from the standard cell, the 2212A can be connected 
to other voltage sources which can be calibrated 
within an accuracy of a few microvolts. 


2-54. Since the 2212A also has very good linearity 
(40.01%), its use as a digital transfer standard can 
include setting of up-scale and down-scale voltages 
with all of the advantages of digital readout. With 
the use of a decade-multiple precision voltage 
divider, accurate setting of voltages considerably 
higher than 1 volt also becomes possible, though 
the error introduced by voltage divider tolerances 
and loading of the source being calibrated reduces 
accuracy when voltages are being set by this method. 
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THEORY OF OPERATION 


3-1. GENERAL. 

3-2. Voltage - to- Frequency Converters (vfc's) 
produce an output pulse train whose frequency is 
proportional to the input voltage. Ideally, with no 
input, no output pulses are produced. As input 
voltage is increased from zero, the output pulse 
rate rises from zero proportionally, ultimately 
reaching a specified full scale rate. In the 2212A, 
full scale is 100 kHz and voltage-to-rate conversion 
is extremely linear through 150% of full scale. 


3-3. OVERALL DESCRIPTION. 

3-4, The functional elements of the 2212A vic 
are shown in Figure 3-1. Amplifiers A and B, 
with gain-bandwidth products characteristic of 
operational amplifiers, serve as the differential 
input preamplifier of the 2212A. They supply 
‘drive current to amplifier C that is directly pro- 
portional to the differential input voltage and in- 
versely proportional to the value of Rg. Amplifier 
C is also operational, and similar in design to 
amplifiers A and B. Capacitor Cl from output to 
input connects amplifier C as a linear integrator. 


SINGLE RESISTOR DETERMINES RANGE 
(VOLTAGE RANGE =RgX 100, AMP) 


PREAMPLIFIER A2 


VFC PULSE FEEDBACK 


PART OF SOURCE 
RESISTANCE 


SIGNAL 
SOURCE 


PART OF SOURCE 
RESISTANCE 


SOURCE 
COMMON 


Figure 3-1. 
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VOLTAGE TO FREQUENCY CONVERTER A3 


3-5. The output from amplifier C is determined 
by the input to amplifiers A and B. When the input 
to Ais positive with respect to B, the output from 
amplifier C is a positive-going capacitor-charge 
signal. If the input signal polarity is reversed, 
the output from amplifier C is negative-going. 
Regardless of polarity, the amplifier C output 
triggers the polarity and level detector at a cer- 
tain level. The level detector is triggered at ap- 
proximately +1.2 volts, which is higher than the 
voltage that is required to switch the polarity in- 
dicators and polarity output signal from plus to 
minus, or vice versa. 


3-6. The pulse generator produces a constant 
volt- time area feedback pulse each time it is 
triggered by the output from the level detector. 
Meanwhile, in response to a polarity signal from 
the polarity and level detector, the feedback polar- 
ity switch is enabled to gate positive or negative 
pulses through a feedback current divider network 
(Ri , Roy, and R3;) tothe amplifier C input. At 
the amplifier C input, the pulse current equals the 
current applied to amplifier C from the preampli- 
fier, but is of opposite polarity. 


+i8V 
SATURATED 
CORE PULSE 
GENERATOR 


[Pot] 
(NDICATORS 


FEEDBACK 
POLARITY 
SWITCH 


2 >_> POLARITY 
OUTPUT 


POLARITY AND 
TRIGGER LEVEL i 
DETECTOR 1 


VFC PULSE 
OUTPUT 


' OUTPUT 
COMMON 


2212A VFC Functions 
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3-7. When zero input is applied to the 2212A, 
preamplifier A-B and integrating amplifier C pro- 
duce no output. The level detector and the pulse 
generator are not triggered. Therefore, no vfc 
output pulses are produced. 


3-8. If an input voltage is applied to the 2212A, 
the preamplifier and integrating amplifier produce 
outputs, the level detector and the pulse generator 
are triggered, and vfc output pulses are produced. 
The rate at which the integrator output approaches 
triggering level depends upon the input voltage. 
With increasing input voltage, the interval between 
feedback pulses decreases and the vfc output pulse 
rate therefore increases. 


3-9. The amplifier C input currents arising 
from the volt-time integral of the external input 
voltage and the total of the volt-time areas of the 
feedback pulses are kept in balance by the rate at 
which the feedback pulses are generated. For 
example, the current arising from a 1 volt input 
would be balanced at the amplifier C input over 
a period of 1 second by the current arising from 
100, 000 feedback pulses with a volt-time area of 
10 microvolt-seconds (100,000 times 10 microvolt- 
seconds equals 1 volt-second). 


3-10. The 2212A vic is calibrated by Ris 5 Ian 
and R3, so that +100 microamperes input current 
from the preamplifier produces 100 kHz (full scale) 
output frequency. The differential input voltage 
required to produce 100 microamperes from the 
preamplifier is determined by the value of Rg, 
which is selected by the RANGE switch. The volt- 
age range equals 100 microamperes times the 
value of Rg. The values of Rg provided in the 
standard and M1 instruments are as follows: 


RANGE (VOLTS) Rg Value 
nO 10022 


.03 (M1 only) 3002 
5 A 1K 
.3 (M1 only) 3K 
1.0 10K 


3-11. When the input to the 2212A exceeds about 
250% of full scale for the selected range, the feed- 
back pulses cannot be produced rapidly enough to 
keep the integrator output from exceeding its nor- 
mal peak voltage (approximately +1.2 volts). To 
avoid saturation of integrating amplifier C under 
such circumstances, an overload feedback network 
is connected from output to input, in parallel with 
integration capacitor Cl. The overload feedback 
network is effectively an open circuit until the in- 
tegrator output tries to exceed +10.5 volts. At 
+10.5 to +12.5 volts, either CR39 or CR40 breaks 
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down, coupling additional feedback to the amplifier 
C input. This feedback keeps the amplifier C out- 
put voltage from exceeding +12.5 volts. Because 
it prevents saturation, the overload feedback helps 
to assure rapid recovery of the 2212A vfc from 
input overload. 


3-12. An inherent requirement of the preampli- 
fier used in the 2212A vfc, is a dc return between 
input (source) common and integrating amplifier C 
common. This return is completed in the 2212A 
through R92 and R93 of the preamplifier when the 
guard shields of the coaxial inputs are connected 
to one side of the input. 


3-13. COMMON MODE REJECTION (CMR). 
3-14. Rejection of common mode signal voltage 
(E.m) existing between source common and output 
ground is set at 120 db (one million to one) by the 
open-loop gains (-10°) of amplifiers A and B. 
Because amplifiers A and B have equal gains: 


WHERE: K = OPEN-LOOP GAIN OF 
AMPLIFIER A OR B 


K + Rin Rin = OPEN-LOOP INPUT 
CUS eer RESISTANCE OF THE 
iu 2212A (>100K) 


R., = INPUT UNBALANCE 


3-15. The relationship presented above is valid 
only because amplifiers A and B are powered by 
supplies that are completely isolated from each 
other and from the vfc power supply. The only 
connection between power supplies A, B, and the 
vfc power supply is through amplifiers A and B 
and through Rg. This isolation is assured by driv- 
ing the individual power supplies with ac power 
from three separately-shielded secondaries of the 
power transformer. Insulation between windings 
and between the power supplies is so high that 
leakage current between supplies is less than 10 
nanoamperes. Guarded capacitances are less than 
0. 25 picofarads. 


3-16. RANGE SWITCH ASSEMBLY Al 


NOTE 


Unless otherwise specified, incomplete 
reference designations (R1, S1, C1, Ql, 
CR1, etc.) in the following descriptions 
(paragraphs 3-17 through 3-60) pertain 
to components of the assembly being des- 
cribed. 
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3-17. RANGE switch assembly Al selects the 
range - determining resistor, Rg, that connects 
amplifier A common to amplifier B common. The 
same function is performed by RANGE switch 
assembly A1M1 in 2212A-M1 instruments. RANGE 
switch assembly A1M3 in 2212A instruments with 
internal calibrate Option M3 also controls the 
input switching to preamplifier assembly A2. The 
external connections and schematics of Al, A1M1, 
and AlM3 are shown in Figures 5-1 and 5-4. 


3-18. In the 2212A vfc without Optional Modifica- 
tion M3, the RANGE switch assembly consists of 
two-pole rotary switch S1, three (std 2212A) or 
five (2212A-M1) precision Rg resistors, and a 
buss lug. The Rg resistance values are accurate 
to 0.01% and have excellent temperature stability 
(45 ppm per °C). The precision of these resis- 
tors assures that the range-to-range error cannot 
exceed +0.02%. (Range-to-range error equals 
+0.02% only when the resistor for the 1 volt range 
is -0.01% and that for another range is +0.01%, or 
vice versa. ) 


3-19. The design and construction of the RANGE 
switch assembly preserve the resistor accuracy 
by separately connecting the high-quality and low- 
quality grounds of the preamplifier to the selected 
Rg resistor. This technique (similar to the four- 
wire connections used for highly-accurate resis- 
tance measurement by the 2410B/2401C digital 
ohmmeter) eliminates the effects of switch contact 
resistance and lead length. 


3-20. In the 2212A vfc with Internal Calibrate 
Option M3, RANGE switch S1 has four poles, two 
of which select the input to preamplifier assembly 
A2. When the .01, .1, or 1 volt RANGE is se- 
lected, S1 connects the input from J1A2 and J1A3 
to preamplifier assembly A2. When any of the 
calibration positions is selected, J1A2 and J1A3 
are disconnected. When ZERO is selected, Sl 
shorts the preamplifier input and selects the .01 
volt range for zeroing the vfc. Selection of CAL+ 
or CAL- connects the 1.00000 volt output from vfc 
assembly A3M3 to preamplifier assembly A2 and 
sets the 2212A-M3 to 1 volt range. 


3-21. PREAMPLIFIER ASSEMBLY A2 


3-22. The functional elements of preamplifier 
assembly A2 are shown in Figure 3-2; the pre- 
amplifier circuit is shown in Figure 5-4. The 
preamplifier consists of identical amplifiers A 
and B and identical, completely-isolated power 
supplies A and B. 
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PREAMPLIFIER A2 


OO 


O O 
S1(2A) 


O-—o 
Si(1A) 
Rg 


BUSS epi SNOT AMBLIRIERUA, 2 ee Se ay 


LUG 


TO "VFC" 
ASSEMBLY 


Ein 
(diff.) 
= CR28-34, 
C25-29, 


Figure 3-2. Preamplifier iunctions 


3-23. AMPLIFIER A, Amplifier A actually con- 
sists of three cascaded amplifiers, with gains of 
-40, +100, and +250. The minus sign in front of 
the gain of 40 denotes inversion; inversion is also 
indicated independently by the dot at the output of 
the gain of -40 amplifier symbol (Figure 3-2). 
The circuit details of the individual amplifiers are 
discussed in the following paragraphs. 


3-24, First Amplifier. The first amplifier con- 
sists of transistor Q1A and related circuit ele- 
ments. This common-emitter amplifier is powered 
by +€. 2 volts that is regulated with respect to high 
quality ground by voltage reference diode CR6, in 
isolation from power supply A. Amplifier Q1A is 
biased class A through resistors R3 and R5, and 
variable resistor R4, the rti offset current null 
adjustment. The gain of Q1A is -40 from dc to the 
-3 db point (200 Hz); thereafter r-c (resistance- 
capacitance) network R11-Cl rolls off gain as 
indicated in Figure 3-3. Diode CR5 connected be- 
tween the base and emitter protects Q1A from re- 
verse bias punch-through in the event of overload. 


3-25. Second Amplifier. The second amplifier 
consists of transistors Q2, Q4, and Q5, and relat- 
ed circuit elements. The transistors are connected 
in differential configuration, Q2A with Q2B and Q4 
with Q5. The bias applied to the transistors of 
each differential pair is identical. Temperature- 
induced changes of bias on one transistor are can- 
celled by like changes of bias on the companion 
transistor. In effect, temperature-induced bias 
changes become a common mode signal that is 
greatly attenuated, assuring minimum drift. A dual 
transistor is used for the first differential stage 
to assure that the transistors share the same 
temperature environment as nearly as possible. 


3-26. The gain-bandwidth characteristics of the 
second amplifier are determined by r-c feedback 
from the collector of Q4 to the emitter of Q2A via 
R20, R21-C4, R22-C5, and C3. See Figure 3-3 
for response of amplifier 2. 
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3-27. Diodes CR7 and CR8, connected between 
the collectors of Q2A and Q2B, keep the input to 
Q4-Q5 from exceeding +0.4 to 0.7 volts differen- 
tial. This limits saturation of subsequent circuits 
in the event of overload. 


3-28. Third Amplifier. The third amplifier con- 
sists of common-emitter stages Q6 and Q7, a 
complementary push-pull] output stage, Q9-Q10, a 
constant-current coupling network, CR9-CR10-Q8, 
and related circuit elements. The collector cur- 
rent from Q8 is held constant at approximately 6 
milliamperes by the (R30-R31) divider-developed 
voltage at the base and by the value of emitter re- 
sistor R32. Constant current maintains a constant 
voltage across diodes CR9 and CR1O so that signal 
voltages at the Q7 collector are coupled, without 
attenuation, to the base of Q10 as well as to the 
base of Q9. The voltage drop across CR9 and 
CR10 forward-biases Q9 and Q10 slightly, avoid- 
ing crossover distortion (which would result if one 
transistor started to cut off before the other 
turned on). 


3-29. The gain of the third amplifier is +250 
from de to the -3 db point (4 kHz); thereafter feed- 
back coupled through C8 rolls off gain at a rate of 
6 db per octave. Gain is down to +1 at 2 MHz. 
(See Figure 3-3. ) 


Total 
Response of 
Amplifiers 
1,2,and3 


Amplifier 3 
Response, 
) 


250 | 


Amplifier 2 
Response 


430Hz \) | 


40 Amplifier! 
200Hz » Response) | 
\ 


~~ GAIN=216-S———_————_~ 
2KHZ 9.3KHZ 


aN 


of 
a 200KHZ 
| GAIN=2 y 
4KHZ 
A 930KHZ S 
107 I 


oc 1KHZ 1OKHZ 1OOKHZ 1MHZ 
FREQUENCY ——+ 


GAIN ——> 


Figure 3-3. Amplifier A Response (idealized) 
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3-30. AMPLIFIER B. Amplifier B is identical 
to amplifier A, except for the coarse and fine zero 
adjustments in the bias circuit of Q3B (corres- 
ponds to Q2B of amplifier A). The coarse zero 
adjustment is R45 and the fine adjustment is R46, 
which is the front panel ZERO setting. 


3-31. OVERALL OPERATION. The differential 
input signal path for otherwise separate ampli- 
fiers A and Bis completed through RANGE switch- 
selected resistor R,. Differential signal current 
proportional to Ej, flows through Rg. The dif- 
ferential output current drives amplifier C of the 
Voltage - to - Frequency Converter. Integration 
feedback current from the output to the input of 
amplifier C almost exactly balances Preamplifier 
output current. Thus, the Preamplifier supplies 
its output to a virtual short circuit. The signal 
current passing between the A and B grounds 
through Rg develops a voltage drop across Rg that 
is precisely equal to Ein. This current feedback 
holds the differential signal current through the 
base-emitters of Ql1A and QI1B to an extremely 
small value, producing an extremely high effective 
input resistance. The theoretical input resistance 
is approximated by the following expression: 


Rin(diff) = Rin(A) X GAIN 


Since Rin(a), the open-loop input resistance of 
amplifier A or B, is greater than 100K and gain is 
one million, the theoretical differential input re- 
sistance is greater than 100,000 megohms. How- 
ever, insulation resistance may by considerably 
lower, particularly at high humidity: So the ef- 
fective input resistance of the 2212A is specified 
to be greater than 1000 megohms, even at 95% 
relative humidity. 


3-32. In addition to circuits already discussed, 
the Preamplifier includes 1K resistors R1 and 
R38, which limit current through the Q1A and Q1B 
base-emitters and diodes CR5 and CR15. This 
action protects the Preamplifier if greater than 
+11 volts is applied to the input, at the price of 
slightly increased noise and drift referred to the 
input. 


3-33. Capacitors C3z, C33, and C34 form a low- 
pass filter with Rl and R38. This filter has neg- 
ligible effect upon signals within the passband of 
the Preamplifier, but greatly attenuates radio 
frequency interference starting at approximately 
100 kHz. 


3-34. Capacitor C17 is necessary because the 
Preamplifier is designed to work into the virtual 
short circuit presented by current feedback from 
the integrating amplifier in the vfc. As amplifier 
C current feedback falls off at higher frequencies 
the Preamplifier might tend to become unstable. 
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High frequency instability is prevented by C17 be- 
cause it presents avery low X, and a virtual short 
circuit to signal frequencies above 100 kHz. 


3-35. POWER SUPPLIES. The two Preamplifier 
power supplies (Figure 5-2) are identical circuits, 
each referenced to its own common and fully iso- 
lated from the other, and from the vfc power sup- 
ply on vfc assembly A3. The supplies are driven 
by ac power from separate, well-shielded second- 
aries of the 2212A power transformer. 


3-36. Power supply A is typical. The ac input 
from the power transformer secondary is recti- 
fied by CR24-27, filtered by C22 and C23, and re- 
gulated by transistors Q18-21. Voltage reference 
diode CR23 and voltage reference diodes CR21 and 
CR22 break down at 18 volts +5%, causing the +18 
volt regulators to stabilize at an output of 18.5 +1 
volts with respect to'A common. Output varia- 
tions, including ripple voltage, are coupled to dc 
amplifier Q20 or Q21 through CR23 or CR21 and 
CR22. Negative feedback that greatly attenuates 
ripple voltage and keeps output voltage essentially 
constant is provided by the amplified and inverted 
outputs from the collectors of Q20 and Q21, which 
are applied to the bases of series regulators Q18 
and Q19. 


3-37. VFC ASSEMBLY A3 


3-38. The Voltage-to-Frequency Converter as- 
sembly actually consists of four functional ele- 
ments, as follows: 


1. An integrator (amplifier C in Figure 3-1). 
2. A polarity and trigger level detector. 


3. A feedback pulse generator. 


4. The vfc power supply. 


3-39. INTEGRATOR. The integrator is actually 
an operational amplifier that consists of three 
amplifiers, all with gains of +100. (See Figures 
3-4 and 5-6.) The first two amplifiers have dif- 
verential input and differential output. The inver- 
sion required by the integrator design is provided 
by cross-coupling the outputs of the second ampli- 
fier to ground and to the input stage of the third 
amplifier. Circuit details of the individual ampli- 
fiers are discussed in the following paragraphs. 
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VFC PULSE FEEDBACK R103 
~ 


\————— 
EF R102 Sees FROM FEEDBACK 
INTEGRATION FEEDBACK PULSE GENERATOR 
R143 


CR37 


= 


> > —_{¢ 
CR38 | CR39  CR40 


FROM 
PREAMP. 


TO POLARITY 
AND TRIGGER 
LEVEL DETECTOR 


Figure 3-4. Integrator Functions 


3-40. First Amplifier. The first amplifier isa 
two-stage differential circuit consisting of dual 
transistors Q1A/B and Q2A/B and related circuit 
elements. With differential input, temperature- 
induced changes of bias effectively become a com- 
mon mode signal that is greatly attenuated. Second 
stage Q2A/B is balanced by adjustment of variable 
resistor R28. The input stage is balanced by R11. 
The base currents of Q1A and Q1B are equalized 
by adjustment of R4 and R6. The gain of the first 
amplifier is +100 from dc to the -3 db point (500 
Hz). Thereafter r-c networks C3-R22 and C4-R23 
roll off gain at a rate of 6 db per octave. Gainis 
down to +1 at 50 kHz, then flat beyond 5 MHz. (See 
Figure 3-5. ) 


5OKHZ 


Amplitier 3 
Response 


Amptttier 1— 
Response 


+ 
oc KHZ JOKHZ JOOKHZ 1MHZ 


FREQUENCY ——> 


Figure 3-5. Integrator Response (idealized) 
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3-41. Resistor R93 isolates the input of the first 
amplifier from A2C17, the Preamplifier capaci- 
tive output load. The isolation provided by R93 
assures the stability of the integrating amplifier 
and helps to limit overload input signals. 


3-42. Clipper diodes CR1 and CR2 limit signal 
amplitude at the first amplifier input. This adds 
to the overload protection provided by the over- 
load feedback network (diodes CR37-40) from inte- 
grating amplifier output to input. 


3-43. Second Amplifier. The second amplifier 
consists of transistors Q3 through Q6, connected 
as a two-stage differential feedback pair, and re- 
lated circuit elements. The output from the Q5 
collector, which is in-phase with respect to the 
high side of the input from the Preamplifier, is 
grounded. The output from the Q4 collector, which 
is inverted with respect to the high side of the in- 
put from the Preamplifier, is applied to the third 
amplifier. This connection inverts the integrating 
amplifier output with respect to the input. 


3-44. The gain-bandwidth characteristics of the 
second amplifier are determined by r-c feedback 
from the collectors of Q5 and Q6 to the emitters 
of Q3 and Q4. Feedback from the Q5 collector is 
coupled through R41, R40-C7, R39-C6, and C5. 
Feedback to the Q4 emitter is coupled through 
R42, R43-C8, R44-C9, and C10. The overall re- 
sponse of the second differential feedback pair is 
diagrammed in Figure 3-5. 


3-45. Third Amplifier. The third amplifier con- 
sists of common-emitter stages Q7 and Q8, a 
complementary push-pull output stage, Q10-Q11, a 
constant-current coupling network, CR7-R59-CR8- 
Q9, and related circuit elements. The collector 
current from Q9 is held constant at approximately 
12.5 milliamperes by the (R56-R57) divider- 
developed voltage at the base and by the value of 
emitter resistor R58. Constant current maintains 
a constant voltage differential between the bases 
of Q10 and Q11 so that signal voltages from the Q8 
collector are coupled, without attenuation, to the 
base of Q11 as well as the base of Q10. The volt- 
age differential forward biases both Q10 and Ql11 
slightly, avoiding crossover distortion (which 
would result if one transistor started to cut off 
before the other turned on). 


3-46. The gain of the third amplifier is +100 
from dc to the -3 db point (50 kHz); thereafter feed- 
back coupled through C13 rolls off gain at a rate 
of 6 db per octave. Gain is downto +1 at 5 MHz. 
(See Figure 3-5.) 
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3-47. Integration Feedback. Integration feedback 
current coupled from integrator output to input via 
C1 essentially equals the sum of Preamplifier and 
feedback pulse input currents, which are of oppo- 
site polarity. Between pulses, integration feed- 
back equalling Preamplifier current charges Cl. 
At +1.2 volts the Cl voltage triggers a feedback 
pulse that reverses current input to the integrator, 
partly discharging Cl. The current-time inte- 
gral of the feedback pulses is made equal to the 
current-time integral of the Preamplifier output 
by variation of the feedback pulse rate (i. e., 
pulses are triggered more frequently or less fre- 
quently). The voltage developed across C1 is ap- 
plied to the polarity and trigger level detector. 


3-48. Overload Feedback. Overload feedback 
from the integrator output to input is coupled 
through diode CR37 or CR38 and voltage breakdown 
diodes CR39 and CR40 if the output voltage exceeds 
+10.5 volts for any reason. This feedback assures 
rapid recovery from overload whenever pulse 
feedback cannot be generated rapidly enough to 
keep the integrator output between zero and +1. 2 
volts. 


bd 


3-49. POLARITY-TRIGGER LEVEL DETECTOR. 
The polarity-trigger level detector consists of the 
polarity detector and signaller and trigger level 
detector, both functionally illustrated in Figure 
3-6. These and the related feedback pulse flip- 
flop and vfc pulse driver circuits are discussed in 
the following paragraphs. (Also see Figure 5-6. ) 


3-50. Polarity Detector and Signaller. The po- 
larity detector is a differential amplifier (Q12-13) 
with emitter follower (Q14) output. The positive 
and negative output levels from the detector are 
limited by feedback from an output divider- limiter 
(R68-70, 109, and CR9-10). The sensitivity of the 
differential amplifier is such that very small posi- 
tive input (with respect to ground) drives output 
signals B, K, and L to their most negative level. 
And very small negative input drives these output 
signals to their most positive level. 


3-51. Signal B is typical of signals K and L. Its 
most negative level (-2.8 volts), produced when 
2212A input is positive, turns on Q28. This lights 
"+" polarity indicator DS1 and clamps the polarity 
signal line to ground, its most positive level. The 
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most positive level of signal B (+2.8 volts) is pro- 
duced when input to the 2212A is negative. The 
+2.8 volt level cuts off Q28, allowing the polarity 
signal line to go to its most negative state (about 
-27 volts), and turns on Q27, lighting the "-" 
polarity indicator, DS2. 


3-52. Signals B and K also control the positive 
and negative pulse feedback switches. The most 
negative level of signal B turns on the positive 
pulse feedback switch and cuts off the negative 
pulse feedback switch. The most positive level of 
signal K cuts off the positive pulse switch and 
turns on the negative pulse switch. Signals B and 
L are used by the trigger level detector as des- 
cribed below. 


@ RES 


Ein 
(INPUT FROM 
INTEGRATOR) 


POLARITY 
DETECTOR 8 
SIGNALLER PULSE S.W. 


TO POS. 
FEEDBACK 


+/- TRIGGER 
LEVEL DETECTOR 


OUTPUT 
DIVIDER 
-LIMITER 


R74, 75 
CR13, 14 


Figure 3-6. Polarity — Trigger Level Detector 
Functions 
3-53. Trigger Level Detector. The heart of the 


trigger level detector is a circuit (Q1I5A, 15B, 16, 
R74,75, and CR13, 14) similar to the polarity de- 
tector circuit. Signal B from the polarity detector 
establishes the baseline output from the trigger 
level detector and the positive or negative level at 
which triggers are generated. (See vic timing in 
Figure 5-6) The -2.8 volt level of signal B op- 
poses positive input signal A from the integrating 
amplifier until signal A reaches +1.2 volts. Simi- 
larly, the +2.8 volt level of signal B opposes 
negative signal A input until signal A reaches -1. 2 
volts. Atthe +1.2 volt triggering level, trigger 
signals C and E switch from positive or negative 
baseline potential, forming negative- going or 
positive-going triggers. Negative-going C trig- 
gers combined with the negative level of signal L 
turn on NOR gate Q18 via NAND gate R76,77, Q17, 
CR17, producing negative-going triggers at the 
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Q18 collector. Positive-going E triggers com- 
bined with the +2.8 volt level of signal B turn on 
NOR gate Q18 through AND gate R80, 81, also pro- 
ducing negative-going triggers at the Q18 collec- 
tor. The Q18 output triggers the feedback pulse 
flip-flop and the vfc pulse driver. 


3-54, Feedback Pulse Flip-Flop. Flip-flop Q19- 
22 provides the transitions that are used to trigger 
the vfc pulse driver and switch constant volt-time 
area pulse transformer Tl, generating feedback 
pulses. (See Figure 5-6.) The action of this flip- 
flop is most easily understood by assuming it is in 
one state, such as Q19 off and Q21 on. Between 
negative-going triggers, about +1. 2 volts is applied 
from divider R83-84 to coupling transistors Q20 
and Q22 through diodes CR20 and CR21. When 
Q21 is on, Q20 is also on. When Q19 is off, Q22 
is reverse-biased and is also off. Conduction 
through Q20 and Q21 clamps the anode of CR19 
near ground, holding Q19 cut off. Because Q22 is 
off, Q21 is biased on through R87 and CR23. Each 
negative-going trigger from the Q18 collector cuts 
off both coupling transistors (Q20 and Q22). This 
permits turn-on of the flip-flop transistor (Q19) 
that was previously cut off. Turn-on of Q19 ap- 
plies a negative-going signal to the anode of CR23. 
This disconnects forward bias from Q21, cutting 
it off. Turn-off of Q21 applies a positive-going 
signal to the base of Q19 through C14 and CR18, 
assuring that it remains on until the end of the 
negative- going trigger from the Q18 collector 
turns on Q22, stabilizing the new states (Q19 on, 
Q21 off). The next negative trigger causes a re- 
versal of states back to Q21 on, Q19 off. 


3-55. VEC Pulse Driver. VFC pulse driver Q29 
is normally off, with +9 volts at the collector. 
Positive-going transitions from the collector of 
Q19 or Q21, differentiated by C19-R120 or C20- 
R121, and coupled through CR26 or CR27 and 
CR18 and R118 turn on Q29, producing negative- 
going pulses. These pulses are coupled from the 
Q29 collector to coaxial connector Al in recep- 
tacle J1 on the rear panel. 


3-56. FEEDBACK PULSE GENERATOR. The 
feedback pulse generator consists of saturable 
core transformer T1, core drivers, Q23 and Q24, 
feedback polarity switches Q25 and Q26, and re- 
lated calibration circuits. (See Figure 5-6.) Each 
change of feedback pulse flip-flop states turns on 
core driver Q23 and turns off core driver Q24, or 
vice versa. This reverses the polarity of current 
flow in the transformer primary and the polarity 
of core magnetization. Because core saturation 
characteristics and transformer construction are 
carefully controlled during manufacture, the out- 
put from the transformer secondary is a pulse 
that has constant volt-time area over a wide range 
of repetition rates, from 0 to more than 150 kHz. 
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The secondary is connected for full-wave rectifi- 
cation, making possible either positive or negative 
feedback pulses. The selection of feedback pulse 
polarity is made by feedback polarity switch tran- 
sistors Q25 and Q26, in response to signals from 
the polarity detector. Individual CAL+ and CAL- 
adjustments in the lines to the feedback polarity 
switches provide fine adjustment of the volt-time 
integral of feedback pulses individually for positive 
or negative inputs. Resistors R101-103 and R143 
form an attenuator that includes a coarse adjust- 
ment (R102) for calibration of feedback pulse volt- 
time integrals. These adjustments determine the 
full-scale rate at which the volt-time integrals of 
the feedback pulses balance the volt-time integral 
of the input to the integrating amplifier. 


3-57. VFC POWER SUPPLY. The vfc power 
supply provides unregulated +27 volts and regu- 
lated +18 and +6. 2 volt outputs, all with respect to 
output common. As indicated in Figure 5-6, the 
ac input from the power transformer secondary is 
rectified by CR31-34, filtered by C21 and C22, and 
regulated by transistors Q30-37. The unregulated 
27 volt outputs are taken from the collectors of 
+18 volt series regulators Q30 and Q33 for power- 
ing the polarity signalling circuit, including polar- 
ity indicators DS1 and DS2. 
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3-58. The +18 volt regulator circuit consists of 
series regulator Q30, dc amplifier Q31, differen- 
tial amplifiers Q35-36 and Q37A-B, and voltage 
reference diode CR28. First differential amplifier 
Q37A-B compares a sample of the +18 volt output, 
tapped by R141, to the reference voltage developed 
across CR28. Output voltage variations, succes- 
sively amplified and inverted by Q37B, Q35, and 
Q31, provide negative feedback to the base of Q30 
that holds the +18 volt output essentially constant 
in the face of line voltage and load variations. 


3-59. The -18 volt regulator consists of series 
regulator Q33, dc amplifier Q32, and reference 
coupler Q34. Voltage divider R130-131 in the base 
of the reference coupler compares the -18 volt 
output to the +18 volt output, which serves as a 
reference. Variations of the -18 volt output from 
approximate equality to the +18 volt output, cou- 
pled through Q34 and amplified and inverted by 
Q32, provide negative feedback that regulates the 
output voltage from series regulator Q33. 


3-60. The +6.2 volt regulators are simple volt- 
age reference diode shunt regulators that are con- 
nected across the +18 volt outputs. The +6. 2 volt 
outputs provide bias for the input stages of the in- 
tegrating amplifier. 
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SECTION IV 
MAINTENANCE 
4-1. GENERAL NOTE 
4-2. This sectioncontains instructions for main- The 2212A Voltage-to-Frequency Conver- 


tenance of the 2212A Voltage-to-Frequency Con- 
verter. Included are a maintenance schedule 
(Table 4-1), a list of recommended test equipment 
(Table 4-2), in-cabinet performance checks (Table 
4-3). and instructions for access to assemblies, 
troubleshooting, repair, cleaning, and calibration. 
Parts locations and schematic diagrams are in 
Section 5 with the parts list. 


NOTE 


If it should become necessary to commu- 
nicate with the factory or your Hewlett- 
Packard Field Service Facility regarding 
your 2212A, be sure to specify the instru- 
ment's complete serial number and all 
modifications. 


4-3. IN-CABINET PERFORMANCE CHECKS 


AND TEST CARD 


4-4, The in-cabinet performance checks in 
Table 4-3 may be used to verify specifications of 
the 2212A. The Performance Check Test Card at 
the end of Table 4-3 may be filled out to provide a 
record of the instrument's performance. Separate 
columns are provided for entry of measurement 
result(s) and whether the result is acceptable. The 
determination of result acceptability is based upon 
the limits entered in a specification limits column. 
The entry numbering on the test card corresponds 
to the check numbers and step in Table 4-3. The 
checks in Table 4-3 may be used to verify all im- 
portant 2212A performance specifications for the 
following purposes: 


1. As part of an incoming inspection check of 
instrument specifications. 


2. Periodically, as specified in Table 4-1, to 
verify correct operation. 


3. After repairs and adjustments, to verify cor- 
rect operation before returning the 2212A to 
regular service. 
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ter is a highly-sensitive precision instru- 
ment whose performance must be checked 
carefully to assure valid results. For 
example, clips making intermittent con- 
nections to test voltage sources may cause 
serious errors by violating the require- 
ment for 1K sourceresistance; in extreme 
instances, intermittent input connections 
may even cause the 2212A to be self- 
driven to an output pulse rate greater than 
300 kHz that does not respond to varia- 
tions of the input voltage. Another pitfall 
to avoid isusing dissimilar metals for in- 
put connections. Using steel clips with 
copper wire, for instance, may introduce 
thermally-generated voltage into test set- 
ups, completely obscuring the actual zero 
drift performance of the 2212A. 


Table 4-1. 


Recommended 
Interval 


Daily or before 
data run 


Maintenance Schedule 


Maintenance Operation 


Zero and calibrate 2212A as 
instructed in paragraphs 2-36 
through 2-39. 


If using 2212A in Combining 
Case, clean air filter per 
‘Air Filter' paragraph on 
page 6 of Combining Case 
instructions. 


Monthly 


Quarterly 
(every 90 days) 


Zero preamplifier and vfc, 
as instructed in paragraphs 
4-30 and 4-31. 


Vacuum inside of the 2212A 
in a clean atmosphere. Do 
not use air blast. 


Semi-Annually 


Check performance of 2212A 
per Table 4-3, checks 1 
through 5. 


Calibrate the internal cali- 
bration source of 2212A-M3 
as instructed in paragraph 
4-32. 
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Table 4-2. Recommended Test Equipment 


Equi t Use and Required Recommended Model 
Ce Characteristics or Equivalent 


Combining Case and 
Bench Stand or Cable 
Assembly. 


Precision DC Voltage 
Source 


Frequency Counter 


Oscilloscope 


Power and signal input-output 
connections to 2212A, includ- 
ing connections to polarity 
output (pin 2) of rear panel 
connector. 


Performance checks and 
troubleshooting; dc voltage 
measurements to 30v and ac 
voltage measurements to 
Tv, 3% accuracy. 


Performance checks and 
calibration requiring 1. 000V, 
1.019V, and 0-1000LV out- 
puts, .002% accuracy of 

1. 0OOV output for 1 month 
(with respect to primary 
standard) after calibration. 


Performance checks and 
calibration, requiring reso- 
lution of +1 count in 100, 000, 
1 second sample period, time 
base accuracy better than +2 
ppm in 10° per week, at least 
d0-digit readout, 6 digits 
desirable. 


Performance checks and 
general troubleshooting with 


HP-12500A Combining Case 
and HP-12501A Bench Stand 
or HP-12503A Cable Assem- 
bly with added lead to pin 2. 


HP-410C Electronic Volt- 
meter 


HP-735A Transfer Standard 
(there is no direct equiva- 
lent for this instrument). 


HP-5233L Electronic 
Counter. 


HP-140A Oscilloscope with 
HP-1402A Dual-Trace Ampli- 


fier and HP-1420A Time 
Base plug-in units. 


dual-trace capability. 5mv/cm 
vertical sensitivity, rise time 
less than .01 usec, calibrated 
sweep rates from .5 sec/cm 
to 5 sec/cm, triggering from 

one of the inputs with alternate 


4-2 


Oscillator 


Precision Voltage 


Divider 


Precision 100K 
Load Resistor 


display of both. 


Performance checks with . 3v 
rms output across 51 ohms 
at 50.5, 505, and 5050 Hz 
and 7v rms across 600 ohms 
at 70 Hz. 


Linearity and overrange 
checks, requiring constant 
100K input resistance, 5 ppm 
accuracy. 


Linearity and overrange 
checks, requiring 100K 1% 
resistance 


HP-200AB, 200CD, 200J, 
201C, or 202C Audio oscil- 
lator, or 205AG or 206A 
Audio Signal Generator. 


Electro-Scientific Indus- 
tries Model RV722A 
Dekavider 


Any good quality precision 
100K 1% deposited carbon 
resistor. 
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Equipment 


Shielded 1K unbalance 
resistor 


Oscillator load 
resistors 


BNC Tee 


BNC -to-GR 
Adapter 


Coaxial Cable, 
BNC -BNC 


Coaxial Cable, 


GR-GR 


Inductor 


Bypassed Unbalance 
Resistor 


Jumpers 


Table 4-2. (Cont'd. ) 


Use and Required 
Characteristics 


Performance checks, re- 
quiring a 1K deposited 
carbon resistor with copper 
leads to avoid thermal emf 
effects, shielded as shown 
below. 


INSULATION 
SLEEVING 


SOLDER 
SHIELD 


CABLE igen ke 


51 ohm, 1/2 watt, and 


560 ohm, 1/2 watt resistors. 


Connection of performance 
check test setups. 


Connection of 2212A vfc 
output from GR plug to BNC 
connector of Counter, Tee, 
or Oscilloscope for perfor - 
mance checks and trouble- 
shooting. 


4-foot length for connection 
between Oscilloscope and 
Counter (and between Bench 
Stand and Counter if Bench 
Stand is used). 


44-inch length for connec- 
tion between Dekavider and 
Transfer Standard 


>100 wh inductive short 
for zeroing vfc circuit 


10K deposited carbon resis- 
tor with copper leads, by- 
passed with a .001 yf par- 
allel-connected capacitor, 
for internal zeroing of the 
preamp section. 


Two short jumpers for pre- 
amp zeroing, with copper 
clips and copper wire. 


Section IV 
Table 4-2 


Recommended Model 
or Equivalent 


As described at left. 


Any good quality composition 
resistor. 


UG-274/U 


HP-10110A Adapter 


HP-10503A Cable Assembly 
(one required if HP-12503A 
Cable Assembly is used for 
2212A, two are required if 
Bench Stand is used). 


HP-11000A Cable Assembly 


not applicable 


As described at left. 


NOTE: Bear in mind that procedures will probably have to be modified if an equivalent 
instrument is used instead of the recommended model. 
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Table 4-3. In-Cabinet Performance Checks 


CHECK 1 


2212 OUTPUTS AND INITIAL SETUP OF COUNTER 


2212A outputs consist of: 


Negative pulses recurring at a rate proportional to input voltage with about 9v amplitude, 
2usec duration, and rise time less than . 1usec when not loaded. 


A polarity signal that is 0 to -1v for positive input to the 2212A or -(23 to 31)v for negative 
input to the 2212A. 


The counter must be initially set up to accurately count pulses at both low and high repetition 
rates to prepare for later checks, especially if ac-coupled counter is used. 


HP 410C VTVM 


HP 735A 
TRANSFER STANDARD HP2212A 


as 


DCV COM 


OQ 
= A3 (-IN) 
A2 (+1N) 
|(COMMON) 


2( POLARITY) 


HP5233L ELECTRONIC COUNTER 


Al(OUTPUT) 


HP1420A 
TIME BASE UNIT 


HP 14024 
PREAMP 


2) 
CONNECTIONS FOR OUTPUTS CHECK & INITIAL SETUP OF COUNTER 


4-4 


Make connections as shown above 
and turn on the 2212A and all test 
equipment. 


Note time; checks 4,5, and 6 are 
valid only after specified warm-up of 
the 2212A, which must be timed. In 
the Combining Case, 30 minute warm- 
up; in free air, 1-1/2 hour (minimum) 
warm-up is required. 

Set the Transfer Standard for 1. 000V 
output. 


Set the 2212A to 1 VOLT range and 
vernier (on 2212A-M2) fully counter- 
clockwise to 0 and locked there. 


Set Oscilloscope channel 'A' for 
2v/cm and '+' polarity, time base 
for automatic triggering from INT- 
and .5 usec/cm sweep, and trace 
controls for best display of 2212A 
output pulse 


Enter pulse characteristics on the 
performance check test card. 


Enter VTVM (lv range) reading and 
2212A POL indication on test card. 


Reverse connections of 2212A +IN 
and -IN leads to Transfer Standard 
'4' and '-' terminals. 


Enter VTVM (30v range) reading and 
2212A POL indication on test card. 


Set Electronic Counter to count 2212A 
output pulses using 1-second gate 
time and +4v dc level setting and 
-slope or, with ac-coupled counters, 
set sensitivity to maximum. Where 
necessary, Set trigger level of ac- 
coupled Counter to count pulses, per 
paragraphs 2-33 through 2-35. 


Verify correct Counter performance 
by checking several successive counts 
with the Transfer Standard set first 
to 1.000V, then to 0-1000 pv with the 
MICROVOLT control set to 050. 
Readings should be consistent within 
+1 count at approximately 100 kHz 
and 0.005 kHz. Readjust level setting 
if necessary to achieve consistent 
counting for both inputs. 
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CHECK 2 
SUPERIMPOSED NOISE REJECTION 


Subject to the restrictions in paragraph 2-45, superimposed noise rejection by the 2212A de- 
pends upon integration interval and noise frequency as shown in Figure 2-12. In this check, 
superimposed noise rejection is verified at .01, .1, and 1 second gate times for 50.5, 505, 

and 5050 Hz noise frequencies at noise amplitude of .3v rms on the 1 VOLT range. Super- 
imposed noise rejection is checked on the 1 VOLT range to assure separation of superimposed 
noise effects from other effects that become dominant on the more sensitive ranges of the 2212A. 


HP4IOCVTVM AUDIO HP735A : 
OSCILLATOR TRANSFER STANDARD HP2212C . Following check 1, connect setup as 


VFC shown at left and turn on the Audio 
Oscillator. 


. Set the 2212A to 1 VOLT range and 
A2(-+IN) set the Transfer Standard for 1. 000V 
A3(—IN) output. 


Using .01, .1, and 1 second gates, 
check the difference between Counter 
readings with the Audio Oscillator 
set for minimum 50.5 Hz output, 
then set for .3v rms output measured 
5S with VTVM. Enter count differences 
iS _HPI40A_ OSCILLOSCOPE on the test card. 


Repeat step 3 at 505 Hz. 
Repeat step 3 at 5050 Hz. 


Al(OUT PUT) 


HP1420A 
TIME BASE UNIT 


HP 1402A 
PREAMP 


| 
| 
| 
| 
| 
| 
| 
| 
| 
| 


SETUP FOR SUPERIMPOSED NOISE REJECTION CHECK 


NOTE 


Any sharp change in the count as superimposed noise amplitude is increased to . 3v 
rms during this check is probably caused by inability of the counter to count pulses 
when the 2212A pulse rate changes as a result of modulation by the superimposed 
noise. The loss of counts because of pulse rate modulation is particularly likely 
when an ac-coupled counter is used for this check. Make certain that sensitivity of 
the ac-coupled counter is set to maximum. [If loss of counts occurs at maximum 
sensitivity, reset the internal trigger level adjustment according to the instructions 
in paragraph 2-35, but using the Transfer Standard 1.000V output and Oscillator as 
signal sources. The counter should be capable of counting all pulses when the rate 
is varying continually between a few counts per second and 150 kHz. 
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Table 4-3 
Table 4-3 (Cont'd. ) 


CHECK 3 
COMMON MODE REJECTION 


Common mode rejection of the 2212A without M3 is 120 db from dc to 60 Hz, which means that 
only one millionth of common mode signal voltage at the input is translated into differential 
signal voltage. (Common mode rejection of 2212A-M3 is 114 db, 500,000 to 1, when source 
unbalance is 1K.) Common mode rejection is checked by applying a 70 Hz common mode sig- 
nal at 7. 8v rms (1lv peak) amplitude between input common and output common, with the 2212A 
set to .01 VOLT range and for approximately +24 microvolts initial de offset. The effect of 
the common mode signal, referred to the input, is less than 11 microvolts peak (22 microvolts 
peak on 2212A-M3). The actual peak effect of the common mode input is detected by reducing 
the de offset until the polarity output is seen to switch an average of once per second. 


Following check 2, connect setup as 


shown at left. 
HP410C VTVM AUDIO 
OSCILEATOR C . Set 2212A to .01 VOLT range and 


Audio Oscillator for minimum out- 
put. Then set 2212A ZERO for pos- 
itive polarity and 0. 24 kHz reading 
on the Counter (set for 1 second gate). 


Set Audio Oscillator for 70 Hz out- 
put at 7.8v rms, measured with 
VTVM; then disconnect VTVM. Set 
Oscilloscope for 1 sec/em, 5v/cm, 
and line sync. 


SS ase . Reduce offset with 2212A ZERO ad- 
justment until negative spikes at an 

HPI40A OSCILLOSCOPE average rate of 1 per second ( 1 per 
Tey cm) appear on the trace. Enter the 

TIME BASE UNIT eae Counter (zero offset) reading on the 
ee test card. Reading for 2212A with- 
HP 14024 | out M3 should not exceed 0. 110 kHz; 
aah with M3, count should not exceed 
| 
| 
| 
J 


02220 KHz. 


Reverse connections of +IN and -IN 
leads to the 1K resistor without 
changing shield or oscillator con- 
nections. 


Set 2212A ZERO for about +0. 24 
kHz offset and repeat step 4. Enter 
the Counter reading on the test card. 


1 
tye 
L 


SETUP FOR COMMON MODE REJECTION CHECK 
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Model 2212A Section IV 


Table 4-3 
Table 4-3 (Cont'd. ) 


CHECK 4 
CALIBRATION AND INTERNAL CALIBRATION SOURCE 


The 2212A is calibrated to prepare for check of the internal calibration source (on 2212A-M3) 
and for performance checks 5 and 6. 


With respect to the reference voltage used for its calibration, the internal calibration source 
drifts less than .02% (20 counts in 100,000) in six months. The temperature coefficient is 
less than .005% (5 counts in 100,000) per °C differential between ambient and the temperature 
at which the internal source was calibrated (factory calibrates at 22-25°C). 


NOTE: The 2212A operated in the 12500A Combining Case must be given 30 minutes warm-up 
following turn-on before proceeding with this check. The 2212A operated in free air requires 


at least 1-1/2 hour warm-up. These times are with respect to the time noted in step 2 of 
check 1 provided that the 2212A has been operated continuously. 


HP 735A 


TRANSFER 
STANDARD 

HP22I2A 
Clk eal VFC 


A2 (+1N) 


A3(-IN) 


* MUST BE DEPOSITED CARBON 
RESISTOR WITH COPPER LEADS 


HP 5233L ELECTRONIC COUNTER 


| p 2 
re = 


SETUP FOR CALIBRATION & INTERNAL CALIBRATION SOURCE CHECK 


A1(OUT PUT) 


1. Following check 3, connect setup as 
shown above. Note than the +IN and 
-IN leads are initially connected to- 
gether through a 1K resistor. 


2. Set the 2212A to .01 VOLT range and 
set the front panel ZERO (screw- 
driver) adjustment for minimum 
reading (0420 counts) in 1 second 
count time. Use switching of the 
POL indicators to help locate best 
zero Setting. 


3. Record average zero offset (deter - 
mined from several counts on the 
2212A 1 VOLT range) on the test 
card along with the POL indication. 


4. Connect the +IN lead to the Transfer 
Standard '+' terminal and set the 
Transfer Standard for 1. 000V output. 
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Set the 2212A front panel CAL+ 
(screwdriver) adjustment for a 
counter reading that differs from 
the step 3 zero offset reading by 
+100,000 counts. Thatis, if the 
step 3 offset was +2 counts, set 
CAL+for 100. 002 kHz reading. 


Reverse +IN and -IN lead connec- 
tions to the Transfer Standard '+ 
and '-' terminals and set CAL- 
(screwdriver) adjustment for a 
Counter reading that differs from 
the step 3 reading by -100,000 
counts. That is, if the step 3 off- 
set was +2 counts, set CAL- for 
99.998 kHz reading. Enter time on 
test card. 


NOTE 


Steps 7 and 8 apply only to 
2212A with M3. 


Set the 2212A to CAL+and record 
the Counter reading on the test card. 
When checking at normal room tem- 
perature (22-25°C), this reading 
should be within +20 counts of 

100. 000 kHz (0. 02% stability for 6 
months). However, if the internal 
source has been calibrated at a 
temperature different from ambient 
during this check, the temperature 
coefficient may add up to 0. 005% 
output error (+5 counts) per °C of 
temperature difference. 


Set the 2212A to CAL- and record 
Counter reading on the test card. 
The test limits and explanation of 
step 7 apply also to this step. 
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4-3 (Cont'd. ) 


——————- CHECK 5 


Model 2212A 


LINEARITY, ACCURACY, AND OVERRANGING 


Linearity of the 2212A, zero to full scale, is . 01% of full scale (10 counts in 100,000). 


Accuracy of pulse count is .02% of reading (20 counts in 100,000 for FS input) for any range 
relative to calibrated range. 


Overranging of the 2212A is linear within .01% of reading to 150% of full scale (15 counts in 
150,000 for 150% FS input). 


100K 


he 


2 
‘ 


HP 735A 
TRANSFER 
STANDARD 


HP 2212A 
VFC 


PRECISION DEKAVIDER 
Pe es) 


DODODDDD 


A2(+ IN) 


A3(- IN) 


HP 5233L ELECTRONIC COUNTER 


-_— 
=== ADAPTER 


SETUP FOR LINEARITY, ACCURACY, AND OVERRANGING CHECK 


Qe 


Al (OUTPUT) 


Following check 4, connect set up 
shown above. 


Set the 2212A to 1 VOLT range and 
set the Dekavider to 999999TEN. 


Note the polarity indication of 2212A 
and the zero reading of the Counter 
over 1 second count time. Average 
several readings to the nearest digit 
and enter the result on the test card. 


Shift the lead connections to the 
Transfer Standard one set of termi- 
nals to the left (+IN and -IN to '+! 
and '-' Transfer Standard terminals). 


Set Transfer Standard to 1.019V 

+ (A) and MICROVOLTS control for 
100. 000 kHz plus the average zero 
reading entered on the test card at 
the end of step 3. (For example, if 
the zero reading was +0. 002 kHz, 
set the MICROVOLTS control for 
+100. 002 kHz; if the reading was 
-0.001 kHz, set the control for 

+99. 999 kHz. ) 


10. 


. set the Dekavider to 900000 and con- 


nect the +IN and -IN leads from the 
Dekavider across the short on the 
Transfer Standard (as shown in the 
setup diagram) to check polarity 
and magnitude of zero reading. 


Shift the lead connections to the 
Transfer Standard as in step 4 and 
take a +Lin reading. Subtract the 
step 6 zero reading from the +Lin 
reading and enter the result on the 
test card. 


. Repeat steps 6 and 7 with 2212A +IN 


and -IN leads connections to Deka- 
vider terminals 3 and 4 reversed. 
Enter result on the test card. 


NOTE 


The specification limits on the 
test card include +1 count am- 
biguity of the Counter. 


Repeat steps 6 and 7 with 2212A +IN 
and -IN leads connected for '-', then 
for '+' indication, but at the following 
Dekavider settings. Enter results on 
the test card. 


Dekavider Corrected 
setting Counter Readings* 
8000000 +80.0 +0.011 kHz 
7000000 +70.0 +0.011 kHz 
6000000 +60.0 +0.011 kHz 
5000000 +50.0 40.011 kHz 
4000000 +40.0 +0.011 kHz 
3000000 +30.0 +0.011 kHz 
2000000 +20.0 +0.011 kHz 
1000000 +10.0 +0.011 kHz 


* 40.011 kHz tolerance includes 
.01% FS non-linearity +1 count 
ambiguity. 


Repeat step 6 with the Dekavider 

at 1000000 and the 2212A set to .1 
VOLT range. Average several zero 
readings to the nearest digit and enter 
the result including polarity on the test 
card. 
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iL: 


12. 


13. 


14. 
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TABLE 4-3 (Cont'd. ) 


CHECK 5 (Cont'd. ) 


Shift the lead connections to the 
Transfer Standard as in step 4 and 
take a reading. Subtract the step 10 
entry from this reading (observing 
polarity), and enter result on the 
test card. 


Repeat step 6 with the Dekavider at 
0100000 and the 2212A set to .01 
VOLT range. Average several zero 
readings to the nearest digit and 
enter the result, including polarity, 
on the test card. 


Shift the lead connections to the 
Transfer Standard as in step 4 and 
take a reading. Subtract the step 12 
entry from this reading (observing 
polarity) and record the result on 
the test card. 


On 2212A-M1 perform the procedure 
outlined in steps 10 and 11 for the 
following Dekavider and 2212 A range 
Switch settings and enter results on 
the test card. 


Dekavider 2212A-M1 
setting Range 
030000 .03 VOLT 
300000 toaeVvOL 


15. 


1Ge 


inthe 


Section IV 
Table 4-3 


NOTE 


The tolerance on the test card 
for .01 and .03 VOLT ranges 
includes . 02% range-range 
error, .002% Dekavider error 
and count ambiguity. 


Repeat step 6 with the Dekavider at 
125000 and the 2212A set to.1 VOLT 
range. Average several zero read- 
ings to the nearest digit and enter the 
result, including polarity, on the test 
card. 


Shift the lead connections to the 
Transfer Standard as in step 4 and 
take a reading. Subtract the step 15 
entry from that reading (observing 
polarity) and enter the result on the 
test card. 


Perform the procedure outlined in 
steps 15 and 16 with the Dekavider 
at 1500000 and enter the result on 
the test card. 
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Section IV 


Table 4-3 Model 2212A 


Table 4-3 (Cont'd. ) 
CHE CKC 
ZERO DRIFT AND CALIBRATION STABILITY 


Zero drift of the 2212A operated at constant ambient temperature does not exceed +5 pv rti +.01% FS 
rto in 8 hours (+60 counts in 100,000 on .01 VOLT range). 


Calibration of the 2212A remains within +. 02% of reading (+20 counts in 100,000 for FS input) for 
8 hours. 
Temperature coefficients: 
Zero drift: +1 uv +.5 namp rti +. 002% FS rto per °C. 
Calibration: +. 004% of reading per °C (10-40°C) 
+,01% of reading per °C (0-10°C or 40-55°C) 
NOTE: The following are required for verifying temperature coefficients: 
1. A temperature chamber capable of housing the 2212A installed in a 12500A Combining Case at 
any temperature in the range of 0 to 55°C for 6 hours. 


Z. A 12500A Combining Case wired with teflon-insulated input leads long enough to run outside of 
the temperature chamber to the HP 735A Transfer Standard; the input leads must be copper 
wire, terminated with copper clips or banana plugs. The coaxial output lead must be long 
enough to run outside of the temperature chamber to the Electronic Counter. 


3. Set the 2212A to 1 VOLT range and 


nie res check several counts to determine 
STANDARD average zero offset. Enter the*POL 

E g HP22I2A indication and the Counter reading on 
D ix 3 VFC the test card. 


4. Connect the +IN lead to the Transfer 

Standard '+' terminal, set the Trans- 
fer Standard for 1. 000V output, and 

4 ae note the Counter reading. Subtract 

the zero reading taken in step 3 from 

the Counter reading (observing polar - 

ity) and record the result on the test 

| card. 


* MUST BE DEPOSITED CARBON 
RESISTOR WITH COPPER LEADS 


HP 5233L ELECTRONIC COUNTER 


| | 2 2 


0} 
| A | (OUT PUT) 


SETUP FOR ZERO DRIFT & CALIBRATION STABILITY CHECK 


5. Reverse +IN and -IN lead connections 
to the Transfer Standard '+' and '-' 
terminals and note the Counter reading. 
Subtract the zero reading of step 3 
from the Counter reading (observing 
polarity) and record the result on the 
test card. 


1. Following check 5, and after the 


2212A has been on and operating 
8 hours at reasonably constant tem- 
perature (42°C) since calibration in 


step 4, connect setup as shown above. 


2. Set the 2212A to .01 VOLT range 
and enter polarity indication and 
Counter reading on the test card. 
The reading should not exceed 
+0.061 kHz. 


For temperature coefficient checks, 
install the 2212A in a Combining Case 
with all spaces filled, by instruments 
or HP 12504A Blank Panels. Then 
install the Combining Case in a tem- 
perature chamber at 25°C so that 
power and signal leads run outside of 
the chamber. 


Reset the 2212A ZERO, CAL +, and 
CAL- per steps 1 through 6 of check 4. 
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Section IV 
Paragraphs 4-5 to 4-9 


Table 4-3 (Cont'd. ) 
CHECK 6 (Cont'd. ) 


8. Close the temperature chamber and 
set it for 10°C. 


9. After the chamber has been at 10°C 
for three hours, check zero drift 
and calibration errors per steps 2 
through 5. Enter the results on the 
test card. Total zero drift should 
not exceed +316 counts, including 60 
counts possible at constant tempera- 
ture, 255 counts caused by tempera- 
ture change, and 1 count ambiguity 
of the Counter. Total calibration 
error (after correction for zero 
shift) should not exceed +81 counts, 
including 20 counts possible at con- 
stant temperature, 60 counts caused 
by temperature change, and 1 count 
ambiguity of Counter. 


10. Close the temperature chamber and 
set it for 0°C. 


11. After the chamber has been at 0°C 
for two hours, check zero drift and 
calibration errors per steps 2 through 
5. Enter the results on the test card. 
Total zero drift should not exceed 
+486 counts. Total calibration error 
(after correction for zero shift) should 
not exceed +181 counts. 


12. Close the temperature chamber and 
set it for +25°C. 


13. After the chamber has been at 25°C 
for five hours, reset the 2212A 
ZERO, CAL+, and CAL- per steps 
1 through 6 of check 4. 


4-5. ACCESS TO INTERNAL ADJUSTMENTS 
AND COMPONENTS 


4-6. For access to adjustments and components 
inside of the 2212A, release the plastic cross 
straps at the top and open the case. All internal 
adjustments are now accessible. 


4-7, For access to test points and components 
on the Preamplifier circuit board, remove the 
three cover shield attaching screws and lift off the 
cover shield. Remove the isothermal cover for 
access to Q1, Q2, and Q3 and related preamplifier 
components. 
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14. Close the temperature chamber and 
set it for +40°C. 


15. After the chamber has been at 40°C 
for three hours, check zero drift and 
calibration errors per steps 2 through 
5. Enter the results on the test card. 
Total zero drift error should not ex- 
ceed +316 counts. Total calibration 
error (after correction for zero shift) 
should not exceed +81 counts. 


16. Close the temperature chamber and 
Sevat 101.355 .e7 


17. After the chamber has been at 55°C 
for three hours, check zero drift and 
calibration errors per steps 2 through 
5. Enter the results on the test card. 
Total zero drift should not exceed 
+571 counts. Total calibration error 
(after correction for zero shift) should 
not exceed +231 counts. 


NOTE 


Following this check, allow the 
2212A six hours to cool down to 
25°C and recalibrate ZERO, 
CAL+, and CAL- per steps 1 
through 6 of check 4 so that the 
2212A will be ready for use. 


4-8. For replacement of components on either 
circuit board, the eight snap fasteners attaching 
the board to the case must be snapped out. If 
board removal is required, pliers may have to be 
used, gently but firmly, to remove snap fasteners 
that fit too snugly to be removed by the fingers 
alone. 


4-9. Access for replacement of parts on the 
front or rear panel is provided by sliding the panel 
upward out of the section of case in which it is in- 
stalled. The inside view of the rear panel in Fig- 
ure 5-2 (page 5-5) shows it partly removed in this 
manner. 


Section IV 
Paragraphs 4-10 to 4-15 


4-10. Reassembly of the 2212A after all internal 
maintenance has been accomplished is essentially 
the reverse of the procedure used to gain access. 
Slide the front or rear panel down into place on the 
dowel rods that are integral with the case. Line 
up the printed circuit board with the holes molded 
in the case and snap in the plastic fasteners. Re- 
install the isothermal cover on the Preamplifier 
board, placing it as indicated in Figure 5-3 (page 
5-6). Replace the Preamplifier cover shield and 
secure it with the attaching screws; be sure to in- 
stall the nylon screw in the rear-most hole, as 
marked on the cover shield. Close the case and 
secure the cross-straps. 


4-11. TROUBLESHOOTING 

4-12. SYSTEM TROUBLESHOOTING. The 2212A 
is a highly-reliable vfc that is designed for a pre- 
dicted* MTBF (mean time between failures) of 
10,000 hours (more than one year of continuous 
operation) at 25°C ambient. It should give little if 
any trouble for several years. Troubles of the 
signal source-vfc-counter system are most often 
traceable to open-circuiting of the input leads, the 
signal source, or the common mode return, or to 
incorrect control settings on the Counter or the 
2212A, not to trouble in the 2212A. 


*Using component-count technique. 


4-13. Inmulti-channel data systems with one vfc- 
counter channel apparently faulty and others per- 
forming correctly, the simplest method of system 
troubleshooting is as follows: 


1. Remove the suspected 2212A and check fuse, 
correct setting of the LINE VOLTAGE switch, 
and make certain the POWER switch is ON. 


2. Interchange the suspected 2212A with one 
known to be operating correctly; make certain 
that their control settings agree. 


3. If trouble does not move with the suspected 
2212A, look for bad connections to the signal 
source, open-circuited signal source, open- 
circuited common mode return, or incorrectly 
set Counter controls. The general instruc- 
tions for connection and operation, presented 
in section 2 of this manual, must be followed 
to achieve correct performance of the 2212A. 


4. If trouble does move with the suspected 2212A, 
it may be faulty and should be checked ac- 
cording to the instructions in paragraphs 4-14 
through 4-20. 
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4-14. The basic functioning of a single 2212A can 
be verified by doing checks 1 and 2 in Table 4-3, 
using the same counter for the performance checks 
that is being used for operation. 


4-15. TROUBLES IN THE 2212A. The principal 
troubles that may be encountered in the 2212A are 
summarized below, with suggested causes of the 
trouble. Assembly numbers Al, A2, and A3 iden- 
tify components on the RANGE switch assembly, 
the Preamplifier assembly, and the VFC assembly, 
respectively. The theory of operation in section 3, 
schematics and parts location illustrations in sec- 
tion 5, and additional instructions in paragraphs 
4-16 through 4-20 are provided to assist isolation 
of these troubles. 


POL indication not visible, or incorrect for: 
either input polarity: fuse open, LINE VOLTAGE 
switch set incorrectly, POWER switch not ON, 
power supply on VFC assembly A3 defective, or 
A38-R114 open. 


+input only: A3- DS1, R113, Q28, Q12, 
open - or A3-Q13 shorted. 

-input only: A3- DS2, R112, Q27, or Q13 open - 
or A3-Q12 or Q14 shorted. 


or Q14 


POL indication correct, but no count for: either 
polarity of input signal: A3-Q16 or Q18,open - or 
any of A3- Q19, 21, or 29 or output lead open or 
shorted. 


+input only: A3- Q15B open - or A3-Q17 shorted. 


-input only: A3-R80 or R81 open - or A3-Q15A 
shorted. 


Half count: A3- CR26 or CR27 - (or trouble in the 
Counter). 


Double count: A3- T1, Q23, or Q24 open. 


Erratic count: Counter set incorrectly - faulty 
return from source common to output common - 
Preamplifier A2 or Integrating amplifier on VFC 
assembly A8 oscillating. 


Count > 300 kHz for: 

either polarity of input signal: A3- T1,R101-103 
or R110 open - or trouble in Preamplifier A2 or 
Integrating amplifier on A3. 


+input only: A3- Q25, R105, R106, or Ri open - 
or A3-Q26 shorted. 
-input only: A3- Q26, R107, R108, or T1 open - 
or A3-Q25 shorted. 


Count low, calibration impossible: A3- R143 or 
R102 open - Rg connection through RANGE switch 
assembly Al open - A2 or A3 Integrating Ampli- 
fier on A3 producing low output. 
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PERFORMANCE CHECK TEST CARD 


HP 2212A VOLTAGE-TO- FREQUENCY CONVERTER 


Serial No. 


Step Item(s) Checked 


Measurement 


Is Result 


Specification Limit (s) Acceptable? 


CHECK 1: 2212A OUTPUTS AND INITIAL SETUP OF COUNTER 


Pulse Amplitude 
Pulse Duration 


Rise Time 


VTVM reading 
POL indication 


VTVM reading 
POL indication 


CHECK 2: SUPERIMPOSED NOISE REJECTION 


50.5 Hz superimposed noise 


.01 sec gate 
.1 sec gate 


1 sec gate 


505 Hz superimposed noise 


.01 sec gate 
.1 sec gate 


1 sec gate 


050 Hz superimposed noise 


01 sec gate 
1 sec gate 


sec gate 


CHECK 3: COMMON MODE REJECTION 


ommon mode output with 1K 
nbalance in series with +IN 
ead 


ommon mode output with 1K 
nbalance in series with -IN 
ead 


CHECK 4: CALIBRATION AND INTERNAL CALIBRATION SOURCE 


alibration completed 


AL+ (w/Option M3 only) 


AL- (w/Option M3 only) 


-9v, typical, no load 
2 us, typical, no load 


.1 us maximum 


0 to -ly 
'+' lighted 


-(23 to 31)v 
".' lighted 


Maximum Count 
Difference 


+300 counts (0 db) 
+300 counts (20 db) 
+300 counts (40 db) 
Maximum Count 
Difference 

+30 counts (20 db) 
+30 counts (40 db) 
+30 counts (60 db) 
Maximum Count 
Difference 

+3 counts (40 db) 
+3 counts (60 db) 
+3 counts (80 db) 


0.110 kHz max, or 0.220 
kHz max (2212A-M3 only) 


0.110 kHz max, or 0.220 
kHz max (2212A-M3 only) 


(date and time of day) Not Applicable 


100.000 +0.020 kHz* 


100. 000 +0.020 kHz* 


*Assuming temperature 
coefficient of +5 counts 
per °C does not apply 


1 of 3 


Step 


CHECK 5: LINEARITY, ACCURACY, AND OVERRANGING 


10 


iil 


12 


13 


14 


1 
16 


iy 


2 of 


PERFORMANCE CHECK TEST CARD 


Item(s) Checked 


Zero (1 VOLT range) 


+90% full scale 
-90% full scale 


-80% full scale 
+80% full scale 
+70% full scale 
-70% full scale 
+60% full scale 
-60% full scale 
-50% full scale 
+50% full scale 
+40% full scale 
-40% full scale 
-30% full scale 
+30% full scale 
+20% full scale 
-20% full scale 
-10% full scale 
+10% full scale 


Zero (.1 VOLT range) 

lv to .lv range error 
Zero (.01 VOLT range) 
ly to .0lv range error 
Zero (. 03v range) 

1v to .03v range error? 
Zero (. 3v range)t 

lv to . 3v range errori 
Zero (.1 VOLT range) 
125% FS (.1 VOLT range) 


150% FS (.1 VOLT range) 


+ 2212A-M1 instruments only 


HP 2212A VOLTAGE-TO- FREQUENCY CONVERTER 


Measurement 


Is Result 


Specification Limit (s) Acceptable? 


Not Applicable Not Applicable 


+90. 000 40.011 kHz @ 
-90.000 +0.011 kHz @ 


- 80. 000 
+80. 000 
+70. 000 
-70. 000 
+60. 000 


-60. 000 
-50. 000 


+50. 000 


apes. 0. 01 tid) 
-40. 000 


- 30.000 
+30. 000 


+ 20. 000 


- 20.000 


-10.000 
+10. 000 


Not Applicable 


+100.000 +0.021 kHz @ 


Not Applicable 


Not Applicable 


+100.000 +0.023 kHz Q) 


Not Applicable 


Not Applicable Not Applicable 


100.000 +0.023 kHz Q) 
Not Applicable 
100. 000 +0. 021 kHz @ 


Not Applicable Not Applicable 


Not Applicable 


+0.038 kHz @) 


+0.045 kHz @) 


@ Limits include +1 count ambiguity 
of Counter. 


‘@) Including 2ppm maximum error of 
Dekavider and count ambiguity. 


@ Including . 01% of reading linearity 
error, .02% of reading range-range 
error, +1 count ambiguity of Counter 


PERFORMANCE CHECK TEST CARD 


FOR 
HP 2212A VOLTAGE-TO-FREQUENCY CONVERTER 
Serial No. Date 
Measurement Is Result 
Step Item(s) Checked Result Specification Limit (s) Acceptable? 


CHECK 6: ZERO DRIFT AND CALIBRATION STABILITY 


2 Zero (.01v range) 8 hours 
after calibration +0.061 kHz @ 
3 Zero (lv range) +0. 011 kHz @ 
4 Reading from +1. 000V input 
8 hours after calibration 100.000 40.021 kHz @) 
5 Reading from -1. 000V input 
8 hours after calibration 100. 000 +0.021 kHz @) 
9 Zero shift (.01v range) 
(25 to 10°C temp change) +0. 316 kHz @ 
Reading from +1. 000V input 
(25 to 10°C temp change) 100. 000 +0. 081 kHz (@) 
Reading from -1. 000V input 
(25 to 10°C temp change) 100. 000 +0.081 kHz Q) 
11 Zero shift (.01v range) 
(25 to 0°C temp change) +0. 486 kHz @) 
Reading of +1. 000V input 
(25 to 0°C temp change) 100.000 +0. 181 kHz @) 
Reading of -1.000V input 
(25 to 0°C temp change) 100. 000 +0. 181 kHz (Q) 
15 Zero shift (.01v range) 
(25 to 40°C temp change) +0.316 kHz (@) 
Reading of +1. 000v input 
(25 to 40°C temp change) 100. 000 +0. 081 kHz Q) 
Reading of -1. 000v input 
(25 to 40°C temp change) 100. 000 +0.081 kHz @Q) 
17 Zero shift (.01v range) 
(25 to 55°C temp change) +0.571 kHz Q) 
Reading of +1. 000v input 
(25 to 55°C temp change) 100. 000 +0. 231 kHz Q) 
Reading of -1. 000v input 
(25 to 55°C temp change) 100. 000 +0. 231 kHz Q) 


@ Limits include +1 count ambiguity 
of counter. 


ai 


Q) Limits shown are corrected for 
zero and include count ambiguity. 
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4-16. Most of the troubles listed in paragraph 
4-15 can be located rather easily by signal tracing, 
assuming a good understanding of the 2212A theory 
of operation in section 3. However, troubles in- 
volving Preamplifier A2 or the Integrator on VFC 
assembly A3 can be quite difficult to isolate be- 
cause of the high open-loop gains of these circuits. 
For this reason, paragraphs 4-17 through 4-20 
provide additional guidance for troubleshooting 
these circuits. 


4-17. ISOLATION OF TROUBLE TO A2 or A3. 
Troubles such as erratic counting and pulse rates 
greater than 300 kHz should be isolated to A2 or 
A3 as follows: 


1. Connect a short across the input to the 2212A 
and the input to VFC assembly A3 as indicated 
in Figure 4-1. 


2. Recheck the condition; if it is persisting, 
trouble is on VFC assembly A383. If the condi- 
tion is no longer evident, trouble is on Pre- 
amplifier assembly A2. 


A. COMPLETE CONNECTIONS SHOWN 


HP 2212A 
HP 5233L ELECTRONIC COUNTER VFC 


yell SY 


A|(OUT PUT 
A2(+IN) 


A3(-IN) 


INPUT 


(BENEATH 
LEAD) 
Figure 4-1. Connections for Trouble Isolation 
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4-18. REPLACEMENT WITH SPARE ASSEM- 
BLIES. Often repair time can be minimized by 
replacing a faulty printed circuit assembly with a 
spare. Then the instrument can be gotten back in 
service rapidly and the defective board can be 
repaired at leisure, or sent to a Hewlett-Packard 
field office for repair. VFC assembly A3 should 
be replaced with a temperature compensated 
assembly. 


4-19. ISOLATION OF TROUBLE TO PREAMP 
SECTION A ORB. Proceed as follows: 


1. Connect 2212A input leads as shown in Figure 
4-1. 


2. Remove the preamplifier cover shield. 


3. Referring to Figure 5-3, connect jumper: 


'A' between lead to +IN pad and lead to OUT 
pad on the board. 


'B' between lead to -IN pad and lead to GND 
pad (between C17 and R77) on the board. 


4. With VTVM measure voltage between R83 lead 
to SHIELD pad (+) and C17 lead to OUT pad 
(-). If voltage is not -(0. 47 to 0.57)v, trouble 
is in preamp section A. 


5. With VTVM measure voltage between R84 lead 
to GUARD pad (+) and C17 lead to GND pad (-). 
If voltage is not -(0. 47 to 0. 57)v, trouble is in 
preamp section B. 


NOTE 


Once trouble is isolated to either section 
of the preamplifier, the other section can 
be used as a standard for comparison of 
voltages, assisting further isolation of 
trouble. 


4-20. FURTHER TROUBLE ISOLATION. 

1. Oscillation of Preamplifier section A or B or 
the Integrating amplifier on VFC assembly A3 
with its input shorted is generally caused by 
an openor shorted capacitor or an open resis- 
tor in one of the gain-bandwidth control net- 
works discussed in section 3. 


2. Noisy output may be caused by a noisy input 
transistor or by a defective gain-bandwidth 
feedback resistor or capacitor. 


3. Count greater than 300 kHz with zero (shorted) 
input that is not caused by lack of vfc pulse 
feedback to the Integrator input is probably 
caused by an open transistor or resistor in 
one of the stages preceding the Integrator out- 
put stage, or by shorfed A3-Q9 or Q10. 
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4-21. REPAIR 


4-22. SPECIAL PRECAUTIONS. Performance of 
high-impedance analog circuits, such as those of 
the Preamplifier and the Integrator on A3, is de- 
graded by contamination of the surface of the cir- 
cuit board or components. Contaminants to be 
avoided are finger marks, oil droplets, and the 
rosin fluxes commonly used in soldering. To min- 
imize the chance of contamination, the following 
precautions should be observed when replacing 
Preamplifier A2, VFC assembly A3, or compo- 
nents on either of these assemblies. 


1. Wear clean gloves at all times when handling 
the circuit board, or handle the board only by 
its edges or in areas not containing critical 
circuits. Handle critical components by leads 
or conducting surfaces rather than bodies or 
insulating surfaces. 


2. Accomplish repairs in the cleanest environ- 
ment available. 


3. Do not use rosin-core solder; employ only the 
soldering technique detailed inparagraph 4-25 
and Table 4-4. 


4-23. RECOMMENDED TOOLS AND SUPPLIES. 
The following (or equivalent) tools and supplies are 
recommended for use in repairing the 2212A VFC: 


1. Soldering Iron: 35-50 watt, Ungar number 776 
handle with number 1237 heating unit and 
PL113 tip, manufactured by: 


Ungar Electric Tools 
2701 El Segundo Blvd. 
Hawthorne, California 90252 


2. Soldapulit desoldering tool; manufactured by: 


The Edysyn Company 
Box 868 
Arleta, California 


Solder: Solid 60/40 tin-lead (no rosin) 


4. Soldering Flux: 
manufactured by: 


number 1429 Organic Flux, 


Kester Solder Company 
4203 Wrightwood Ave. 
Chicago, Illinois 60639 


5. Distilled Water (for flushing away organic flux 
after soldering). 
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6. Cleaning Solvent (for removal of contaminants 
from circuit board and component surfaces): 
Freon T-E35 (formerly Freon PC), available 
from: 


Dupont Freon Products Division 
701 Welsh Road 
Palo Alto, California 


7. Silicone Grease (to assure heat transfer be- 
tween transistor and heat sink): number 5 
silicone grease, manufactured by: 


Dow Corning Corporation 
Midland, Michigan 


8. Long-Nose Pliers 


4-24. SOLDERING IRON TEMPERATURE AND 
CLEANLINESS. Use a soldering iron with 35-50 
watt rating and chisel tip. Allow it to reach full 
operating temperature (about 800°F) before un- 
soldering or soldering. A fully-heated soldering 
iron assures quick completion of soldering opera- 
tions and minimizes the chance that the etched 
wiring, parts, or the board will be damaged by 
overheating. Before using the soldering iron, wipe 
it off to remove excess solder and oxides. 


4-25. REPLACEMENT OF CIRCUIT BOARD. 

1. Gain access to the circuit board per instruc- 
tions in applicable paragraphs 4-5 through 
4-7. Do not remove snap fasteners. 


2. Record the color coding of wires connected to 
the board being replaced to assure accurate 
rewiring. (This can be done while the solder- 
ing iron is heating. ) 


3. In the most convenient sequence, unsolder all 
external connections to the circuit board, 
using long-nose pliers with gentle pressure to 
pull the leads free as soon as the solder has 
become fluid. 


CAUTION 


Do not let the soldering iron touch the 
plastic case of the 2212A or the bodies 
especially transistors. 


of components, 


4. Unsnap all fasteners and remove the circuit 
board. 


5. Install the new circuit board, secure it in 
place with the snap fasteners, and shape and 
tin leads for soldering to the new board. 
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6. Barely moisten the points to which leads must 
be soldered, and only those points, with a 
mild, water-soluble, organic flux, such as 
Kester 1429, using a small brush. 


7. Insert and solder leads to the correct points, 
referring to the record made in step 2 where 
necessary, using solder containing no flux, 
and applying heat and solder sparingly. 


NOTE 


Certain points may have more than one 
lead connected to them. Make certain all 
leads are connected before soldering. 


8. After all leads are correctly soldered to the 
new board, repeatedly flush the soldered 
points with distilled water and scrub and dry 
them to remove remaining traces of organic 
flux. 


9. Replacethe Preamplifier cover shield if it has 
been removed and calibrate the 2212A per 
applicable instructions in paragraphs 4-30 
through 4-32. 


4-26. PARTS REPLACEMENT. General parts 
replacement instructions are presented in Table 
4-4, However, certain parts on VFC circuit board 
A3 should not be replaced without recompensation 
of the 2212A because of their effect upon tempera- 
ture stability of calibration. Temperature com- 
pensation performed at the factory reduces the 
temperature coefficient of calibration stability 
from as much as +0.07% of reading per °C to no 
more than +0. 004% of reading per °C, the specifi- 
cation of the 2212A for the temperature range of 
10 to 40°C. Because satisfactory compensation is 
difficult and extremely time-consuming for tech- 
nicians without special training and special equip- 
ment, field replacement of the VFC circuit board 
components associated with pulse feedback trans- 
former Tl is not recommended. When A3T1 or 
related components must be replaced, the VFC 
board, or the 2212A should be returned to the fac- 
tory for repair and recompensation. 


4-27. CLEANING 


4-28. Routine cleaning of the 2212A vfc, accom- 
plished every 180 days, should consist only of 
vacuuming the interior. Air blast cleaning should 
be avoided because compressed air frequently con- 
tains tiny droplets of oil which adhere to circuit 
boards and parts, causing rapid accumulation of 
dust and dirt and deterioration of performance. 
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4-29. CALIBRATION 

4-30. PREAMPLIFIER INTERNAL ZEROING. 
Every 90 days, or after repairing the Preamplifier 
circuit, reset internal zero adjustments of the 
Preamplifier as follows: 


1. Connect setup as shown in Figure 4-2 and turn 
on all equipment. Note the time; the 2212A 
will require at least 1/2 hour warm-up in the 
Combining Case or 1-1/2 hour warm-up in 
free air. 


HP 2212A 
VFC 


.00I pF OK 


A3(—IN) 


A2 (+IN) 


HP 5233L ELECTRONIC COUNTER 
| 2s 
i 


Setup for Preamplifier Zeroing 


A\ (OUTPUT) 


Figure 4-2. 


2. After correct warm-up of 2212A, Set Counter 
to count 2212A output pulses at +4v level and 
-slope (de coupled counters) or maximum sen- 
sitivity (ac coupled counters) over 1 second 
gate period. 


3. Set the 2212A RANGE switch to .01 VOLT 
position and the vernier (on 2212A-M2) fully 
counter -clockwise to 0 and lock it there. 


4. Set the front panel ZERO to within +20 counts 
of 000.000 kc. The switching of the '+' and 
'-' POL indicators may be helpful in locating 
the best zero setting. 


NOTE 


If zero cannot be set within +20 counts 
from the front panel, perform steps 5 and 
6. If zero sets correctly, skip to step 7. 


5. Set the front panel ZERO adjustment to mid- 
range (10 turns from either extreme of adjust- 
ment). 


6. Use Figure 5-2, page 5-5, to locate position 
of R45 on the Preamplifier board. Then, 
working quickly to minimize temperature 
change while the case is open, open the case 
and set R45 for a minimum reading (less than 
+100 counts from zero). Close the case im- 
mediately and repeat step 4. 
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Table 4-4. Parts Replacement Checklist 


1. Heat Sinks: If necessary to permit replace- 
ment of a transistor, remove top clamp of heat 
sink. 


2. Access to Circuit Board: Remove snap fas- 
teners, detach circuit board from case, and se- 
cure circuit board in an upright position. (If 
Preamplifier board is to be worked on, also de- 
tach the front panel from the case. ) 


3. Unsoldering and Removal of Components: 

In turn, heat each lead of the part being replaced, 
pulling the leads free with an awl (as shown be- 
low) or with long-nose pliers, while the solder 

is fluid. 


NOTE: Transistors and other parts with more 
than two leads present a special problem. If 
possible, clip the leads to remove the old part, 
then unsolder the bits of lead that remain. When 
clipping leads is not possible, heat each lead in 
turn from the rear of the board, repeating sev- 
eral times until the solder is fluid enough that 
the part can be separated from the board. Work 
quickly to minimize heating of the etched cir- 
cuits and the board. 


4. Cleaning Component Lead Holes: Melt sol- 
der in component lead holes and use a suction 
device, such as Soldapulit or twisted shield 
braid to remove excess solder at the other side 
of the hole. Finish cleaning holes with a tooth- 
pick or wooden splinter as shown below, working 
rapidly. Do not use a metal tool for final clean- 
ing because it may damage through-hole plating. 


5. Installation of New Parts: Shape the leads 
of new parts to match spacing of the mounting 
holes, as show below. 


=o | GEENERREIS) GETS 


Where a new transistor is installed with a heat 
sink, apply a thin coating of silicone grease, 
such as Dow Corning No. 5, to mating surfaces 
of the heat sink and the transistor. Make cer- 
tain that transistor pads or similar items re- 
moved from old parts are installed correctly on 
new parts. Tin and insert leads, making cer- 
tain that new diodes or new capacitors are ori- 
ented correctly - polarity is very important. 
Secure the new part to the board with whatever 
heat sink or attaching hardware was used to 
secure the old part. 


6. Soldering: Barely moisten the points to be 
soldered, and only those points, with a mild, 
water-soluble organic flux, such as Kester 1429, 
using a Small brush to apply flux. Then hold 
each new part against the board and solder it in 
place with solid solder (containing no flux), using 
heat and solder sparingly. * 


7. Trimming Leads: Cut off surplus lead 
length at the rear of the circuit board to less 
than 1/16 inch. 


8. Removal of Excess Flux: Repeatedly flush 
the soldered points with distilled water at both 
sides of the board and scrub and dry them to 
remove any remaining organic flux. 


NOTE: Where distilled water may have become 
entrapped in potentiometers or other parts, 
drying may be completed by baking the circuit 
board (or the entire 2212A) in a clean atmos- 
phere at a maximum temperature of 60°C for 
several hours. 


9. Reassemble the 2212A and calibrate it per 
instructions in paragraphs 4-30 through 4-32. 
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4-31. 
days, or after repairing the 2212A, 


Connect the 2212A +IN lead (A2 center contact) 
to the high side of the 10K unbalance resistor 
and check the Counter reading. The reading 
should be within +50 counts of zero. If the 
reading is greater, check Figure 5-2 for loca- 
tion of R4 on the Preamplifier board. Then, 
working quickly to minimize temperature 
change while the case is open, open the case 
and set R4 for a minimum reading (less than 
+50 counts). Close the case immediately and 
proceed with step 8. 


Reverse the connections of the 2212A +IN and 
-IN leads to the 10K unbalance resistor, with- 
out changing shield connections, and again 
check the Counter reading. The reading should 
be within +50 counts of zero. If the reading is 
greater, open the case and set R41 on the Pre- 
amplifier board for a minimum reading (less 
than +50 counts). Work quickly and close the 
case immediately to minimize temperature 
change. 


VFC ASSEMBLY ZEROING. Every 90 
reset internal 


zero of the VFC assembly as follows: 


1: 


Connect setup as Shown in Figure 4-3 and turn 
on all equipment. 


Set Counter to count 2212A output pulses at 
+4v level and -slope (dc coupled counters) or 
maximum sensitivity (ac coupled counters) 
over 1 second gate period. 


R8 
(SWABS 7 Sy) 


RI4(STEP 6) 
R4(STEP 8) 


R3(STEPIO) 


Figure 4-3. 


02409-1 


JUMPERS 


Section IV 
Paragraph 4-31 


Set the 2212A RANGE switch to 1 VOLT posi- 
tion and the vernier (on 2212A-M2) fully 
counter -clockwise to 0 and lock it there. 


The zero reading on the Counter should not 
exceed +11 counts on 2212A without M2 or +26 
counts on 2212A with M2. If reading is with- 
in specification, no VFC internal zero adjust- 
ment will be required. 


NOTE 


If reading is greater than specification, 
but no more than five times specification 
(+50 counts for 2212A without M2 or +125 
counts for 2212A-M2), skip to step 10. If 
reading is more than five times specifi- 
cation, perform all of steps 5 through 11. 
See Figure 4-3 for locations. 


Temporarily connect jumpers and 100 ph in- 
ductor to the VFC circuit board as indicated 
in Figure 4-3. 


Set R14 for less than 100 count reading in 1 
second gate time on the Counter. 


Disconnect the inductor and set R8 for less 
than 100 counts. 


Disconnect the short from TP5 and TP6 and 
set R4 for less than 100 counts. 


Disconnect short from the input. 


\OOuH 


INDUCTOR TP4 


Se ceca ee roemeamneenente 


~ 


seen 


Setup for Zeroing A3 
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10. 


Ti 


Set R3 for all zeros +1 count reading on the 
Counter. 


Close the case and recheck zero. MReadjust 
R8 to correct zero shift beyond the range of 
the front panel ZERO. Then close the case 
and disconnect the test setup. 


4-32. CALIBRATION OF INTERNAL STANDARD 


(2212A-M3 ONLY). 


Every 180 days, or whenever 


Performance Check 4 shows the 1 volt standard to 
be out of tolerance, reset this internal calibration 
voltage as follows: 


ike 


Turn on the 2212A-M38, connect it as indicated 
in Figure 4-4, and turn on the Counter and the 
Transfer Standard. 


After the 2212A-M3 has been on and operating 
for a minimum warm-up time (1-1/2 hours in 
free air) set it to 1 VOLT range and set the 
Transfer Standard for 1. 000V output. 


Open the case of the 2212A, noting the reading 
for 1.000V input (which may not be exactly 
100.000 kHz because of the change in distri- 
buted capacitances caused by opening the 
case). 
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HP 735A 
TRANSFER 
STANDARD* 


2 


HP2212A 
VFC 


A3 (-IN) 


A2 (+1N) 


Al (OUTPUT) 


Figure 4-4. Setup for Calibrating 1V Internal 
Standard 


Switch the 2212A-M3 to CAL+ and note the 
Counter reading. If the Counter reading dif- 
fers from that taken in step 3 by more than 20 
counts, set internal standard adjustment R201 
to make the CAL+ reading agree exactly with 
the reading of 1.000V input on the 1 VOLT 
range. (See Figure 5-2, page 5-5, for loca- 
tion of R201 on 2212A-M3 instruments. ) 
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SECTION V 
REPLACEABLE PARTS 


5-1. INTRODUCTION 


5-2. This section contains identification and or- 
dering information for replacement parts. Also 
included are parts location illustrations and sche- 
matic diagrams. Any changes to the parts list 
tables will be listed on a change sheet at the rear 
of this handbook. A part described as "HP only" 
is a special part that can be obtained only from the 
Hewlett-Packard Company. If another manufac- 
turer's stock (part) number is listed, the part may 
be obtained directly from that manufacturer. A 
list of manufacturer's code numbers will be found 
in the Appendix at the end of this section. Usually, 
parts available from manufacturers other than 
those listed may be used when the part has equiv- 
alent electrical and physical characteristics and 


quality. 
5-3. As noted on the schematic diagrams in this 
section, the optimum electrical value of certain 


components may be selected at the factory to com- 

) pensate for variations in other components or 
wiring capacitance. In some instruments, a Se- 
lected part may be omitted (i. e. ,a selected resis- 
tor might be a wire or an open circuit). The nom- 
inal or average value, or the range of values on 
the schematic diagram. When replacing aselected 
part, order apart with the value that was origi- 
nally installed in your instrument. 


5-4, The Tables list parts in alpha-numerical 
order of the reference designation and provides the 
following information for each part: 


a. Description (see list of abbreviations used, 
paragraph 5-10). 


b. HP stock number or drawing number. 


) c. Typical manufacturer of the part in a five- 
digit code (see list of manufacturers in the Ap- 
pendix. ) 
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d. Manufacturer's part, stock or 


number. 


drawing 


e. Total quantity used in this listing. 


f. Recommended spare part quantity for com- 
plete maintenance during one year of isolated 
service. 


5-5. Miscellaneous and mechanical parts not in- 
dexed by reference designation are listed at the 
end of each of the Tables. 


5-6. ORDERING INFORMATION 


5-7. To order a replacement part, address 
your order or inquiry either to your local Hewlett- 
Packard field office (listed on the last page of this 
handbook) or to: 


United States Western Europe 
CUSTOMER SERVICE 
Hewlett-Packard Co. 

333 Logue 

Mountain View, California 


Hewlett-Packard S. A. 
54 Route des Acacias 
Geneva, Switzerland 


5-8. Specify the following information on each 
part: 


a. HP model number and complete serial 
number of instrument. 


b. HP Stock number. 
c. Circuit reference designation. 


d. Description. 


5-9. To order a part not listed in the Tables, 
give complete description with function and loca- 
tion of the part in the instrument and/or system. 
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Reference Designation Column 


assembly 

motor 

capacitor 

diode 

delay line 

device signaling (lamp) 
misc electronic part 
fuse 


= filter 


jack 
relay 
inductor 
meter 


Description Column 


a 
Cc 

cer 
coef 
comp 
conn 
depc 
elect 

if 

f-a 

fxd 

Ge 
incd 

K 
metflm 
metex 
MFR 
my 


0-2 


itt 


amperes 
carbon 

ceramic 
coefficient 
composition 
connector 
deposited carbon 
electrolytic 


=Erarads 


fast acting 


=) Eb ere| 


germanium 
incandescent 
kilo 


= metal film 


Wool 


metalic oxide 
manufacturer 


= mylar 


nano (10°) 

normally closed 
neon 

not field replaceable 


= normally open 


ty TK) Th 


negative -positive -negative 
zero tem coeff 

no stock number 

not separately replaceable 
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mechanical part 
plug 
transistor 
resistor 
thermistor 
varistor 

switch 
transformer 
vacuum tube, neon bulb, photocell, etc. 
cable 

socket 

network 


order by description 
printed circuit board 
picofarad 

peak inverse voltage 
positive -negative -positive 
position(s) 
polystyrene 
potentiometer 
rectifier 

rotary 

slow-blow 

selenium 

section(s) 

silicon 

special 

tantalum 

titanium dioxide 
toggle 

tolerance 

volts 

variable 

with 

watts 

wirewound 

without 

optimum value selected, nominal value 
shown (component may be omitted) 
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5-10. ABBREVIATIONS USED 


Reference Designation Column 


A = assembly 

B = motor 

c = capacitor 

CR = diode 

DL = delay line 

DS = device signaling (lamp) 
E = misc electronic part 
F = fuse 

FL = filter 

J = jack 

K = relay 

L = inductor 

M = meter 


Description Column 


a = amperes 
Cc = @Caroon 

cer = ceramic 

coef = coefficient 

comp = composition 
conn = connector 

depe = deposited carbon 
elect = electrolytic 

if = farads 

f-a = fast acting 

fxd = fixed 

Ge = germanium 

incd = incandescent 

K = kilo 

metflm = metal film 
metex = metalic oxide 
MFR = manufacturer 
my = mylar 

n = nano (10°) 

NC = normally closed 
Ne = neon 

NFR = not field replaceable 


NO = normally open 


NPN = negative -positive-negative 
NPO = zero tem coeff 

NSN = no stock number 

NSR = not separately replaceable 
'5-2 
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Model 2212A 


mechanical part 
plug 

transistor 
resistor 
thermistor 
varistor 

switch 
transformer 
vacuum tube, neon bulb, photocell, etc. 
cable 

socket 

network 


order by description 
printed circuit board 
picofarad 

peak inverse voltage 
positive -negative -positive 
position(s) 

polystyrene 
potentiometer 


= rectifier 


= section(s) 


rotary 
slow-blow 
selenium 


silicon 

special 

tantalum 

titanium dioxide 

toggle 

tolerance 

volts 

variable 

with 

watts 

wirewound 

without 

optimum value selected, nominal value 
shown (component may be omitted) 
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Model 2212A 


5-11. RECOMMENDED INDUSTRIAL SPARES 


5-12. In situations where equipment down-time is 
critically important, it is recommended that one 
of each of the following etched circuit boards or 
assemblies be stocked. This instrument can then 


be kept in operation while the faulty board or 
assembly is being repaired. The items listed 
without designation or stock number are for page 
number reference only. 


For Standard 2212A: HP Stock No. See Table Page(s) 

Al RANGE Switch Assembly 02212-6001 5-2 5-6 

A2 Preamplifier Assembly, temperature 02212-6011 5-2 5-6, 7 
compensated 

A3 Voltage-to- Frequency Converter Assembly, 02212-6014 5-3 5-8, 9 
temperature compensated 

For 2212A-M1: HP Stock No. See Table Page(s) 

A1M1 RANGE Switch Assembly 02212-6002 5-2 5-6 

A2 Preamplifier Assembly, temperature 02212-6011 5-2 5-6, 7 
compensated 

A3 Voltage-to- Frequency Converter Assembly, 02212-6014 5-3 5-8,9 
temperature compensated 

For 2212A-M3: HP Stock No. See Table Page(s) 

A1M3 RANGE Switch Assembly 02212-6003 5-2 5-6 

A2 Preamplifier Assembly, temperature 02212-6011 5-2 5-6, 7 
compensated 

A3M3_ Voltage-to- Frequency Converter Assembly, 02212-6015 5-3 5-8, 9 
temperature compensated 

Parts locations and Schematics 

Figure Page 


5-1 Overall Schematic . .- 
5-2 2212A Parts and Assemblies. ..... 


5-3 Parts on Assemblies Al, A1M1, A1M3, and 
5-4 RANGE Switch and Preamplifier Schematics. 
5-5 hate el o o Oo Oo Oo eOnO OO 


5-6 VFC Assembly Schematic. ......+.-. 
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CIRCUIT OF 2212A STD AND M1 


Section V 
Paragraphs 5-11 to 5-12 


__GROUND SHIELO_ 
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bureur fears } 
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eH 
Me Yee 


VOLTAGE-TO- FREQUENCY CONVERTER 
ASSEMBLY (A3) 


RANGE | SWITCH 
ASSEMBLY Al GUARD SHIELD 
pene || 
1A WIPER we SND 52 OUT z 


2A WIPER 
Buss LUG@ | 


PREAMPLIFIER 
com ASSEMBLY (A2) 


GROUND SHIELD 
NOTE. FIGURE 5-4 SHOWS SCHEMATICS 02212 - 600! (Al), 
02212 -6002( AIM!) ,02212 - 6003(AIM3), AND 02212-6006 (A2) 
FIGURE 5-6 SHOWS SCHEMATIC 02212-9001 (A3), 
ARROWS INDICATE DIRECTION OF SIGNAL FLOW 
©2212-9007-1 


CHANGED CIRCUIT FOR 2212A-M2 


POLARITY (+) 


VOLTAGE-TO-FREQUENCY CONVERTER 
ASSEMBLY (A3) 


R208* 
8.25K 


TPS TPG 


VERNIER 


NOTE. FIGURE 5-4 SHOWS SCHEMATICS 02212-6001 (Al), 
02212 -6002 ( AIM!), 02212-6003 (AIM3),AND 02212-6006 (A2) 
FIGURE 5-6 SHOWS SCHEMATIC 02212-9001 (A3) 
ARROWS INDICATE DIRECTION OF SIGNAL FLOW 
* IDENTIFIES ITEMS ADDED FOR[VERNIER] OPTION M2 
coz2i2- 9007-2 


s4 
(OPENS IF T1_ CASE 
TEMP. REACHES +75°C) 


ul 
Tsun Siac 
aes. 4 POWER 


| 
= 5 | Power 
3 a { GROUND 


9 AC 
2 RETURN 


CHANGED CIRCUIT FOR 2212A-M3 


c02212- 9007-3 


SWITCH 


SSS ALS GUARD SHIELD 


Figure 5-1. Overall Schematic 


5-3 


| 
Model 2212A | Section V 
Paragraphs 5-11 to 5-12 


5-11. RECOMMENDED INDUSTRIAL SPAQ°F 22124 STD AND M1 


5-12. In situations where equipment down-+t 
critically important, it is recommended th caw 
of each of the following etched circuit boa a 


assemblies be stocked. This instrument ca z 
eer 
ce) ; 
For Standard 2212A: Eee) eee | 


S4 
(OPENS IF T1 CASE 
TEMP. REACHES +75°C) 


Al RANGE Switch Assembly 


A2 Preamplifier Assembly, temperatur¢ 
compensated 


ul 
Sun YI ag 
4 POWER 


3 
5 | POWER 
g { GROUND 
10 


A38 Voltage-to- Frequency Converter Asg 
temperature compensated 


For 2212A-M1: 


A1M1 RANGE Switch Assembly 


A2 Preamplifier Assembly, temperaturé 
compensated 


A3 Voltage-to- Frequency Converter Asg_ 
temperature compensated 


For 2212A-M3: 
A1M3 RANGE Switch Assembly 


A2 Preamplifier Assembly, temperature CHANGED CIRCUIT FOR 2212A-M3 
compensated 


A3M3 _ Voltage-to- Frequency Converter Ass 
temperature compensated 


Parts locations and Schematics 
SWITCH 


ASSEMBLY AIM3 GUARD SHIELD 


Figure 
5-1 Overall Schematic . 
5-2 2212A Parts and Assemblies. 


5-3 Parts on Assemblies Al, A1MI1, Al 


5-4 RANGE Switch and Preamplifier Sche 


5-5 Parts on A3 . 


C02212- 9007-3 


5-6 VFC Assembly Schematic . 


Figure 5-1. Overall Schematic 
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SCALE here iit ateokess CODE 0440441SHEET 


Section V 
Model 2212A Table 5-1 and Figure 5-2 


A3 
SNAP FASTENERS VOLTAGE-TO-FREQUENCY ioe ; 
=e i i uN L2 [LINE VOLTAGE] AL CONVERTER ASSEMBLY R2OI(STEP 4, PARA.4-32) 
eee gee en Parts List (HIDDEN) Jl (HIDDEN) ci c2 $2 [LINE voLTace] (TYPICAL) N 


CIRCUIT MER. : 
esl DESCRIPTION @ STOCK NO.| Cone No,| MER. PART NO. | ory. ne 


BASIC 2212A 


Switch Assembly (RANGE) 02212-6001 

Preamplifier Assembly, temperature compensated 02212-6011 

Voltage-to-Frequency Converter Assembly, 02212-6014 
temperature compensated 


C: fxd, my, 0.002 uf, 20%, 1000v 0150-0023 19C203A 

C: fxd, my, 0.01 nf, 10%, 200v 0160-0161 

Fuse: plug-in, 1/2a 2110-0046 GMW-1/2 

Conn: recep, 10-contact 1251-0344 DBM-13W3P 
Coaxial insert for J1 1251-0179 DM -53740-5001 

Inductor: fxd, 15 wh 9140-0082 NA-15, 0-I 

Switch: slide, DPDT (LINE VOLTAGE) 3101-0011 11A-1013 

Switch: slide, DPDT (POWER) 3101-0033 6510C 

Switch: thermal cutout, 75°C 5080-6574 

Transformer: power 9100-1215 

Fuseholder 1400-0112 HWA holder 
Cap for XF1 1400-0110 AF for HWA 

Cover, Isothermal 5000-5709 

Decal: knob center plate 7120-1004 

Fastener: snap-on, snap-off 0510-0941 

Knob 02402-2040 

Knob Center Plate: plastic, molded 5040-1465 


9100 - 1215 


TOPAZ 41017 


JUUMPU4u 
para 


fea 
et ee ee Cee a 


ee Ce 


MODIFICATIONS 
2212A-Ml 


e-e%e 


9395% 


DELETE: 


RANGE switch assembly Al (02212-6001) and 
Decal (7120-1004) 


? 


ADD: 


Switch Assembly (RANGE) 02212-6002 
Decal: knob center plate 7120-1005 


MINS NOTAN 


2212A-M2 


( 


ADD: 


R: var, ww, 10K, 3%, 2w (Vernier) 2100-1992 
R: fxd, metoxide, 3.92K, 1%, 1/2 w 0757-0744 
R: fxd, metoxide, 8.25K, 1%, 1/2w 0757-0441 
Dial: turns-counting for R204 1140-0013 Model 2601 


2212A-M3 
DELETE: 


RANGE switch assembly Al (02212-6001); 
Voltage-to-Frequency Converter Assembly A3 
(02212-6014); and Decal (7120-1004) COUNTING 


DIAL 


Al R45 R4 R41 
RANGE} SWITCH (STEP 6, PARA. 4-30) (STEP 7, PARA.4-30) (STEP 8. PARA. 4-30) PREAMPLIFIER ASSEMBLY 


ASSEMBLY 


ADD: 


Switch Assembly (RANGE) 02212-6003 
Voltage-to-Frequency Converter Assemblv. 02212-6015 
Temperature compensated 


Decal: knob center plate 7120-1006 


R204 


VERNIER Figure 5-2. 2212A Parts and Assemblies 


moles 
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Section V Model 2212A 
Figure 5-1 


CIRCUIT OF 2212A STD AND M1 
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NOTE: FIGURE 5-4 SHOWS SCHEMATICS 02212 - 6001 (Al); 
02212 -6002 (AIM!) ,02212-6003(AIM3), AND 02212-6006 (A2) 


FIGURE 5-6 SHOWS SCHEMATIC 02212-9001 (A3), 
ARROWS INDICATE DIRECTION OF SIGNAL FLOW 
C2212-9007-1 


CHANGED CIRCUIT FOR 2212A-M2 CHANGED CIRCUIT FOR 2212A-M3 
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GND 
PULSE OUT 


VOLTAGE-TO-FREQUENCY CONVERTER SWITCH 


ASSEMBLY (A3) ASSEMBLY AIMS GUARD SHIELD 


R208* 
Sues 1A WIPER 


Own 
TES Sates ‘ 2A WIPER 


10K 
VERNIER 


NOTE: FIGURE 5-4 SHOWS SCHEMATICS 02212-6001 (Al); 
02212 -6002 (AIM!), 02212-6003 (AIM3),AND 02212-6006 (A2) 
FIGURE 5-6 SHOWS SCHEMATIC 02212-9001 (A3) 
ARROWS INDICATE DIRECTION OF SIGNAL FLOW 
* IDENTIFIES ITEMS ADDED FOR OPTION M2 


€02212- 9007-2 €02212- 9007-3 


Figure 5-1. Overall Schematic 
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Model 2212 Section V 
Figure 5-3 and Table 5-2 


CIRCUIT) 
REFERENC 


RANGE 
SWITCH 
ASSEMBLY 
Al 


UNFOLD TO VIEW 
Figure 5-2. 2212A Parts and Assemblies 


‘ F SWITCH 
Table 5-1. Main Parts List ASSEMBLY 


AIMI 


on Page 5-5 


BUS 


SWITCH 
ASSEMBLY 4 
AIM3 


Figure 5-3. Parts on Assemblies Al, AiM1, A1M3, and A2 


MO183 
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Section V Model 2212A 


Figure 5-3 (In Fold) and Table 5-2 


Table 5-2. Al and A2 Parts Lists 


CIRCUIT MFR. 1-YR. 
REFERENCE DESCRIPTION ép STOCK NO. CODE NO. MFR. PART NO. 


RANGE SWITCH ASSEMBLY 02212-6001 04404 


5020-5117 


0811-1701 
0811-1697 
0811-1694 


3100-1408 


28480 


28480 
28480 
28480 


83332* 


Lug: solder bus 


R: fxd, ww, 10K, 0.01%, 1/16 w 
R: fxd, ww, 1K, 0.1%, +5 ppm/°C 
R: fxd, ww, 1002, 0.01%, 1/16 w 


Switch: rotary, 2-pole, 6-position SPL-3A2N6-1 


RANGE SWITCH ASSEMBLY 
(replaces Al in 2212A-M1 instruments) 


02212-6002} 04404 


Add the following resistors to Range Switch 
Assembly Al (02212-6001): 


R: fxd, ww, 3K, 0.01%, 1/16 w 
R: fxd, ww, 3002, 0.01%, 1/16 w 


0811-1755 
0811-1756 


RANGE SWITCH ASSEMBLY 
(replaces Al in 2212A-M3 instruments) 


02212-6003 


Replace S1 (3100-1408) with: 


Sl Switch: rotary, 4-pole, 6-position 3100-1409 83332* SPL-3A2N6 -2 


A2 PREAMPLIFIER ASSEMBLY, Temperature Compensated | 02212-6011 04404 


C1;2, 9, 10 

C3,6, 11,14 

C4, 12 

©5,13, 20. 21, 
26, 27 

C7, 15 

C8, 16 

C17 

C18,19,24,25 

C22,23,28,29 


fxd, my, 0.01] yf, 10%, 200v # 
fxd, mica, 270 pf, 5%, 500v 

fxd, my, 0.0047 uf, 10%, 200v 
fxd, my, 0.001 pf, 10%, 200v 


0160-0161 
0140-0206 
0160-0157 
0160-0153 


28480 
04062 
28480 
28480 


DM15F 2713 


OnA-. 
a a’ 


fxd, my, 0.047 pf, 10%, 200v 
fxd, mica, 470 pf, 5%, 300v ** 
fxd, my, 0.018 pf, 10%, 200v 
fxd, elect, Ta, 4.7 yf, 10%, 35v 
, elect, al, 75 wf, -10 +100%, 50v 


0170-0040 
0140-2940 
0160-0302 
0180-0100 
0180-0277 
0160-0299 


28480 
28480 
28480 - 
56289 150D475X9035B2 
14655 NLW75-50 
28480 - 


C32, 33 
C34 
C35, 36 


CRD els is 

CR4, 9, 10,14 
19, 20 

CR5, 15 

CR6, 16 

CRT, 8, 17,18 

CR21, 22, 28 


Q4-5, 11-12 
Q6, 13 

Q7, 10, 14,17 
Q8, 9, 15, 16 
Q18, 22 
Q19,21,23,25 
Q20, 24 


MO183 


: Ge 
Si 


: Si 


my, 0.0018 pf, 10%, 200v 
my, 0.01 pf, 10%, 200v 
, mica, 22 pf, 5%, 500v 


: avalanche, 6. lv 
: Switching, Si, 50v 
: avalanche, 9v, JEDEC IN935 


: avalanche, Si, 17. 8v 


ofS 


Inductor: 


Transistor: 
Transistor: 
Transistor, 
Transistor: 
Transistor: 
Transistor: 
Transistor: 
Transistor: 
Transistor: 


15 wh 


dual: Si, NPN 

dual: Si, NPN 

Selected Pair: Si, PNP 
Si, NPN, JEDEC 2N2501 
Si, PNP 

Si, NPN, JEDEC 2N2897 
Si, NPN 

Si, PNP 

Si, NPN 


0160-0161 
0140-0145 


1910-0016 
1901-0025 


1901-0156 
1902-0777 
1901-0081 
1902-0772 


1902-3224 
1901-0033 


9140-0082 


1854-0208 
1854-0207 
5080-5964 
1854-0211 
1853 -0008 
1854-0212 
1854-0039 
1853-0001 
1854-0003 


* Not on Mfr Code: 83332, Tech Labs, Palisades Park, New Jersey 


+ When replacing Cl, 2,9, or 10 with .01 uf capacitor, make certain all of these capacitors are .01 uf. 


28480 
04062 


28480 
28480 


28480 
03877 
28480 
04713 


28480 
28480 


28480 


28480 
28480 
04404 
28480 
04713 
02735 
02735 
28480 
28480 


DM15C 2203 


2N3250 


2N3053 


** When replacing C8 or 16 with 470 pf capacitor, make certain both C8 and C16 are 470 pf. 
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Model 2212 Section V 
| Figure 5-5 and Table 5-3 


} 


UNFOLD TO VIEW 
Figure 5-4, RANGE Switch and Preamplifier Schematics 


| 
} 
See Table 5-2. Al and A2 Parts Lists (Cont'd. ) 


on Page 5-7 


R1, 38 
R239 | 
R3,40 
R441 | 
R5,42 
R6, 14, 15, 4 


VFC ASSEMBLY) 


R24, 64, 83) 
85,94 | 
R27, 67 
R28, 32,68, 
R30, 70 


| 
| 
{ 


| 
| 
R35, 36,75, 
R44 
R45 
R46 
R49 
R79, 81, 82, 
86, 88, 89) 
90,91 | 
R80,87 | 
R92,93 | 


* R99, RI00,R105, &R1IO7 VALUES ARE SELECTED IN TEST 
*%* R200, R201, R202, &R203 ARE ADDED AS PART OF MODIFICATION M3 (INTERNAL CALIBRATION) 
R205 & R208 ARE ADDED AS PART OF VERNIER MODIFICATION M2 


Moles Figure 5-5. Parts on A3 
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Section V 


Figure 5-3 and Table 5-2 Section V Model 2212A 


Figure 5-3 (In Fold) and Table 5-2 


Table 5-2. Al and A2 Parts Lists 


CIRCUIT te MFR. 

REFERENCE DESCRIPTION hp STOCK NO.| cone no.| MFR. PART NO 
[RANGE] RANGE SWITCH ASSEMBLY 02212-6001 | 04404 
aa Lug: solder bus 5020-5117 28480 
ASSEMBLY R: fxd, ww, 10K, 0.01%, 1/16 w 0811-1701 28480 
Al PRE ATE SRS SEME VeAc R: fxd, ww, 1K, 0.1%, +5 ppm/°C 0811-1697 28480 


R: fxd, ww, 1002, 0.01%, 1/16 w 0811-1694 28480 
Switch: rotary, 2-pole, 6-position 3100-1408 83332* SPL-3A2N6-1 


a 
2 A 
So 
a 
3 @) 
Ey 
a 


D 
i) 
S 


RANGE SWITCH ASSEMBLY 02212-6002} 04404 
(replaces Al in 2212A-M1 instruments) 


Add the following resistors to Range Switch 
Assembly A1 (02212-6001) 


ol 
3 


R: fxd, ww, 3K, 0.01%, 1/16 w 0811-1755 28480 
R: fxd, ww, 3002, 0.01%, 1/16 w 0811-1756 28480 


R67 


RANGE SWITCH ASSEMBLY 02212-6003 04404 


(replaces Al in 2212A-M3 instruments) 


UNFOLD TO VIEW 
Figure 5-2. 2212A Parts and Assemblies 


[_R70_| 
Ccié_) 


Replace S1 (3100-1408) with: 


rc 
nN 
» 
w 
@ 


Table 5-1. Main Parts List SWITCH Switch: rotary, 4-pole, 6-position 3100-1409 83332* | SPL-3A2N6-2 
ASSEMBLY 
on Page 5-5 AIMI 


PREAMPLIFIER ASSEMBLY, Temperature Compensated | 02212-6011 04404 


SWITCH 
ASSEMBLY 
AIM3 


Figure 5-3. 
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Parts on Assemblies Al, A1M1, A1M3, and A2 


2 
» 
a 
a 


ISOTHERMAL COVER 


os 


C22 


ia 


C1, 2,9, 10 
C3,6, 11,14 
C4,12 


C5, 13, 20, 21, 


26, 27 
C7, 15 
C8, 16 
C17 
C18,19,24,25 
C22,23 28,29 
C32, 33 
C34 
C35, 36 


CR2, 3,12, 13 

CR4, 9,10, 14 
19, 20 

CR5, 15 

CR6, 16 

CR7, 8,17, 18 

CR21, 22, 28 
29 

CR23, 30 

CR24-27, 
31-34 


L1,2 


Ql 

Q2,3 

Q4-5, 11-12 
Q6, 13 

Q7, 10, 14,17 
Q8, 9, 15, 16 
Q18, 22 
Q19,21,23,25 
Q20, 24 


fxd, my, 0.01 uf, 10%, 200v + 
fxd, mica, 270 pf, 5%, 500v 

fxd, my, 0.0047 pf, 10%, 200v 
fxd, my, 0.001 pf, 10%, 200v 


fxd, my, 0.047 wf, 10%, 200v 

fxd, mica, 470 pf, 5%, 300v ** 

fxd, my, 0.018 yf, 10%, 200v 

fxd, elect, Ta, 4.7 uf, 10%, 35v 

elect, al, 75 wf, -10 +100°, 50v 

, my, 0.0018 uf, 10%, 200v 

cd, my, 0.01 pf, 10%, 200v 

cd, mica, 22 pf, 5%, 500v 


: Ge 
Si 


ADAVeEeOO Mace 


Si 

avalanche, 6. lv 

switching, Si, 50v 
avalanche, 9v, JEDEC IN935 


avalanche, Si, 17. 8v 
Si 


Inductor: 15 wh 


Transistor: dual: Si, NPN 
Transistor: dual: Si, NPN 
Transistor, Selected Pair: Si, PNP 
Transistor: Si, NPN, JEDEC 2N2501 
Transistor: Si, PNP 

Transistor: Si, NPN, JEDEC 2N2897 
Transistor: Si, NPN 

Transistor: Si, PNP 

Transistor: Si, NPN 


0160-0161 
0140-0206 
0160-0157 
0160-0153 


0170-0040 
0140-2940 
0160-0302 
0180-0100 
0180-0277 
0160-0299 
0160-0161 
0140-0145 
1910-0016 
1901-0025 


1901-0156 
1902-0777 
1901-0081 
1902-0772 


1902-3224 
1901-0033 


9140-0082 


1854-0208 
1854-0207 
5080-5964 
1854-0211 
1853-0008 
1854-0212 
1854-0039 
1853-0001 
1854-0003 


* Not on Mfr Code: 83332, Tech Labs, Palisades Park, New Jersey 
# When replacing C1, 2,9, or 10 with .01 uf capacitor, make certain all of these capacitors are .01 uf. 
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28480 
04062 
28480 


56289 
14655 
28480 
28480 
04062 
28480 
28480 


28480 
03877 
28480 
04713 


28480 
28480 


28480 
28480 
28480 
04404 
28480 
04713 
02735 
02735 
28480 
28480 


DM15F271J 


150D47 
NLW75 


DM15C220J 


** When replacing C8 or 16 with 470 pf capacitor, make certain both C8 and C16 are 470 pf. 
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Model 2212 Section V 
| Figure 5-5 and Table 5-3 


UNFOLD TO VIEW 
Figure 5-4. RANGE Switch and Preamplifier Schematics 


CIRCUIT | 


REFERENC Table 5-2. Al and A2 Parts Lists (Cont'd. ) 


on Page 5-7 


R1, 38 
R2, 39 


R3, 40 | 
R4, 41 
R5, 42 
R6, 14, 15, 


VFC ASSEMBLY 


R17, 19, 25|_ 
57, 58, 65) 
R19,59 | 
R20,60 | 
R210061) 4 
R23,63 
R24, 64, 83) 
85, 94 
R27, 67 
R28, 32,68, 
R30, 70 
R31,71 | 
R33, 73 
R34, 37,74, 
R35, 36,75, 
R44 
R45 

R46 | 
R49 | 
R79, 81, 82) 
86, 88, 89) 
90, 91 
R80,87 | 
R92, 93 


* R99, R100,R105, &R1IO7 VALUES ARE SELECTED IN TEST 


** R200, R201, R202,&R203 ARE ADDED AS PART OF MODIFICATION M3 (INTERNAL CALIBRATION) 
a 
R205 & R208 ARE ADDED AS PART OF VERNIER MODIFICATION M2 


Moles Figure 5-5. Parts on A3 
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Section V 


Model 2212A 
Figure 5-3 (In Fold) and Table 5-2 


Table 5-2. Al and A2 Parts Lists 


CIRCUIT MFR. 1-YR. 
REFERENCE DESCRIPTION ép STOCK NO. CODE NO. MFR. PART NO. 


RANGE SWITCH ASSEMBLY 02212-6001 04404 


5020-5117 


0811-1701 
0811-1697 
0811-1694 


3100-1408 


28480 


28480 
28480 
28480 


83332* 


Lug: solder bus 


R: fxd, ww, 10K, 0.01%, 1/16 w 
R: fxd, ww, 1K, 0.1%, +5 ppm/°C 
R: fxd, ww, 1002, 0.01%, 1/16 w 


Switch: rotary, 2-pole, 6-position SPL-3A2N6-1 


RANGE SWITCH ASSEMBLY 
(replaces Al in 2212A-M1 instruments) 


02212-6002} 04404 


Add the following resistors to Range Switch 
Assembly Al (02212-6001): 


R: fxd, ww, 3K, 0.01%, 1/16 w 
R: fxd, ww, 3002, 0.01%, 1/16 w 


0811-1755 
0811-1756 


RANGE SWITCH ASSEMBLY 
(replaces Al in 2212A-M3 instruments) 


02212-6003 


Replace $1 (3100-1408) with: 


sl Switch: rotary, 4-pole, 6-position 3100-1409 83332* SPL-3A2N6 -2 


A2 PREAMPLIFIER ASSEMBLY, Temperature Compensated | 02212-6011 04404 


C1, 2,9, 10 

C326, 11.44 

C4, 12 

C5, 13, 20, 21, 
26, 27 

C7, 15 

C8, 16 

C1 

C18,19,24,25 

C22,23,28,29 

C30.39 


fxd, my, 0.01 uf, 10%, 200v + 
fxd, mica, 270 pf, 5%, 500v 

fxd, my, 0.0047 uf, 10%, 200v 
fxd, my, 0.001 pf, 10%, 200v 


0160-0161 
0140-0206 
0160-0157 
0160-0153 


28480 
04062 
28480 
28480 


DM15F 2713 


On ks 
ar 


fxd, my, 0.047 pf, 10%, 200v 

fxd, mica, 470 pf, 5%, 300v ** 

fxd, my, 0.018 wf, 10%, 200v 

fxd, elect, Ta, 4.7 wf, 10%, 35v 

elect, al, 75 pf, -10 +100%, 50v 

, my, 0.0018 pf, 10%, 200v 

C34 my, 0.01 pf, 10%, 200v 

C35, 36 , mica, 22 pf, 5%, 500v 


CR2, 3, 12, 13 iode: Ge 
CR4, 9,10, 14 iode: Si 
19, 20 

CR5, 15 iode: Si 


0170-0040 
0140-2940 
0160-0302 
0180-0100 
0180-0277 
0160-0299 
0160-0161 
0140-0145 


1910-0016 
1901-0025 


28480 
28480 
28480 
56289 
14655 


150D475X9035B2 
NLW75-50 
28480 - 

28480 
04062 


DM15C 2203 


28480 
28480 


Or YNKPNMHLE HE ND 
PRE PRR M NMR RR 


1901-0156 28480 


CR6, 16 
CRT, 8,17, 18 
CR21, 22, 28 


CR24-27, 
31-34 


Lil, 2 


Ql 

Q2,3 

Q4-5, 11-12 
Q6, 13 

Q7, 10, 14,17 
Q8, 9, 15, 16 
Q18, 22 
Q19,21,23,25 
Q20, 24 


MO183 


: avalanche, 6. lv 
: switching, Si, 50v 
: avalanche, 9v, JEDEC IN935 


: avalanche, Si, 17. 8v 


Si 


Inductor: 


Transistor: 
Transistor: 
Transistor, 
Transistor: 
Transistor: 
Transistor: 
Transistor: 
Transistor: 
Transistor: 


15 wh 


dual: Si, NPN 
dual: Si, NPN 
Selected Pair: Si, PNP 
Si, NPN, JEDEC 2N2501 
Si, PNP 
Si, NPN, JEDEC 2N2897 
Si, NPN 

PNP 

NPN 


1902-0777 
1901-0081 
1902-0772 


1902-3224 
1901-0033 


9140-0082 


1854-0208 
1854-0207 
5080-5964 
1854-0211 
1853-0008 
1854-0212 
1854-0039 
1853-0001 
1854-0003 


* Not on Mfr Code: 83332, Tech Labs, Palisades Park, New Jersey 


£ When replacing Cl, 2,9, or 10 with .01 uf capacitor, make certain all of these capacitors are .01 uf. 


03877 
28480 
04713 


28480 
28480 


28480 


28480 
28480 
04404 
28480 
04713 
02735 
02735 
28480 
28480 


2N3250 


2N3053 


** When replacing C8 or 16 with 470 pf capacitor, make certain both C8 and C16 are 470 pf. 
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Model 2212A 


Section V 
Table 5-2 and Figure 5-4 


Table 5-2 (Cont'd. ) 


CIRCUIT a 
ceorecnies DESCRIPTION @® STOCK NO. eee MER. PART NO. ory. 


R1,38 R: fxd, cflm, 1K, 1%, 1/2w 0727-0100 2 — SS 
Sag = any selected in test; re be a jumper OBD 2 (eee - —-—-— ree Sra -—- a 
- : fxd, metoxide, 100K, 2%, 1/8 w 0757-0972 2 Hiss 
R4,41 R: var, ww, 10K, 5%, 1w 4 2100-0363 2 SWITCH ON Site > SWITCH | ae se dbaeted 
R5, 42 R: fxd, cflm, 1.96 Meg, 1%, 1/2w 0727-0847 2 ASSEMBLY Al (STD) CIRCUIT RI ASSEMBLY AIMI CIRCUIT Ri I + An 4+—y+ OSHIELD 
R6,14,15,43,] R: fxd, metflm, 56.2K, 1%, 1/2w 0698-4321 6 7 : 
R: fxd, 5.62K, 1%, 1/2 w 0698-4317 1 | ! 
R: fxd, mtflm, 28.7K, 1%, 1/2 w 0698-4319 2 | 
R: fxd, mtflm, 51.1K, 1%, 1/2 w 0698 -4320 2 | | 
R: fxd, metoxide, 1.6K, 1%, 1/8 w 0757-0929 2 | | 
R: fxd, metoxide, 2.7K, 2%, 1/8 w 0757-0934 2 W | | 
R: fxd, metoxide, 1.3K, 2%, 1/8 w 0757-0927 2 WY | 
R: fxd, metflm, 8252, 1%, 1/2 w 0698-4310 2 HLNE | 
R16, 22, 26, R: fxd, metoxide, 3.9K, 2%, 1/8 w 0757-0938 6 | 
56, 62,66 | | 
R17, 19, 25, R: fxd, metoxide, 2202, 2%, 1/8 w 0757-0908 6 W =VW | 
57, 58,65 BUS LUG pe | 
R19,59 R: fxd, metoxide, 75K, 2%, 1/8 w 0757-0969 2 NOTE: ALL RESISTORS IN OHMS +0.01%,* 5PPM Sass ON SWITCH  peeawe a2 Oe aa | | 
R20, 60 R: fxd, metoxide, 82K, 2%, 1/8 w 0757-0970 2 BPE Ch WW INONAINOUCHVE aT \ | 
R21,61 R: fxd, metoxide, 22K, 2%, 1/8 w 0757-0956 2 402212-6001-1 4 Pa nora S116 WIPER Raia | 
R23, 63 R: fxd, metoxide, 91K, 2%, 1/8 w 0757-0971 2 ANY (NOTE 4) eats MreR, 2 GROUND "A | 
R24,64,83- | R: fxd, metoxide, 1002, 2%, 1/8 w 0757-0900 6 PREAMP SI-1A WIPER ig 
NOTE: ALL RESISTORS IN OHMS + 0.01%, +5PPM | hs, | 
PER °C, WW, NON-INDUCTIVE 
R: fxd, metoxide, mie 2% gi 0757-0948 Fi aiaets TAC REAR S} dee | B92. ; 
R: fxd, metoxide, 6202, 2%, 1/8 w 0757-0919 -02212-6002- fH 2 5 wes 
R: fxd, metoxide, 18K, 2%, 1/8 w 0757-0954 2 ay al \z vee. 
R: fxd, metoxide, 5.1K, 2%, 1/8 w 0757-0941 2 serguane ron | 388 Iss 3 
R: fxd, metoxide, 68K, 2%, 1/8 w 0757-0968 2 SETWEEN GHDS. 1SretD O—p 
R: fxd, comp, 4702, 5%, 1/2w 0686-4715 4 
R: fxd, comp, 222, 5%, 1/4w 0683-2205 4 
R: fxd, metflm, 4. vibes 1%, 1/2 w 0698-4315 1 lies 
R: var, ww, 2.5K, 54, lw 2100-1451 1 ry Cae 
R: var, ww, 10K, 10%, 1 w, 20 turns, (ZERO) 2100-1660 1 [RANGE] SWITCH ee rosussJ | yw HGH. QUALITY 
R: fxd, cflm, 1Meg, 1%, 1/2w 0727-0274 1 ASSEMBLY AIM3 CIRCUIT CAL- Aen! oraue ae 
R79, 81, 82, R: fxd, metoxide, 3.3K, 2%, 1/8 w 0757-0936 8 srr ~ 
86,88, 89, NOOO MM 
90,91 ie a3 
R80, 87 R: fxd, metoxide, 2.4K, 2%, 1/8 w 0757 -0933 -w ST 
R92, 93 : comp, 2.2 Meg. 5%, 1/4 w 0683-2255 ahcras 
BES ONSET 


BUS LUG ON 
ON SWITCH PREAMP 


iN 
GEN SES EE CHER PREAMP. 
ON PREAMP 


lv poz2z12- 6006") NOTES: 1. UNLESS OTHERWISE SPECIFIED 
|, ALL RESISTORS IN OHMS ¢ 0.01%, + 5PPM PER °C, erere ESI TKNCES MRSIIrOHUE 
WW, NON-INOUCTIVE CAPACITANCES ARE IN MICROFARADS 
BO2212 -6003-1 2. WAFER 1(1A818) 1S NEAREST FRONT PANEL 


. 2. HEAVY LINE INDICATES MAIN FORWARD 
* AS VIEWED FROM REAR OF S! PRAWSEERTEATH 


3.* R2 AND R39 ARE SELECTED 
IN TEST, NOMINALLY THEY ARE Of 


4.+ IN AND ~ IN CONNECTIONS ARE DIFFERENT 
IN 22)24-M3-SEE DWG, 802212~ 6003-1 


Figure 5-4. RANGE Switch and Preamplifier Schematics 
moss 
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Section V 


Figure 5-5 (In Fold) and Tab! 


R25, 26, 32, 
33, 50, 54 
R27, 28, 134 
R29, 111, 114 
R30, 31, 80 
R34, 94, 95 
R35, 36 
R37, 38 
R39, 44 
R40, 43 
R41, 42 
R45, 53 


R59, 61, 62 
R60, 63 
R64 

R66, 133 
R67 

R68 

R69, 109 
R70 

R71 

R72 

R73 

R74, 125, 144 
R75 

R76 

R78, 136 
R79 

R82 

R83 

R85, 91 
R87, 88 
R93 

R97, 98 
R99 
R100 
R101 
R102 
R103, 143 
R104 
R105, 107 
R106, 108 
R110 
R112, 113 
R115, 116 
R120, 121 
R122, 124 
R126, 128 
R127 
R129-131 
R132 
R135 
R139 
R140 
R141 
R142 


anal 


MO183 
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fxd, 


as ae get eee cone mee 


SNe ee ee Bee et came eee eee ecm genet ed CO a at Coie yee gor 0 eU ee 6g 20 POR ee 


fxd, 
fxd, 
Exdy 
fxd, 
fxd, 
fxd, 
fxd, 
, metoxide, 6.8K, 2%, 1/8 w 
, metoxide, 30K, 2%, 1/8 w 
, metoxide, 2.7K, 2%, 1/8 w 
, metoxide, 562, 2%, 1/8 w 
, metoxide, 10K, 2%, 1/8 w 


fxd, 
fxd, 
fxd, 
var, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
vars 
fxd, 


Table 5-3 (Cont'd. ) 


CIRCUIT MER. 1-YR. 
REFERENCE DESCRIPTION dp STOCK NO. CODE NO. MFR. PART NO. 


metoxide, 1002, 2%, 1/8 w 


metoxide, 1.6K, 2%, 1/8 w 
metoxide, 6.2K, 2%, 1/8 w 
metoxide, 22K, 2%, 1/8 w 
metoxide, 8.2K, 2%, 1/8 w 
metoxide, 3002, 2%, 1/8 w 
metoxide, 11K, 2%, 1/8 w 
metoxide, 1.8K, 2%, 1/8 w 


metoxide, 3K, 2%, 1/8 w 


, metoxide, 2K, 1%, 1/8 w 
, metoxide, 750-, 2%, 1/8 w 


comp, 182, 5%, 1/4w 
comp, 1802, 5%, 1w 


, metoxide, 1. 2K, 2%, 1/8 w 
, metoxide, 7.5K, 2%, 1/8 w 
, metoxide, 4.7K, 2%, 1/8 w 
, metflm, 2872, 1%, 1/8 w 

, metoxide, 2002, 2%, 1/8 w 
, metoxide, 1. 62K, te, 1/4w 
, metflm, 2. 87K, 1% 0, 1/8 w 
, metoxide, 16K, 2%, 1/8 w 

, metoxide, 9.1K, 2%, 1/8 w 
, metoxide, 1K, 2%, 1/8 w 


, metflm, 2.87K, 1%, 1/4 w 
sett ey 24K, 2%, 1/8 w 
metoxide, 39K, 2%, 1/8 w 


‘ Pmetoxide. 13K, 2%, 1/8 w 
, comp, 200K, 5%, 1/4 w 

, metoxide, 20K, 2%, 1/8 w 
» metflmy has, 1%, 1/7 2iw 
, metflm, 28. 7K, 1%, 1/8 w 
, cflm, 1009, 1%, 1/2 w 
alba, Us, Wy, Wy 
, metflm, 2152, 1%, 1/8 w 
, metflm, 3482, 1%, 1/8 w 
, metflm, 2K, 1%, 1/2 w 

, ww, 1K, 5%, 3/4 w 


metflm, 4.42K, 1%, 1/2 w 
metflm, 23.7K, 1%, 1/2 w 


selected in test; may be a jumper 


ww, 202, 10%, 3/4 w (CAL+, 


metoxide, 1.3K, 2%, 1/8 w 
metoxide, 1.2K, 2%, 1/2 w 
metoxide, 2K, 5%, 1/2 w 
metoxide, 33K, 2%, 1/8 w 
metoxide, 3302, 2%, 1/8 w 
comp, 122, 5%, 1/2 w 
metoxide, 18K, 2%, 1/8 w 
metoxide, 3.9K, 2%, 1/8 w 
metoxide, 3.3K, 2%, 1/8 w 
metoxide, 6202, 2%, 1/8 w 
metoxide, 27K, 2%, 1/8 w 
metflm, 1.62K, 1%, 1/2 w 
ww, 2002, 5%, 3/4 w 
metflm, 8252, 1%, 1/2 w 


Transformer: pulse, feedback 


CAL-) 


0757-0900 


0757-0929 
0757-0943 
0757-0956 
0757-0946 
0757-0911 
0757-0949 
0757-0930 
0757-0944 
0757-0959 
0757-0934 
0757-0894 
0757-0948 


0757-0935 
0757-0931 
0757-0921 
0683-1805 
0689-1815 
0757-0926 
0757-0945 
0757-0940 
0698-3443 
0757-0907 
0757-0737 
0698-3151 
0757-0953 
0757-0947 
0757-0924 
0698 -0086 
0757-0957 
0757-0962 
0757-0951 
0683 -2045 
0757-0955 
0698-0089 
0698 -3449 
0727-0864 
0698-4311 
0698 -4328 
0698 -4333 
0698 -4336 
2100-2450 
0698-4314 
0698-4318 
OBD 

2100-1740 
0757-0927 
0757-0077 
0758-0033 
0757-0960 
0757-0912 
0686 -1205 
0757-0954 
0757-0938 
0757-0936 
0757-0919 
0757-0958 
0698-4312 
2100-1420 
0698-4310 


02212-8001 


Model 2212A 
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Model aah Section V Model 2212A 


UNFOLD TO VIEW 


Figure 5-6. VFC Assembly Schematic 


BR Table 5-3. A3 Parts List (Cont'd. ) 
REFEREN 


on Page 5-9 


02409-1 


5-10 02409-1 


Section V 
Figure 5-5 and Table 5-3 


UNFOLD TO VIEW 
Figure 5-4. RANGE Switch and Preamplifier Schematics 


Table 5-2. Al and A2 Parts Lists (Cont'd. ) 
on Page 5-7 


* R99, R100, RIOS, ARIO7 VALUES ARE SELECTED IN TEST 
#** R200, R201, R202,&R203 ARE ADDED AS PART OF MODIFICATION M3 (INTERNAL CALIBRATION) 


R205 & R208 ARE ADDED AS PART OF VERNIER MODIFICATION M2 


Figure 5-5. Parts on A3 
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VFC ASSEMBLY A3 


Table 5-3. A3 Parts List 


CIRCUIT 1-YR. 
REFERENCE DESCRIPTION bp STOCK NO. Pyatiieis, MFR. PART NO. 


A3 VOLTAGE-TO-FREQUENCY CONVERTER ASSEMBLY, 02212-6014 
Temperature Compensated 
Cl C: fxd, cer, 1000 pf, 2%, 300v 0160-2309 95275 1 1 
c2 C: fxd, my, 0.018 pf, 10%, 200v 0160-0302 28480 1 1 
C3,4 C: fxd, my, 1500 pf, 10%, 200v 0160-0298 28480 2 1 
C5, 10 C: fxd, mica, 560 pf, 2%, 300v 0140-0178 28480 2 1 
C6,9 C: fxd, my, 2700 pf, 10%, 200v 0160-0300 28480 2 1 
C7,8 C: fxd, my 0.01 pf, 10%, 200v 0160-0161 28480 | - Ah al 
Cll C: fxd, mica, 270 pf, 5%, 500v 0140-0206 04062 =| DM15F2713 1 1 
C12, 18-20 C: fxd, mica, 110 pf, 5%, 300v 0140-0194 28480 - 4 1 
C13, 14 C: fxd, mica, 150 pf, 5%, 300v 0140-0196 28480 = 2 1 
C15, 16 C: fxd, mica, 22 pf, 5%, 500v 0140-0145 04062 DM15C220J 2 1 
C17 C: fxd, elect, Ta, 22 uf, 20%, 35v 0180-0160 28480 1 1 
C21, 22 C: fxd, elect, 300 pf, -10 +75%, 40v 0180-1805 28480 2 1 
C23, 24 C: fxd, elect, al, 75 wf, -10 475%, 40v 0180-1804 28480 2 1 
C25 C: fxd, mica, 220 pf, 5%, 300v 0160-0134 14655 1 1 
C26 C: fxd, mica, 56 pf, 5%, 300v 0140-0191 04062 1 1 
C27, 38 C: fxd, elect, Ta, 100 pf, +20 -15%, 20v 0180-0098 28480 2 1 
C29 C: fxd, mica, 10 pf, 5%, 500v 0160-0205 28480 1 1 
CR1,2,37,38 | Diode: Si 1901-0156 28480 4 1 
CR3, 4, 28 Diode: avalanche, 6. 2v 1902-0033 03877 3 1 
CR5-8,11,12] Diode: Si 1901-0025 28480 11 1 
15, 16, 29, 
30,35 
CR9, 10, 17, : switching, Si, 50v 1901-0081 28480 
18, 23-27 
CR13, 14, : Ge 1910-0016 
19-22, 36 
CR31-34 Diode: Si 1901-0158 28480 
CR39, 40 Diode: avalanche, Si, 10. 5v 1902-0570 28480 
DS1, 2 : incandescent 2140-0090 
Qi A andB Transistor: dual, Si, NPN 1854-0208 
Q2 A and B Transistor: dual, Si, PNP 1853 -0032 28480 
Q3, 4,7, 19, Transistor: Si, NPN, JEDEC 2N2501 1854-0211 04713 
21, 23, 24 
Q5,6, 8, 11, Transistor: Si, PNP 1853 -0008 04713 
Transistor: Si, NPN, JEDEC 2N2897 1854-0212 
; Transistor: Si, NPN, JEDEC 2N2222 1854-0210 04713 
Q12-14, 16, Transistor: Si, NPN, similar to 2N1711 1854-0003 28480 
27,31, 34 
Q15 A/B, Transistor: dual, Si, NPN 1854-0014 28480 
37 A/B 
Q17, 18, 20, Transistor: Si, planar, NPN 1854-0005 07263 
22, 29 
Q25 Transistor: Si, PNP, JEDEC 2N3318 1853-0033 56289 1 1 
Q28, 32 Transistor: Si, PNP 1853-0001 28480 2 1 
Q30 Transistor: Si, NPN 1854-0039 04713 1 1 
Q33 Transistor: Si, PNP 1853-0027 28480 1 1 
R1 R: fxd, metoxide, 56K, 2%, 1/8 w 0757-0966 28480 1 1 
R2,5 R: fxd, cflm, 1M, 1%, 1/2 w 0727-0274 28480 2 1 
R3,4, 14 R: var, ww, 10K, 5%, lw 2100-0363 28480 3 1 
R7 R: fxd, cflm, 10K, 1%, 1/2 w 0727-0891 28480 1 1 
R8 R: var, ww, 10K, 5%, 3/4 w 2100-1645 1 1 
R9,13,15,19] R: fxd, metoxide, 383K, 1%, 1/2w 0757-0133 4 2 
R10 R: fxd, metoxide, 82K, 2%, 1/8 w 0757-0970 1 1 
R11, 12 R: fxd, metflm, 5112, 1%, 1/2 w 0698-4309 2 1 
R16 R: fxd, metoxide, 51K, 2%, 1/8 w 0757-0965 1 1 
R17, 18 R: fxd, metflm, 51.1K, 1%, 1/2 w 0698 -4320 2 1 
R20, 21 R: fxd, metoxide, 62K, 2%, 1/8 w 0757 -0967 2 1 
R22, 23, 49, R: fxd, metoxide, 5602, 2%, 1/8 w 0757-0918 4 2 
123 
R24 R: fxd, metoxide, 15K, 2%, 1/8 w 0757-0952 1 1 
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Figure 5-5 (In Fold) and Tab 


CIRCUIT 
REFERENCE 


R25, 26, 32 
33,50, 54 
R27, 28, 134 
R29, 111,114 

R30, 31, 80 
R34, 94, 95 

R35, 36 

R37, 38 
R39, 44 
R40, 43 
R41, 42 

R45, 53 

R46, 47 

R48, 51, 55 
56.77, 81, 
84, 86,89 
90, 92, 118, 
119, 137, 138 
R52 

R57, 6 


, 125, 144 


, 143 


, 107 
, 108 


, 113 
, 116 
, 121 
, 124 
, 128 


R129-131 
R132 
R135 
R139 
R140 
R141 
R142 
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PAAAVIAAAsAH 


fxd 
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, metoxide, 22K, 2%, 1/8 v 
, metoxide, 8.2K, 2%, 1/8 w 
, metoxide, 3002, 2%, 1/8 w 
, metoxide, 11K, 2%, 1/8 w 
, metoxide, 1.8K, 2%, 1 

, metoxide, 6.8K, 2%, 1 
, metoxide, 30K, 2%, 1/8 w 
, metoxide, 2.7K, 2%, 1/8 w 
, metoxide, 562, 2%, 1/8 w 
, metoxide, 10K, 2%, 1/8 w 


fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 


fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
var, 
fxd, 
fxd, 
fxd, 
var, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
var, 
fxd, 


Table 5-3 (Cont'd. ) 


DESCRIPTION 


, metoxide, 1002, 2%, 1/8 w 


, 6. 2K, 


, metoxide, 1.6K, 2%, 1/8 w 
2 1/8 \ 


8w 


8w 
8w 


metoxide, 
metoxide, 
metoxide, 

comp, 182, 
comp, 18092, 5 
metoxide, 1. 2K, 
metoxide, 7.5K 
metoxide, 4. 
metflm, 2879, 
metoxide, 2002. 2 
metoxide, 1. 62K, 
metflm, 2.87K, 1 
metoxide, 16K, 
metoxide, 9. 1K, 
metoxide, 1K, 2 
metflm, 2.87K, 
metoxide, 24K, 
metoxide, 39K, 
metoxide, 13K, 
comp, 200K, 5% 
metoxide, 20K, 
metflm, 1.78. 
metflm, 28. 7K, 
cflm, 1002, 1%, 
metflm, fe 
metflm, 

metflm, 

metflm, 

ww, 1K, 
metflm, 

metflm, 

selected 

ww, 202, 
metoxide, 
metoxide, 
metoxide, 
metoxide, 
metoxide, < 
comp, 122, 5 
metoxide, 
metoxide, < 
metoxide, 
metoxide, 6 
metoxide, : , 1/8 w 
metflm, 1.62K, 1%, 1/2 w 
ww, 2002, 5%, 3/4 w 
metflm, 8250, 1 


Transformer: pulse, feedback 


dp STOCK NO 


0757-0900 


0757-0929 
0757-0943 
0757 -0956 
0757-0946 
7-0911 
7-0949 


0757 -0930 


0757-0935 
0757-0931 


0757-0921 


0683-1805 


0689-1815 
0757-0926 
7-0945 
7-0940 
06 98 -3443 


57 -0¢ 


57-0951 
3 -2045 
0757-0955 
0698-0089 
0698-3449 
0727-0864 
0698-4311 
0698 -4328 
0698 -4333 
0698 -4336 
2100-2450 
0698-4314 
0698-4318 
OBD 
2100-1740 
0757-0927 
0757-0077 
0758-0033 
0757-0960 


0698-4312 
2100-1420 
0698-4310 
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MFR 
CODE NO 


28480 


28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 


28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
27479 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
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MFR. PART NO 
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Model eau Section V Model 2212A 


UNFOLD TO VIEW 


Figure 5-6. VFC Assembly Schematic 


seen Table 5-3. A3 Parts List (Cont'd. ) 
REFEREN 


on Page 5-9 
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Section V 


Figure 5-5 (In Fold) and Tab! 


R25, 26, 32, 
33, 50, 54 
R27, 28, 134 

R29, 111, 114 

R30, 31, 80 

R34, 94, 95 

R35, 36 

R37, 38 

R39, 44 

R40, 43 

R41, 42 

R45, 53 

R46, 47 

R48,51, 55, 
56,77, 81, 
84, 86, 89, 
90, 92,118, 
119, 137, 138 

R52 

R57, 65 

R58 

R59, 61, 62 

R60, 63 

R64 

R66, 133 

R67 

R68 

R69, 109 

R70 

R71 

R72 

R73 

R74, 125, 144 

R75 

R76 

R78, 136 

R79 

R82 

R83 

R85, 91 

R87, 88 

R93 

R97, 98 

R99 

R100 

R101 

R102 

R103, 143 

R104 

R105, 107 

R106, 108 

R110 

R112, 113 

R115, 116 

R120, 121 

R122, 124 

R126, 128 

R127 

R129-131 

R132 

R135 

R139 

R140 

R141 

R142 


ital 
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fxd, 
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fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 
fxd, 


Table 5-3 (Cont'd. ) 


metoxide, 1002, 2%, 1/8 w 


metoxide, 1.6K, 2%, 1/8 w 
metoxide, 6. 2K, 2%, 1/8 w 
metoxide, 22K, 2%, 1/8 w 
metoxide, 8.2K, 2%, 1/8 w 
metoxide, 3002, 2%, 1/8 w 
metoxide, 11K, 2%, 1/8 w 
metoxide, 1.8K, 2%, 1/8 w 
metoxide, 6.8K, 2%, 1/8 w 
metoxide, 30K, 2%, 1/8 w 
metoxide, 2. 7K, 2%, 1/8 w 
metoxide, 562, 2%, 1/8 w 
metoxide, 10K, 2%, 1/8 w 


metoxide, 3K, 2%, 1/8 w 
metoxide, 2K, 1%, 1/8 w 


, metoxide, 750-, 2%, 1/8 w 
, comp, 182, 5%, 1/4 w 


comp, 1802, 5%, lw 


, metoxide, 1.2K, 2%, 1/8 w 
. metoxide, 7.5K, 2% 0, 1/8 w 
, metoxide, 4.7K, 2%, 1/8 w 
, metflm, 2872, 1%, 1/8 w 


metoxide, 2002, 2%, 1/8 w 


, metoxide, 1.62K, 1%, 1/4 w 
, metflm, 2.87K, 1%, 1/8 w 
, metoxide, 16K, 2%, 1/8 w 


metoxide, 9.1K, 2%, 1/8 w 


, metoxide, 1K, 2%, 1/8 w 
, metflm, 2.87K, 1%, 1/4 w 
, metoxide, 24K, 2%, 1/8 w 
, metoxide, 39K, 2%, 1/8 w 
, metoxide, 13K, 2%, 1/8 w 
, comp, 200K, 5%, 1/4 w 

, metoxide, 20K, 2%, 1/8 w 
, metflm, 1.78, 1%, 1/2 w 


metflm, 28. 7K, 1%, 1/8 w 
eflm, 1002, 1%, 1/2 w 
metflm, 1K, 1%, 1/2 w 


, metflm, 2152, 1%, 1/8 w 


metflm, 3482, 1%, 1/8 w 
metflm, 2K, 1%, 1/2 w 


, ww, 1K, 5%, 3/4 w 
, metflm, 4.42K, 1%, 1/2 w 


metflm, 23.7K, 1%, 1/2 w 


selected in test; may be a jumper 

, ww, 202, 10%, 3/4 w (CAL+, CAL-) 
, metoxide, 1.3K, 2%, 1/8 w 
, metoxide, 1.2K, 2%, 1/2 w 
, metoxide, 2K, 5%, 1/2 w 


metoxide, 33K, 2%, 1/8 w 
metoxide, 3300 , 2%, 1/8 w 


, comp, 122, 5%, 1/2 w 
, metoxide, 18K, 2%, 1/8 w 


metoxide, 3.9K, 2%, 1/8 w 
metoxide, 3.3K, 2%, 1/8 w 


, metoxide, 6202, 2%, 1/8 w 


metoxide, 27K, 2%, 1/8 w 


, metflm, 1.62K, 1%, 1/2 w 


ww, 2002, 5%, 3/4 w 


, metflm, 8252, 1%, 1/2 w 


Transformer: pulse, feedback 


0757-0900 


0757-0929 
0757-0943 
0757-0956 
0757-0946 
0757-0911 
0757-0949 
0757-0930 
0757-0944 
0757-0959 
0757-0934 
0757-0894 
0757-0948 


0757-0935 
0757-0931 
0757-0921 
0683-1805 
0689-1815 
0757-0926 
0757-0945 
0757-0940 
06 98-3443 
0757-0907 
0757-0737 
0698-3151 
0757-0953 
0757-0947 
0757-0924 
0698 -0086 
0757-0957 
0757-0962 
0757-0951 
0683-2045 
0757-0955 
0698-0089 
0698-3449 
0727-0864 
0698-4311 
0698-4328 
0698-4333 
0698-4336 
2100-2450 
0698 -4314 
0698-4318 
OBD 

2100-1740 
0757-0927 
0757-0077 
0758-0033 
0757-0960 
0757-0912 
0686-1205 
0757-0954 
0757-0938 
0757-0936 
0757-0919 
0757-0958 
0698-4312 
2100-1420 
0698-4310 
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Model 2212A 


PREAMP : 
Beas Lirias 5-6 and tiple 
Lok Figure 5-6 an e5- 
og a| 
Suk SK 
Table 5-3 (Cont'd. ) ea 
25k 
CIRCUIT MFR 1-YR Vv 
REFERENCE -DESCRIPTION STOCK NO. . MFR. PART . i) Neti 
® CODE NO. NO) CTY: | spa. a: 
ee VFC PULSE FEEDBACK 4.42K Rios WFC PULSE 
7 R102 al, FEEDBACK 
INPUT CONNECTION TO A3 IN cl K cw 
VOLTAGE-TO-FREQUENCY CONVERTER ASSEMBLY, 02212-6015 | 22124 instruments wiTH INTEGRATION FEEDBACK 0.001 R143 


VERNIER OPTION M2 


Temperature Compensated | (NOTE 4) | se R79 RES R Tree Teer ne v ae 
ry FY R72 91 15 9 
(replaces A3 in 2212A-M3 instruments) | | 16K (e 13K 20K 178k 28.7K $28.7K 1.78K oer ods 
| VERNIER | CW | (fe) aN 4 + at 
INPUT 0 50 
Change Voltage-to-Frequency Converter Assembly | | Risa eeOVERLOAD TROP Ear R94 (e. . 
a ; Z 
A3 (02212-6014) as follows: (TOP VIEW) 
| | R38 0.5027 pues Q. R66 c a 
ae eke 7.5K 4 cr24 3 
DELETE: | jee | p+ re26 (Pr 
| | R40 C7 2 \ 
i 6.8K 9.01 ak R65 cR25 
CR28 Diode, avalanche, 6. 2v (1902-0033) | res | aod en 2k TS) DETECTOR 
R208 
8.25K | RAI fee) 3) Roe 
L a (NOTES) re) Ay A) Y/ 8.2K 
ES J ( JUMPER 
ADD: a aaa elated ener oa . Be 
22PF 
Diode: avalanche 1902-0112 paeY 
RI POLARITY 
R: fxd, ww, 17. 16K, .05%, 1/16 w 0811-1702 te DETECTOR 
R: var, ww, 2002, 5%, 3/4w 2100-1420 We RS) 
R: fxd, metoxide, 22.12, 1%, 1/8 w 0757-0385 ‘ R35, cri ee, 
O1NPU’ 
R: fxd, ww, 1K, .05%, 1/16 w 0811-1698 a PULSE FLIP-FLOP 
y 
R67 R70 
\ 4.7K 1,62K 
w cw. 
2 > RS -18V > 
imp V 
RT OTPS NEGATIVE PULSE FEEDBACK SW LL 
c2 
IS 0.018 POSITIVE PULSE FEEDBACK SW LL 
OTP6 
V e ~ 
‘ x ea crscre R54 ea _ 
: a cama 1OPF +1ev VFC TIMING (IDEALIZED) ci es 
: R44 C9 R48 2K f=] c2z0_tcis 
a ow -6.2V is eel ie = aelte oe e2K >) ose NOPF +1BV 
z -18V INPUT ar = Ww cis 
0 VV (fee) CR27T {10PF 
+27V 
RI26 
CR3I 
12 ® INTEGRATOR Nes 
OuTPUT (TP2) POLARITY 
LAMP 
\7 DRIVERS 
seconoary ||! VOLTAGE at (. 
TRANSFORMER ||| EBay xe 
| ; 
| ; H 
----4||| © SIONAL ay ™ POLARITY OUTPUT ot. 2-POLARITY 
Hil =e | 
WII Os" al 
13 
HI hak Ee 
iowa aT 
! Ope oS Lt OPTION M3 t 
| | © SIGNAL AT | 1.00000 VOLT #0.01% | 
na SE? | CALIBRATION SOURCE | 
R202 
1] © nineciae | 22.1 | 
WHI L 
III wreonaTor | | 
il On. at 
=) | 
fk, Povarity | | 
O wt LL. hy 
-27v vre oureur SS 
© Be, 
SH Sieh To atmsJ(28-5 818-6 
(28-4,6818-4,5) 
NOTES: 
1. UNLESS OTHERWISE NOTED: ic— 
RESISTANCE IS IN OHMS 
CAPACITANCE IS IN MICROFARADS —t } 
2. HEAVY LINE IDENTIFIES MAIN FORWARD —— 
TRANSFER PATH, — 
3. LINES WITH HEAVY DASHES IDENTIFY 
INTEGRATION FEEDBACK AND VFC 
PULSE FEEDBACK PATHS, f 
4. R204, R205, AND R206 ARE ADDED TO 
THE 22124 AND TO A3 ONLY AS PART OF 
OPTION M2 = 
% SELECTED DURING PRODUCTION : Figure 5-6. VFC Assembly Schematic 
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Code 
No. 


00000 
00136 
00213 
00287 
00334 
00348 
00373 


20656 
10779 
00781 
00815 


00853 


00866 
00891 
00929 
01009 
01121 
01255 
01281 
01295 


01349 
01589 
01930 
01961 
02114 
02286 
02660 
02735 


02771 


02777 
03508 
03705 
03797 
03877 
03888 
03954 


04009 


04013 
04222 
04354 
04404 


04651 
04713 
04732 


04773 
04796 
04811 
04870 
05006 


05277 


05347 
05593 
05616 


05624 
05728 


05729 
05783 
05820 
06004 
06090 
06175 
06402 
06540 


06555 


06666 
06751 
06812 


06980 
07088 
07126 
07137 
07138 


07149 
07233 
07261 
07263 


07322 
07387 
07700 
07910 
07933 


07966 


07980 


000 15- 


Manufacturer Address 
U.S.A. Common Any supplier of U.S. 
McCoy Electronics Mount Holly Springs, Pa, 


Sage Electronics Corp. Rochester, N.Y. 
Cemco Inc. Danielson, Conn. 
Humidial Colton, Calif. 
Microtron Co,, Inc. Valley Stream, N.Y. 
Garlock Inc. , 

Electronics Products Div. Camden, N.J. 
Aerovox Corp. New Bedford, Mass. 


Amp. Inc. Harrisburg, Pa. 
Aircraft Radio Corp. Boonton, N.J. 

Northern Engineering Laboratories, Inc. 
Burlington, Wis. 

Sangamo Electric Co., Pickens Div. 

Pickens, S.C. 
Los Angeles, Calif. 
Los Angeles, Calif. 
Livingston, N.J. 
Brockton, Mass. 
Milwaukee, Wis. 
Beverly Hills, Calif. 
Lawndale, Calif, 


Goe Engineering Co. 

Carl E. Holmes Corp. 
Microlab Inc. 

Alden Products Co. 

Allen Bradley Co. 

Litton Industries; Inc. 
TRW Semiconductors, Inc. 
Texas Instruments, Inc., 

Transistor Products Div, 
The Alliance Mfg. Co. 
Pacific Relays, Inc. 
Amerock Corp. 

Pulse Engineering Co. 
Ferroxcube Corp. of America 
Cole Rubber and Plastics Inc, | Sunnyvale, Calif. 
Amphenol-Borg Electronics Corp. Chicago, Ill. 
Radio Corp. of America, Semiconductor 

and Materials Div. Somerville, N.J. 
Vocaline Co. of America, Inc. 

Old Saybrook, Conn. 
Hopkins Engineering Co. San Fernando, Calif. 
G.E. Semiconductor Prod. Dept. Syracuse, N.Y. 
Apex Machine & Tool Co. Dayton, Ohio 
Eldema Corp. Compton, Calif. 
Transitron Electric Corp. Wakefield, Mass. 
Pyrofilm Resistor Co., Inc. Cedar Knolls, N.J. 
Singer Co., Diehl Div. 

Finderne Plant Sumerville, N.J. 
Arrow, Hart and Hegeman Elect. Co. 

Hartford, Conn, 
Lambertville, N.J. 
Hi-Q Division of Aerovox Myrtle Beach, S.C. 
Precision Paper Tube Co, Chicago, Ill. 
Dymec Division of Hewlett-Packard Co. 

Palo Alto, Calif. 
Sylvania Electric Products, Microwave 
Device Div. Mountain View, Calif. 
Motorola, Inc., Semiconductor Prod. Div. 
Phoenix, Arizona 


Dallas, Texas 
Alliance, Ohio 
Van Nuys, Calif. 
Rockford, Il. 
Santa Clara, Calif. 
Saugerties, N.Y. 


Taurus Corp. 


Filtron Co., Inc. Western Div. 
Culver City, Calif. 
Northlake, Ill. 
Redwood City, Calif. 
El Monte, Calif. 
Westchester, III. 


Automatic Electric Co. 
Sequoia Wire Co. 
Precision Coil Spring Co. 
P.M. Motor Company 
Twentieth Century Plastics, Inc. 
Los Angeles, Calif. 
Westinghouse Electric Corp. 
Semi-Conductor Dept. 
Ultronix, Inc. 
Illumitronic Engineering Co. 
Cosmo Plastic 
(c/o Electrical Spec. Co.) 
Barber Colman Co. 
Tiffen Optical Co. 
Roslyn Heights, Long Island, N.Y. 
Westbury, N.Y. 
Santa Cruz, Calif. 
Wakefield, Mass, 
Bridgeport, Conn. 
Redwood City, Calif. 
Bausch and Lomb Optical Co. Rochester, N.Y. 
E.T.A. Products Co. of America Chicago, Ill. 
Amatom Electronic Hardware Co., Inc. 
New Rochelle, N.Y. 
Beede Electrical Instrument Co., Inc. 
Penacook, N.H. 
Indianapolis, Ind. 
Phoenix, Ariz. 


Youngwood, Pa. 
San Mateo, Calif. 
Sunnyvale, Calif. 


Cleveland, Ohio 
Rockford, Ill. 


Metro-Tel Corp. 

Stewart Engineering Co. 
Wakefield Engineering Inc. 
Bassick Co., The 
Raychem Corp. 


General Devices Co., Inc. 
Semcor Div. Components Inc. 
Torrington Mfg. Co., West Div. 
Van Nuys, Calif. 
San Carlos, Calif. 
Van Nuys, Calif. 
Pasadena, Calif. 
Minneapolis, Minn. 


Varian Assoc. Eimac Div. 

Kelvin Electric Co. 

Digitran Co. 

Transistor Electronics Coro. 

Westinghouse Electric Corp. 
Electronic Tube Div 

Filmohm Corp. 

Cinch-Graphik Co. 

Avnet Corp. 


Elmira, N.Y. 

New York, N.Y. 

City of Industry, Calif. 
Culver City, Calif. 


Fairchild Camera & Inst, Corp. 

Semiconductor Div. Mountain View, Calif. 
Minnesota Rubber Co. Minneapolis, Minn. 
Biftcher Corp., The Monterey Park, Calif. 
Technical Wire Products Inc. Cranford, N.J, 
Continental Device Corp. Hawthorne, Calif. 
Raytheon Mfg. Co., 

Semiconductor Div. Mountain View, Calif. 
Shockley Semi-Conductor Laboratories 

Palo Alto, Calif. 
Hewlett-Packard Co., Boonton Radio Div. 

Rockaway, N.J. 
42 


Revised: July, 1966 
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The following code numbers are from the Federal Supply Code for Manufacturers Cataloging Handbooks H4-1 
(Name to Code) and H4-2 (Code to Name) and their latest supplements, The date of revision and the date of the 
supplements used appear at the bottom of each page. Alphabetical codes have been arbitrarily assigned to 


APPENDIX 5.1 
CODE LIST OF MANUFACTURERS 


suppliers not appearing in the H4 Handbooks, 


Manufacturer Address 
U.S. Engineering Co. 
Blinn, Delbert Co. 
Burgess Battery Co. 

Niagara Falls, Ontario, Canada 
Bristol Co., The Waterbury, Conn. 
Sloan Company Sun Valley, Calif. 
ITT Cannon Electric Inc., Phoenix Div. 

Phoenix, Arizona 
CBS Electronics Semiconductor 
Operations, Div of C.B.S. Inc. 


Los Angeles, Calif. 
Pomona, Calif. 


Lowell, Mass. 
Indianapolis, Ind. 
Costa Mesa, Calif. 
Houston, Texas 
Sun Valley, Calif. 
Chicago, Ill. 


Mel-Rain 
Babcock Relays Div. 
Texas Capacitor Co. 
Atohm Electronics 
Electro Assemblies, Inc. 
Mallory Battery Co. of 
Canada, Ltd. Toronto, Ontario, Canada 
General Transistor Western Corp. 
Los Angeles, Calif. 
Berkeley, Calif. 
Niagara Falls, N.Y. 
Berne, Ind. 


Ti-Tal, Inc. 
Carborundum Co. 
CTS of Berne, Inc. 
Chicago Telephone of California, Inc. 
So. Pasadena, Calif. 

Bay State Electronics Corp. Waltham, Mass. 
Teledyne Inc., Microwave Div. Palo Alto, Calif. 
Duncan Electronics Inc. Costa Mesa, Calif. 
General Instrument Corp., Semiconductor 

Div., Products Group Newark, N.J. 
Imperial Electronic, Inc. Buena Park, Calif. 


Melabs, Inc. Palo Alto, Calif. 
Philadelphia Handle Co. Camden, N.J. 
Clarostat Mfg. Co. Dover, N.H. 
Nippon Electric Co., Ltd. Tokyo, Japan 
Metex Electronics Corp. Clark, N.J. 


Delta Semiconductor Inc. 
Dickson Electronics Corp. 
Thermolloy Dallas, Texas 
Telefunken (GmbH) Hanover, Germany 
Midland-Wright Div. of Pacific Industries, Inc. 
Kansas City, Kansas 
Newbury Park, Calif. 
Calif. Resistor Corp. Santa Monica, Calif. 
American Components, Inc. Conshohocken, Pa. 
ITT Semiconductor, A Div. of Int. Telephone 
& Telegraph Corp. West Palm Beach, Fla. 
Hewlett-Packard Company Loveland, Colo. 
Cornell Dublier Electric Corp. Newark, N.J. 
Corning Glass Works Corning, N.Y. 
Electro Cube Inc. So. Pasadena, Calif. 
Williams Mfg. Co. San Jose, Calif. 
Webster Electronics Co. New York, N.Y. 
Adjustable Bushing Co. N. Hollywood, Calif. 
Micron Electronics 
Garden City, Long Island, N.Y. 
Amprobe Inst. Corp. Lynbrook, N.Y. 
Twentieth Century Coil Spring Co. 
Santa Clara, Calif. 
Amelco Inc. Mt. View, Calif. 
Daven Div. Thomas A. Edison Ind. 
McGraw-Edison Co. Long Island City, N.Y. 
Spruce Pine Mica Co. Spruce Pine, N.C. 
Omni-Spectra Inc. Detroit, Il. 
Computer Diode Corp. Lodi, N.J. 
\deal Prec. Meter Co., Inc. 
De Jur Meter Div. 
Delco Radio Div. of G.M. Corp. 
Thermonetics Inc. 
Tranex Company 
Hamlin Metal Products Corp. 
Angstrohm Prec. Inc. 
Power Design Pacific Inc. 
Ty-Car Mfg. Co., Inc. 
TRW Elect. Comp. Div. 
Curtis Instrument, Inc. 
E.|. DuPont and Co., Inc. 
Durant Mfg. Co. 
Bendix Corp., The 
Eclipse-Poineer Div. Teterboro, N.J. 
Thomas A, Edison Industries, Div. of 
McGraw-Edison Co, West Orange, N.J. 
LRC Electronics Horseheads, N.Y. 
Electra Mfg. Co. Independence, Kansas 
General Atronics Corp. Philadelphia, Pa. 
Executone, Inc. Long Island City, N.Y. 
Fafnir Bearing Co., The New Britain, Conn. 
Fansteel Metallurgical Corp. N. Chicago, Ill. 
British Radio Electronics Ltd, Washington, D.C, 
G.E. Lamp Division 


Newport Beach, Calif. 
Scottsdale, Arizona 


Sem-Tech 


Brooklyn, N.Y. 
Kokomo, Inc. 
Canoga Park, Calif. 

Mountain View, Calif. 

Akron, Ohio 

No, Hollywood, Calif. 

Palo Alto, Calif. 
Holliston, Mass. 
Des Plaines, III. 
Mt. Kisco, N.Y. 
Wilmington, Del. 
Milwaukee, Wis. 


Nela Park, Cleveland, Ohio 
General Radio Co. West Concord, Mass. 
Gries Reproducer Corp. New Rochelle, N.Y. 
Grobet File Co. of America, Inc. 
Carlstadt, N.J. 
Lancaster, Pa. 
Palo Alto, Calif. 
Owensboro, Ky. 
Chicago, Ill. 


Hamilton Watch Co. 

Hewlett-Packard Co. 

G.E. Receiving Tube Dept. 

Lectrohm Inc. 

Stanwyck Coil Products Ltd. 
Hawkesbury, Ontario, Canada 

P.R. Mallory & Co. Inc. Indianapolis, Ind. 


Mechanical Industries Prod. Co. Akron, Ohio 
Miniature Precision Bearings, Inc. Keene, N.H. 
Muter Co. Chicago, III. 


C.A. Norgren Co. Englewood, Colo. 


Manufacturer Address 
Ohmite Mfg. Co. 
Penn Eng. & Mfg. Corp. Doylestown, Pa. 
Polaroid Corp. Cambridge, Mass. 
Precision Thermometer & Inst. Co. 
Southampton, Pa. 
Waltham, Mass. 
Westminster, Md. 
Waltham, Mass. 
Selma, N.C. 


Skokie, Il. 


Microwave & Power Tube Div. 
Rowan Controller Co. 

Sanborn Company 

Shallcross Mfg. Co. 

Simpson Electric Co. Chicago, Ill. 
Sonotone Corp. Elmsford, N.Y. 
Raytheon Co. Commercial Apparatus & 

Systems Div. So. Norwalk, Conn. 
Spaulding Fibre Co., Inc. Tonawanda, N.Y. 
Sprague Electric Co. North Adams, Mass. 
Telex, Inc. St. Paul, Minn. 
Thomas & Betts Co. Elizabeth, N.J. 
Triplett Electrical Inst. Co. Bluffton, Ohio 
Union Switch and Signal, Div. of 

Westinghouse Air Brake Co. 
Universal Electric Co. 
Ward-Leonard Electric Co. 
Western Electric Co., Inc. 
Weston Inst. Inc. Weston-Newark Newark, N.J. 
Wittek Mfg. Co. Chicago, Ill. 
Revere Wollansak Div. Minn. Mining & 

Mfg. Co. St. Paul, Minn. 
Allen Mfg. Co. Hartford, Conn. 
Allmetal Screw Product Co., Inc. 

Garden City, N.Y. 


Pittsburgh, Pa. 
Owosso, Mich. 
Mt. Vernon, N.Y. 
New York, N.Y. 


Atlantic India Rubber Works, Inc. Chicago, Ill. 
Amperite Co., Inc. Union City, N.J. 
Belden Mfg. Co. Chicago, Ill. 
Bird Electronic Corp. Cleveland, Ohio 
Bimmbach Radio Co. New York, N.Y. 


Boston Gear Works Div. of Murray Co. 
of Texas Quincy, Mass. 
Bud Radio, Inc. Willoughby, Ohio 
Camloc Fastener Corp. Paramus, N.J. 
Cardwell Condenser Corp. 
Lindenhurst L.1., N.Y. 
Bussmann Mfg. Div. of McGraw-Edison Co. 
St. Louis, Mo. 
Chicago, III. 
Pico-Rivera, Calif. 


Chicago Condenser Corp. 
Calif. Spring Co., Inc. 
CTS Corp. Elkhart, Ind. 
ITT Cannon Electric Inc. Los Angeles, Calif. 
Cinema Plant, Hi-Q Div. Aerovox Corp. 
Burbank, Calif. 
C.P. Clare & Co. Chicago, III. 
Centralab Div. of Globe Union Inc. 
Milwaukee, Wis. 
Chicago, III. 
New York, N.Y. 
Providence, R. |, 
Chicago, Ill. 


Commercial Plastics Co. 
Cornish Wire Co., The 
Coto Coil Co., Inc. 
Chicago Miniature Lamp Works 
A.O. Smith Corp,, Crowley Div. 
West Orange, N.J. 

Cinch Mfg. Co., Howard B. Jones Div. 

Chicago, Il. 
Dow Corning Corp. Midland, Mich. 
Electro Motive Mfg. Co., Inc. Willimantic, Conn. 
John E. Fast Co., Div. Victoreen Instr. Co. 

Chicago, Ill. 
Dialight Corp. Brooklyn, N.Y. 
Indiana General Corp., Electronics Div. 

Keasby, N.J. 
General Instrument Corp., Cap. Div. Newark, N.J. 
Drake Mfg. Co. Chicago, Il. 
Hugh H. Eby Inc. Philadelphia, Pa. 


Gudeman Co. Chicago, Ill. 
Robert M. Hadley Co. Los Angeles, Calif. 
Erie Technological Products, Inc. Erie, Pa. 


Hansen Mfg. Co., Inc. 
H.M. Harper Co. 
Helipot Div. of Beckman Inst., Inc. 
Fullerton, Calif. 
Hughes Products Division of Hughes 
Aircraft Co. Newport Beach, Calif. 
Amperex Electronic Co., Div. of North American 
Phillips Co., Inc, Hicksville, N.Y. 
Bradley Semiconductor Corp. New Haven, Conn. 
Carling Electric, Inc. Hartford, Conn. 
George K. Garrett Co., Div. MSL - ~ 
Industries Inc. Philadelphia, Pa. 
Federal Screw Products Inc. Chicago, III. 
Fischer Special Mfg. Co. Cincinnati, Ohio 


Princeton, Ind. 
Chicago, Ill. 


General Industries Co., The Elyria, Ohio 
Goshen Stamping & Tool Co. Goshen, Ind. 
JFD Electronics Corp. Brooklyn, N.Y. 


Jennings Radio Mfg. Corp. 
Signalite Inc. 


San Jose, Calif. 
Neptune, N.J. 
J.H. Winns, and Sons Winchester, Mass. 
Industrial Condenser Corp, Chicago, Il. 
R.F. Products Division of Amphenol-Borg 
Electronics Corp. Danbury, Conn. 
E.F. Johnson Co. Waseca, Minn. 
International Resistance Co. Philadelphia, Pa, 
CTS Knights Inc, Sandwich, Ill. 
Kulka Electric Corporation Mt. Vernon, N.Y, 
Lenz Electric Mfg. Co. Chicago, Ill. 
Littlefuse, Inc. Des Plaines, Ill. 
Lord Mfg. Co. Erie, Pa. 
C.W. Marwedel San Francisco, Calif. 
James Millen Mfg. Co., Inc. Malden, Mass. 
J.W. Miller Co. Los Angeles, Calif. 


Manufacturer Address 
Cinch-Monadnock, Div. of United Carr 
Fastener Corp. San Leandro, Calif. 
Mueller Electric Co. Cleveland, Ohio 
National Union Newark, N.J. 
Oak Manufacturing Co. Crystal Lake, III. 
Bendix Corp., The 
Bendix Pacific Div, N. Hollywood, Calif. 
Pacific Metals Co. San Francisco, Calif. 
Phanostran Instrument and Electronic Co. 
South Pasadena, Calif. 
Philadelphia Steel and Wire Corp. 
Philadelphia, Pa. 
American Machine & Foundry Co. Potter 
& Brumfield Div. Princeton, Ind. 
TRW Electronic Components Div. Camden, N.J. 
General Instrument Corp., Rectifier Div. 
Brooklyn, N.Y. 
Resistance Products Co. Harrisburg, Pa. 
Rubbercraft Corp. of Calif. Torrance, Calif. 
Shakeproof Division of INlinois Tool Works 
Elgin, Il. 
Signal Indicator Corp. New York, N.Y. 
Struthers-Dunn Inc. Pitman, NJ. 
Thompson-Bremer & Co. Chicago, Ill. 
Tilley Mfg. Co. San Francisco, Calif. 
Stackpole Carbon Co. St. Marys, Pa. 
Standard Thomson Corp. Waltham, Mass. 
Tinnerman Products, Inc. Cleveland, Ohio 
Transformer Engineers San Gabriel, Calif. 
Ucinite Co. Newtonville, Mass. 
Waldes Kohinoor Inc. Long Island City, N.Y. 
Veeder Root, Inc. Hartford, Conn. 
Wenco Mfg. Co. Chicago, Ill. 
Continental-Wirt Electronics Corp. 
Philadelphia, Pa. 
Zierick Mfg. Corp. New Rochelle, N.Y. 
Mepco Division of Sessions Clock Co. 
Morristown, N.J. 
Schnitzer Alloy Products Co. Elizabeth, N.J. 
Times Telephoto Equipment New York, N.Y. 
Electronic Industries Association. Any brand 
Tube meeting EIA Standards-Washington, DC. 
Unimax Switch, Div. Maxon Electronics Corp. 
Wallingford, Conn. 
United Transformer Corp. New York, N.Y. 
Oxford Electric Corp. Chicago, Ill. 
Bourns Inc. Riverside, Calif. 
Acro Div. of Robertshaw Controls Co. 
Columbus, Ohio 
All Star Products Inc. Defiance, Ohio 
Avery Adhesive Label Corp. Monrovia, Calif. 
Hammarlund Co., Inc. New York, N.Y. 
Stevens, Arnold, Co., Inc. Boston, Mass. 
International Instruments Inc. Orange, Conn, 
Grayhill Co. LaGrange, Ill. 
Triad Transformer Corp. Venice, Calif. 
Winchester Elec. Div. Litton Ind., Inc. 
Oakville, Conn. 
Military Specification = $8 4. ..... 
International Rectifier Corp. El Segundo, Calif. 
Airpax Electronics, Inc. Cambridge, Mass. 


Barry Controls, Div. Barry Wright Corp. 
Watertown, Mass. 


Carter Precision Electric Co, Skokie, Il. 
Sperti Faraday Inc., Copper Hewitt 

Electric Div. Hoboken, N.J. 
Jeffers Electronics Division of Speer 

Carbon Co. Du Bois, Pa. 
Fairchild Camera & Inst. Corp., 

Defense Prod. Division Clifton, N.J. 


Maguire Industries, Inc. 
Sylvania Electric Prod. Inc. 
Electronic Tube Division 
Astron Corp. East Newark, Harrison, NJ, 
Switchcraft, Inc. Chicago, Ill. 
Metals & Controls Inc. Spencer Products 
Attleboro, Mass. 
Joliet, Il. 
Madison, Wis. 
Woodstock, N.Y. 
Glendale, Calif, 


Greenwich, Conn. 


Emporium, Pa. 


Phillips-Advance Control Co. 
Research Products Corp. 
Rotron Mfg. Co., Inc. 
Vector Electronic Co. 
Western Washer Mfg. Co. Los Angeles, Calif. 
Carr Fastener Co. Cambridge, Mass. 
New Hampshire Ball Bearing, Inc. 
Peterborough, N.H. 

General Instrument Corp., Capacitor Div. 

Darlington, S.C. 
Los Angeles, Calif. 

Springfield, N.J. 

Red Bank, N.J. 


ITT Wire and Cable Div. 
Victory Engineering Corp. 
Bendix Corp., Red Bank Div. 


Hubbell Corp. Mundelein, Ill. 
Smith, Herman H., Inc. Brooklyn, N.Y. 
Central Screw Co. Chicago, Ill. 


Gavitt Wire and Cable Co. 
Div. of Amerace Corp. Brookfield, Mass. 
Burroughs Corp. Electronic Tube Div. 
Plainfield, N.J. 
Union Carbide Corp. Consumer Prod. Div. 
New York, N.Y. 
Huntington, Ind. 
Festus, Mo. 
Lodi, N.J. 
Great Neck, N.Y. 
San Francisco, Calif. 
Ogallala, Neb. 
Bloomington, Ind, 
Boonton, N.J. 


Model Eng. and Mfg., Inc. 
Loyd Scruggs Co. 

Aeronautical Inst. & Radio Co. 
Arco Electronics Inc. 
A.J. Glesener Co., Inc. 
TRW Capacitor Div. 
Sarkes Tarzian, Inc. 
Boonton Molding Company 


From: FSC. Handbook Supplements 
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Manufacturer Address 
A,B. Boyd Co. 
R.M. Bracamonte & Co. 
Koiled Kords, Inc. 
Seamless Rubber Co. 
Clifton Precision Products Co., Inc. 
Clifton Heights, Pa. 
Precision Rubber Products Corp. Dayton, Ohio 
Radio Corp. of America, Electronic 
Comp. & Devices Div. Harrison, N.J. 
Marco Industries Anaheim, Calif. 
Philco Corporation (Lansdale Division) 
Lansdale, Pa. 
Western Fibrous Glass Products Co. 
San Francisco, Calif. 
San Francisco, Calif. 
Providence, R.1. 


San Francisco, Calif. 
San Francisco, Calif. 
Hamden, Conn. 
Chicago, Ill, 


Van Waters & Rogers Inc. 
Tower Mig. Corp. 


Cutler-Hammer, Inc. Lincoln, Ill. 
Gould-National Batteries, Inc. St. Paul, Minn. 
Federal Telephone & Radio Corp. Clifton, N.J. 


General Mills, Inc. 
Graybar Electric Co. Oakland, Calif. 
United Transformer Co. Chicago, Ill. 
US Rubber Co., Consumer Ind. & Plastics 

Prod. Div. Passaic, N.J. 
Bearing Engineering Co. San Francisco, Calif, 
Connor Spring Mfg. Co. San Francisco, Calif. 
Miller Dial & Nameplate Co. El Monte, Calif. 
Radio Materials Co. Chicago, Ill. 


Buffalo, N.Y. 


Augat Inc. Attleboro, Mass. 
Dale Electronics, Inc. Columbus, Nebr. 
Elco Corp. Willow Grove, Pa. 


Gremar Mfg. Co., Inc. Wakefield, Mass. 
K F Development Co. Redwood City, Calif. 
Honeywell Inc. , Micro Switch Div. 

Freeport, Ill. 


Revised: July, 1966 


M0229 


APPENDIX 5.1 
CODE LIST OF MANUFACTURERS 


(Continued) 

Code 

Manufacturer Address No. 
Nahm-Bros. Spring Co. Oakland, Calif. 95354 
Tru-Connector Corp. Peabody, Mass. 95712 
Elgeet Optical Co. Inc. Rochester, N.Y. 95984 
Universal Industries, Inc. City of Industry, Calif. 95987 
Tensolite Insulated Wire Co., Inc. 96067 
Tarrytown, N.Y, 96095 
Sylvania Electric Prod. Inc. 96256 
Semiconductor Div. Woburn, Mass. 96296 
Robbins and Myers, Inc, New York, N.Y. 96330 
Stevens Mfg. Co., Inc. Mansfield, Ohio 96341 
G.V. Controls Livingston, N.J. 9650] 
General Cable Corp. Bayonne, N.J. 97464 


Raytheon Co., Comp. Div., Ind. 
Comp. Operations Quincy, Mass. 
Scientific Electronics Products, Inc. 
Loveland, Colo. 
Tung-Sol Electric, Inc. Newark, N.J. 
Curtiss-Wright Corp. Electronics Div. 
East Paterson, N.J. 
South Chester Corp. Chester, Pa. 
Tru-Ohm Products Memcor Components Div. 
Huntington, Ind. 
Wire Cloth Products, Inc. Bellwood, Ill. 
Worcester Pressed Aluminum Corp. 
Worcester, Mass. 
Magnecraft Electric Co. Chicago, Ill. 
George A. Philbrick Researchers, Inc, 
Boston, Mass. 
Miami, Fla. 
Woodside, N.Y. 
Long Island, N.Y. 
Burbank, Calif. 
Sheridan, Wyo. 
Bridgeport, Conn. 
Bloomfield, N.J. 


Allies Products Corp. 
Continental Connector Corp. 
Leecraft Mfg. Co., Inc. 
Lerco Electronics, Inc. 
National Coil Co. 

Vitramon, Inc. 

Gordos Corp. 


Manufacturer Address 
Methode Mfg. Co. 
Dage Electric Co., Inc. 
Siemon Mfg. Co. 
Weckesser Co. 
Huggins Laboratories 
Hi-Q Div. of Aerovox Corp. 
Thordarson-Meissner Inc, 
Solaf Manufacturing Co. 
Carlton Screw Co. 
Microwave Associates, Inc. 
Excel Tiansformer Co. 
Industrial Retaining Ring Co. 
Automatic & Precision Mfg. 
Reon Resistor Corp. 
Litton System Inc., Adler-Westrex 

Commun. Div. New Rochelle, N.Y. 
R-Troncis, Inc. Jamaica, N.Y. 
Rubber Teck, Inc. Gardena, Calif. 
Hewlett-Packard Co., Moseley Div. 

Pasadena, Calif. 
So. Pasadena, Calif. 
Sealectro Corp. Mamaroneck, N.Y. 
Zero Mfg. Co. Burbank, Calif. 
General Mills Inc., Electronics Div. 

Minneapolis, Minn. 
Paeco Div. of Hewlett-Packard Co. 
Palo Alto, Calif. 
North Hills Electronics, Inc, Glen Cove, N.Y. 
International Electronic Research Corp, 
Burbank, Calif. 
New York, N.Y. 


Chicago, Il. 
Franklin, Ind. 
Wayne, Ill. 
Chicago, Ill. 
Sunnyvale, Calif. 
Olean, N.Y. 

Mt. Carmel, Il. 
Los Angeles, Calif. 
Chicago, Wl. 
Burlington, Mass. 
Oakland, Calif, 
Irvington, N.J. 
Englewood, N.J. 
Yonkers, N.Y. 


Microdot, Inc. 


Columbia Technical Corp, 
Varian Associates Palo Alto, Calif. 
Atlee Corp. Winchester, Mass. 
Marshall ind. Elect. Products Div. 

San Marino, Calif. 


Code 
No. Manufacturer Address 
99707 Control Switch Division, Controls Co. 

of America El Segundo, Calif. 
99800 Delevan Electronics Corp. East Aurora, N.Y. 
99848 Wilco Corporation Indianapolis, Ind. 
99934 Renbrandt, Inc. Boston, Mass, 
99942 Hoffman Electronics Corp. 

Semiconductor Div. El Monte, Calif. 
99957 Technology Instrument Corp. of Calif. 


Newbury Park, Calif. 


THE FOLLOWING HP’ VENDORS HAVE NO NUMBER 
ASSIGNED IN THE LATEST SUPPLEMENT TO THE 
FEDERAL SUPPLY CODE FOR MANUFACTURERS 


HANDBOOK. 
0000F Malco Tool and Die Los Angeles, Calif. 
000M Western Coil Div. of Automatic Ind., Inc. 
Redwood City, Calif. 
0000Z Willow Leather Products Corp. Newark, N.J. 
QO0AA British Radio Electronics Ltd. 
Washington, D.C. 
QOOAB ETA England 
000BB Precision Instrument Components Co. 
Van Nuys, Calif, 
OOOMM Rubber Eng. & Development Hayward, Calif. 
QOONN A ‘‘N'' D Mfg. Co. San Jose, Calif, 
~000QQ  Cooltron Oakland, Calif. 
OOOWW California Eastern Lab. Burlington, Calif. 
OO0OYY S.K. Smith Co. Los Angeles, Calif. 
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Poe CONVERTER Pad 


BACKDATING MANUAL SUPPLEMENT 


MANUAL IDENTIFICATION SUPPLEMENT DESCRIPTION 


Manual Serial Prefixed: 714 The purpose of this supplement is to correct manual errors (Errata) and to 

Manual Printed: May 1967 adapt the manual to instruments having serial prefixes listed in the table 

Manual Part Number: 02212-9036 below. Enter the new information (or the Change Number, if more con- 
venient) into the appropriate places in the manual. 


Instrument Serial Changes Instrument Serial Changes Instrument Serial Changes 


a == 


Section I, page 1-3 and Section III, page 2-9. 
Replace Accuracy Tabulations with the following. 


CHANGE 1 


STABILITY (8 hours at calibration temp.) 
Scale Factor 


(not range-dependent) 


Zero Drift Ko) 


(Spey rti 


LINEARITY (Referred to straight line 
through zero and full scale.) 


STABILITY (8 hours at calibration temp.) 
Scale Factor 


(not range-dependent) 


Zero Drift © 


(Sev rti 


LINEARITY (Referred to straight line 
through zero ond full scale.) 


TOTALS 
@HP-2212A-M1. 


TOTALS 
@HP-2212A-M1. 


@® On calibrated range — other ranges ore +.02% rdg with respect to calibrated range. 
@ Or .01% rdg for readings between full scale and 150% of full scale. 


TEMP. COEFFICIENT PER °C 
Scale Factor (10 to 40°C) 
e range-dependent) 


@ On calibrated range — other ranges are +.02% rdg with respect to calibrated range. 
@ Or .01% rdg for readings between full scale and 150% of full scale 


TEMP. COEFFICIENT PER °C 
Scale Factor (10 to 40°C) 
\e range-dependent) 


Zero Drift 
(0:='55°C) 


Zero Drift 
(0. = 55?C) 


(1yev rti) 
(.5 namp rti x 1000Q) 


(1pev rti) 
(.5 namp rti x 100022) 


TOTALS TOTALS 


@ Scale factor temperature coefficient is .01% rdg from O to 10°C and 40 to 55°C. @ Scale factor temperature coefficient is .01% rdg from O to 10°C and 40 to 55°C. 
© During operation in free air (without forced air ventilation through the 2212 from rear to front at !cfm, © During operation in free air (without forced air ventilation through the 2212 from rear to front at 1cfm, 
minimum) rti zero drift can be up to three times the figures listed. minimum) rti zero drift can be up to three times the figures listed. 


Section IV, page 4-11, paragraphs 4-7 and 4-10, delete references to the isothermal cover. 


Section V, page 5-4, Table 5-1, delete Cover, Isothermal HP Stock No. 5000-5709. 


Section V, page 5-6, Figure 5-3, delete dotted lines showing placement of isothermal cover 
on PREAMPLIFIER ASSEMBLY A2 


Backdating Supplement 
02409-1 i 395 Page Mill Road, Palo Alto, California 94306 Area Code 415 326-1755 TWX 910-373-1296 


Printed in U.S.A. & Europe: 54 Route Des Acacias, Geneva, Switzerland, Cable:"“HE WPACKSA” Tel. (022) 42.81.50 


Model 2212A 


CHANGE 2 


CHANGE 3 


02409-1 


Sections I,I0,IV, and V. In all illustrations, 


hi 2212A VFC 
HEWLETT-PACKARD 


STD 2212A 2212A-Ml 


Section II, page 2-1, paragraph 2-8: 
change last 5 lines of paragraph to read: 


Section V, page 5-3, paragraph 5-4; 


Backdating Supplement 


the front panels should be as shown below. 


2212A-M2 2212A-M4 


Case and slowly push the 2212A into the case with the 
bar beneath the RANGE switch squeezed upward. Re- 
leasing the bar engages a detent that locks the 2212A 
in the case. To assure correct ventilation of all in- 
struments in the case, install 12504A Blank Panels to 
cover any vacant spaces. 


Page 5-4, Table 5-1; Pages 5-8, Table 5-3; and Page 5-9, Table 5-3 (Cont'd. ): change 
HP Stock No. of A3 from 02212-6014 to 02212-6012 and Stock No. of A38M3 from 02212-6015 


to 02212-6013. 


~ 


Section V, Pages 5-3 and 5-4, Figure 5-1: delete S4 and related information and connect F1 to 


S3 as shown on the following page. 


BD-2 


Model 2212A Backdating Supplement 


CHANGE 3 (Cont'd. ) 
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Section V, page 5-4, Table 5-1: 
delete S4, Switch, Thermal cutout, 75°C, HP Stock No. 5080-6574. 


02409-1 BD-3 


HEWLETT MW) PACKARD 


ELECTRONIC INSTRUMENTATION SALES AND SERVICE 
UNITED STATES 


ALABAMA 

P.O. Box 4207 

2003 Byrd Spring Road S.W. 
Huntsville 35802 

Tel: (205) 681-4591 

TWX: 810-726-2204 


ARIZONA 

3009 North Scottsdale Road 
Scottsdale 85251 

Tel: (602) 945-7601 

TWX: 910-950-1282 


232 South Tucson Boulevard 
Tucson 85716 

Tel: (602) 623-2564 

TWX: 910-952-1162 


CALIFORNIA 

3939 Lankershim Boulevard 
North Hollywood 91604 
Tel: (213) 877-1282 

TWX: 910-499-2170 


1101 Embarcadero Road 
Palo Alto 94303 

Tel: (415) 327-6500 
TWX: 910-373-1280 


2591 Carlsbad Avenue 
Sacramento 95821 
Tel: (916) 482-1463 
TWX: 910-367-2092 


1055 Shafter Street 
San Diego 92106 

Tel: (714) 223-8103 
TWX: 910-335-2000 


COLORADO 

7965 East Prentice 
Englewood 80110 
Tel: (303) 771-3455 
TWX: 910-935-0705 


FOR AREAS NOT LISTED, CONTACT: Hewlett-Packard; 1501 Page Mill Road; Palo Alto, California 94304; Tel: (415) 326-7000; TWX: 910-373-1267; Telex: 34-8461 


CONNECTICUT 
508 Tolland Street 
East Hartford 06108 
Tel: (203) 289-9394 
TWX: 710-425-3416 


111 East Avenue 
Norwalk 06851 

Tel: (203) 853-1251 
TWX: 710-468-3750 


DELAWARE 

3941 Kennett Pike 

Wilmington 19807 

Tel: (302) 655-6161 
TWX: 510-666-2214 


FLORIDA 

Suite 106 

9999 N.E. 2nd Avenue 
Miami Shores 33138 
Tel: (305) 758-3626 
TWX: 810-848-7262 


P.O. Box 20007 

Herndon Station 32814 
621 Commonwealth Avenue 
Orlando 

Tel: (305) 841-3970 

TWX: 810-850-0113 


P.O. Box 8128 
Madeira Beach 33708 
410 150th Avenue 

St. Petersburg 

Tel: (813) 391-0211 
TWX: 810-863-0366 


GEORGIA 

P.0. Box 28234 

2340 Interstate Parkway 
Atlanta 30328 

Tel: (404) 436-6181 
TWX: 810-766-4890 


ILLINOIS 

5500 Howard Street 
Skokie 60076 

Tel: (312) 677-0400 
TWX: 910-223-3613 


INDIANA 

4002 Meadows Drive 
Indianapolis 46205 
Tel: (317) 546-4891 
TWX: 810-341-3263 
LOUISIANA 

P.O. Box 856 

1942 Williams Boulevard 
Kenner 70062 

Tel: (504) 721-6201 
TWX: 810-955-5524 
MARYLAND 

6707 Whitestone Road 
Baltimore 21207 

Tel: (301) 944-5400 
TWX: 710-862-0850 


P.O. Box 727 

Twinbrook Station 20851 
12303 Twinbrook Parkway 
Rockville 

Tel: (301) 427-7560 

TWX: 710-828-9684 


MASSACHUSETTS 
Middlesex Turnpike 
Burlington 01803 
Tel: (617) 272-9000 
TWX: 710-332-0382 


MICHIGAN 

24315 Northwestern Highway 
Southfield 48075 

Tel: (313) 353-9100 

TWX: 810-232-1532 
MINNESOTA 

2459 University Avenue 

St. Paul 55114 

Tel: (612) 645-9461 

TWX: 910-563-3734 


MISSOURI 

9208 Wyoming Place 
Kansas City 64114 
Tel: (816) 333-2445 
TWX: 910-771-2087 


2812 South Brentwood Blvd. 
St. Louis 63144 

Tel: (314) 644-0220 

TWX: 910-760-1670 


NEW JERSEY 
391 Grand Avenue 
Englewood 07631 
Tel: (201) 567-3933 
TWX: 710-991-9707 


NEW MEXICO 

P.O. Box 8366 

Station C 87108 

6501 Lomas Boulevard N.E. 
Albuquerque 

Tel: (505) 255-5586 

TWX: 910-989-1665 


156 Wyatt Drive 
Las Cruces 88001 
Tel: (505) 526-2485 
TWX: 910-983-0550 


NEW YORK 
1702 Central Avenue 
Albany 12205 
Tel: (518) 869-8462 


1219 Campville Road 
Endicott 13760 

Tel: (607) 754-0050 
TWX: 510-252-0890 


236 East 75th Street 
New York 10021 

Tel: (212) 879-2023 
TWX: 710-581-4376 


82 Washington Street 
Poughkeepsie 12601 
Tel: (914) 454-7330 
TWX: 510-248-0012 


39 Saginaw Drive 
Rochester 14623 
Tel: (716) 473-9500 
TWX: 510-253-5981 


1025 Northern Boulevard 
Roslyn, Long Island 11576 
Tel: (516) 869-8400 

TWX: 510-223-0811 


5858 East Molloy Road 
Syracuse 13211 

Tel: (315) 454-2486 
TWX: 710-541-0482 


NORTH CAROLINA 
P.O. Box 5187 

1923 North Main Street 
High Point 27262 

Tel: (919) 882-6873 
TWX: 510-926-1516 


OHIO 

5579 Pearl Road 
Cleveland 44129 
Tel: (216) 884-9209 
TWX: 810-421-8500 


2460 South Dixie Drive 
Dayton 45439 

Tel: (513) 298-0351 
TWX: 810-459-1925 


OREGON 
Westhills Mall, Suite 158 


4475 S.W. Scholls Ferry Road 


Portland 97225 
Tel: (503) 292-9171 
TWX: 910-464-6103 


PENNSYLVANIA 

2500 Moss Side Boulevard 
Monroeville 15146 

Tel: (412) 271-0724 

TWX: 710-797-3650 


144 Elizabeth Street 

West Conshohocken 19428 
Tel: (215) 248-1600, 828-6200 
TWX: 510-660-8715 


TEXAS 

P.O. Box 7166 
3605 Inwood Road 
Dallas 75209 

Tel: (214) 357-1881 
TWX: 910-861-4081 


P.O. Box 22813 

4242 Richmond Avenue 
Houston 77027 

Tel: (713) 667-2407 
TWX: 910-881-2645 


GOVERNMENT CONTRACT OFFICE 
225 Billy Mitchell Road 

San Antonio 78226 

Tel: (512) 434-4171 

TWX: 910-871-1170 


UTAH 

2890 South Main Street 
Salt Lake City 84115 
Tel: (801) 486-8166 
TWX: 910-925-5681 


VIRGINIA 

P.O. Box 6514 
2111 Spencer Road 
Richmond 23230 
Tel: (703) 282-5451 
TWX: 710-956-0157 


WASHINGTON 

11656 N.E. Eighth Street 
Bellevue 98004 

Tel: (206) 454-3971 
TWX: 910-443-2303 


CANADA 


ALBERTA 
10010 - 105th Street 
Edmonton 
Tel: (403) 424-0718 
TWX: 610-831-2431 


FOR AREAS NOT LISTED, CONTACT: Hewlett-Packard Inter-Americas; 1501 Page Mill Road; Palo Alto, Calif. 94304; Tel: (415) 326-7000; TWX: 910-373-1267; Telex: 034- 


BRITISH COLUMBIA 
Hewlett-Packard (Canada) Ltd. 
2184 West Broadway 
Vancouver 

Tel: (604) 738-7520 

TWX: 610-922-5050 


NOVA SCOTIA 
7001 Mumford Road 
Suite 356 

Halifax 

Tel: (902) 455-0511 
TWX: 610-271-4482 


ONTARIO 

Hewlett-Packard (Canada) Ltd. 
880 Lady Ellen Place 

Ottawa 3 

Tel: (613) 722-4223 

TWX: 610-562-1952 


Hewlett-Packard (Canada) Ltd. 
1415 Lawrence Avenue West 


Toronto 
Tel: (416) 249-9196 
TWX: 610-492-2382 


QUEBEC 

Hewlett-Packard (Canada) Ltd. 
275 Hymus Boulevard 

Pointe Claire 

Tel: (514) 697-4232 

TWX: 610-422-3022 

Telex: 01-2819 


8461; Cable: HEWPACK Palo Alto 


CENTRAL AND SOUTH AMERICA 


ARGENTINA 

Mauricio A. Suarez 
Telecomunicaciones 

Carlos Calvo 224 

Buenos Aires 

Tel: 30-6312, 34-9087 

Cable: TELEPILOT Buenos Aires 


BRAZIL 
Ciental, Importacao e 
Comércio Ltda. 
Avenida 13 de Maio, 13-22° andar 
Rio de Janeiro G.B. 
Tel: 42-9483 


Ciental, Importacao e 
Comércio Ltda. 

Rua Des. Eliseu Guilherme, 62 

Sao Paulo 8 

Tel: 70-2318 

Cable: CIENTALCO, Sao Paulo 


CHILE 

Héctor Calcagni 
Casilla 13942 
Santiago 

Tel: 490.505, 393.119 


COLOMBIA 
Instrumentacion 


Henrik A. Langebaek & Cia. Ltda. 


Cra. 7A N° 48-51/59 
Apartado Aereo 6287 
Bogota, 1 D.E. 

Tel: 45-78-06, 45-55-46 
Cable: AARIS Bogota 


COSTA RICA 

Lic. Alfredo Gallegos Gurdian 
Apartado 3243 

San José 

Tel: 21-86-13 

Cable: GALGUR San José 


ECUADOR 

Laboratorios de Radio-Ingenieria 
Calle Guayaquil 1246 

Post Office Box 3199 

Quito 

Tel: 12496 

Cable: HORVATH Quito 


EL SALVADOR 

Electrénica 

27 Avenida Norte 1133 

Apartado Postal 1589 

San Salvador 

Tel: 25-74-50 

Cable: ELECTRONICA 
San Salvador 


GUATEMALA 

Olander Associates Latin America 
Apartado 1226 

7a. Calle, 0-22, Zona 1 
Guatemala City 

Tel: 22812 

Cable: OLALA Guatemala City 


MEXICO 

Hewlett-Packard Mexicana, 
S.A. de C.V. 

Eugenia 408, Dept. 1 

Mexico 12, D.F. 

Tel: 43-03-79 


NICARAGUA 

Roberto Teran G. 

Edificio Teran 

Apartado Postal 689 
Managua 

Tel: 3451, 3452 

Cable: ROTERAN Managua 


PANAMA 

Electrénica Balboa, S.A. 

P.O. Box 4929 

Ave. Manuel Espinosa No. 13-50 
Bldg. Alina 

Panama City 

Tel: 30833 

Cable: ELECTRON Panama City 


PERU 

Fernando Ezeta B. 

Av. Petit Thouars 4719 
Miraflores 

Casilla 3061 

Lima 

Tel: 50346 

Cable: FEPERU Lima 


PUERTO RICO 

San Juan Electronics, Inc. 
P.O. Box 5167 

Ponce de Leén 150, Stop 3 
Puerta de Tierra Santa 
San Juan 00906 


~ Tel: (809) 725-3342 


Cable: SATRONICS San Juan 


URUGUAY 

Pablo Ferrando 

S.A. Comercial e Industrial 
Avenida Italia 2877 
Casilla de Correo 370 
Montevideo 

Tel: 40-3102 

Cable: RADIUM Montevideo 


VENEZUELA 

Citec, C.A. 

Edif. Arisan-Of. #4 

Avda. Francisco de Miranda 
Apartado del Este 10934 Chacaito 
Caracas 

Tel: 71.88.05 

Cable: CITECAL Caracas 


FOR AREAS NOT LISTED, CONTACT: Hewlett-Packard Inter-Americas; 1501 Page Mill Road; Palo Alto, Calif. 94304; Tel: (415) 326-7000; TWX: 910-373-1267; Telex: 034-8461; Cable: HEWPACK Palo Alto 
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ELECTRONIC INSTRUMENTATION SALES AND SERVICE 


EUROPE 


AUSTRIA 

Unilabor H.m.b.H. 

Wissenschaftliche Instrumente 

Rummelhardtgasse 6/3 

P.O. Box 33 

Vienna 1X/71 

Tel: 426 181 

Cable: LABORINSTRUMENT 
Vienna 


BELGIUM 

Hewlett-Packard Benelux S.A. 
20-24 rue de |'Hépital 
Brussels 

Tel: 11 22 20 

Cable: PALOBEN Brussels 


DENMARK 

Tage Olsen A/S 

Ronnegade 1 

Copenhagen o 

Tel: 29 48 00 

Cable: TOCOPEN Copenhagen 


FINLAND 

INTO 0/Y 
Meritullinkatu 11 
P.O. Box 10153 
Helsinki 10 

Tel: 61 133 

Cable: INTO Helsinki 


FRANCE 
Hewlett-Packard France 
2 rue Téte d’Or 

Lyon, 6 - Rhéne 

Tel: 52 35 66 
Hewlett-Packard France 
150 Boulevard Massena 
Paris 13e 

Tel: 707 97 19 

Cable: HEWPACK Paris 


GERMANY 

Hewlett-Packard Vertriebs-GmbH 
Lietzenburger Strasse 30 

1 Berlin W 30 

Tel: 24 86 36 


Hewlett-Packard Vertriebs-GmbH 
Herrenberger Strasse 110 

703 Boblingen, Wirttemberg 
Tel: 07031-6971 

Cable: HEPAG Boblingen 


Hewlett-Packard Vertriebs-GmbH 
Achenbachstrasse 15 

4 Diisseldorf 1 

Tel: 68 52 58/59 


HEWLETT MW) PACKARD 


Hewlett-Packard Vertriebs-GmbH 
Kurhessenstrasse 95 

6 Frankfurt 50 

Tel: 52 00 36 

Cable: HEWPACKSA Frankfurt 


Hewlett-Packard Vertriebs-GmbH 
Beim Strohhause 26 

2 Hamburg 1 

Tel: 24 05 51/52 

Cable: HEWPACKSA Hamburg 


Hewlett-Packard Vertriebs-GmbH 
Reginfriedstrasse 13 

8 Munich 9 

Tel: 69 51 21/22 

Cable: HEWPACKSA Munich 


GREECE 

Kostos Karayannis 
18, Ermou Street 
Athens 126 

Tel: 230 301 

Cable: RAKAR Athens 


IRELAND 

Hewlett-Packard Ltd. 

224 Bath Road 

Slough, Bucks, England 

Tel: Slough 28406-9, 29486-9 
Cable: HEWPIE Slough 


ITALY 

Hewlett-Packard Italiana S.p.A. 
Viale Lunigiana 46 

Milan 

Tel: 69 15 84 

Cable: HEWPACIT Milan 


Hewlett-Packard Italiana S.p.A. 
Palazzo Italia 

Piazza Marconi 25 

Rome - Eur 

Tel: 591 2544 

Cable: HEWPACIT Rome 


NETHERLANDS 
Hewlett-Packard Benelux, N.V. 
de Boelelaan 1043 
Amsterdam, Z.2 

Tel: 42 77 77 

Cable: PALOBEN Amsterdam 


NORWAY 
Morgenstierne & Co. A/S 
Ingeniofirma 

6 Wessels Gate 

Oslo 

Tel: 20 16 35 

Cable: MOROF Oslo 


PORTUGAL 

Telectra 

Rua Rodrigo da Fonseca 103 
P.O. Box 2531 

Lisbon 1 

Tel: 68 60 72 

Cable: TELECTRA Lisbon 


SPAIN 

Ataio Ingerieros 

Urgel, 259 

Barcelona, 11 

Tel: 230-69-88 

Ataio Ingenieros 

Enrique Larreta 12 
Madrid, 16 

Tel: 235 43 44 

Cable: TELEATAIO Madrid 


SWEDEN 

HP Instrument AB 
Hagakersgatan 7 
Moindal 

Tel: 031 - 27 68 00 


HP Instrument AB 

Centralvagen 28 

Solna 

Tel: 08 - 83 08 30 

Cable: MEASUREMENTS 
Stockholm 


SWITZERLAND 

HEWPAK AG 
Zurcherstrasse 

8952 Schlieren 

Zurich 

Tel: (051) 98 18 21 

Cable: HEWPACKAG Zurich 


TURKEY 

Telekom Engineering Bureau 
P.O. Box 376 - Galata 
Istanbul 

Tel: 49 40 40 

Cable: TELEMATION Istanbul 


UNITED KINGDOM 
Hewlett-Packard Ltd. 

224 Bath Road 

Slough, Bucks 

Tel: Slough 28406-9, 29486-9 
Cable: HEWPIE Slough 


YUGOSLAVIA 

Belram S.A, 

83 avenue des Mimosas 
Brussels 15, Belgium 

Tel: 35 29 58 

Cable: BELRAMEL Brussels 


FOR AREAS NOT LISTED, CONTACT: Hewlett-Packard S.A.; 54 Route des Acacias; Geneva, Switzerland; Tel: (022) 42 81 50; Telex: 2.24.86; Cable: HEWPACKSA Geneva 


AFRICA, ASIA, AUSTRALIA 


AUSTRALIA 

Hewlett-Packard Australia 
Pty. Ltd. 

22-26 Weir Street 

Glen Iris, S. E. 6 

Victoria 

Tel: 20-1371 (4 lines) 

Cable: HEWPARD Melbourne 


Hewlett-Packard Australia 
Pty. Ltd. 

4 Grose Street 

Glebe, New South Wales 

Tel: 211-2235, 211-2888 

Cable: HEWPARD Sydney 


CEYLON 

United Electricals Ltd. 
P.O. Box 681 

Yahala Building 

Staples Street 

Colombo 2 

Tel: 5496 

Cable: HOTPOINT Colombo 


ETHIOPIA 

African Salespower & Agency 
Private Ltd., Co. 

P.O. Box 718 

Addis Ababa 

Tel: 44090 

Cable: ASACO Addisababa 


HONG KONG 

Schmidt & Co. (Hong Kong) Ltd. 
P.O. Box 297 

1511, Prince’s Building 

10, Chater Road 

Hong Kong 

Tel: 240168, 232735 

Cable: SCHMIDTCO Hong Kong 


INDIA 

The Scientific Instrument 
Co., Ld. 

6, Tej Bahadur Sapru Road 

Allahabad 1 

Tel: 2451 

Cable: SICO Allahbad 


The Scientific Instrument 
Co., Ld. 

240, Dr. Dadabhai Naoroji Road 

Bombay 1 

Tel: 26-2642 

Cable: SICO Bombay 


The Scientific Instrument 
Co., Ld. 

11, Esplanade East 

Calcutta 1 

Tel: 23-4129 

Cable: SICO Calcutta 


The Scientific Instrument Co., Ld. 


30, Mount Road 
Madras 2 

Tel: 86339 

Cable: SICO Madras 


The Scientific Instrument Co., Ld. 
B-7, Ajmeri Gate Extn. 

New Delhi 1 

Tel: 27-1053 

Cable: SICO New Delhi 


IRAN 

Telecom, Ltd. 

P. 0. Box 1812 

Teheran 

Tel: 43850, 48111 
Cable: BASCOM Teheran 


ISRAEL 

Electronics & Engineering 
Div. of Motorola Israel Ltd. 

16, Kremenetski Street 

Tel-Aviv 

Tel: 35021/2/3 

Cable: BASTEL Tel-Aviv 


JAPAN 
Yokogawa-Hewlett-Packard Ltd. 
Shinhankyu Building 

No. 8, Umeda 

Kita-ku, Osaka City 

Tel: 0726-23-1641 


Yokogawa-Hewlett-Packard Ltd. 
Ito Building - 

No. 59, Kotori-cho 
Nakamura-ku, Nagoya City 
Tel: 551-0215 


Yokogawa-Hewlett-Packard Ltd. 
Ohashi Building 

No. 59, I-chome, Yoyogi 
Shibuya-ku, Tokyo 

Tel: 370-2281 

Cable: YOKOHEWPACK Tokyo 
Telex: 232-2034 


KENYA 

R. J. Tilbury Ltd. 

P. 0. Box 2754 

Suite 517/518 

Hotel Ambassadeur 
Nairobi 

Tel: 25670, 26803, 68206 
Cable: ARJAYTEE Nairobi 


KOREA 

American Trading Co., Korea, Ltd. 
Seoul P. 0. Box 1103 

112-35 Sokong-Dong 

Jung-ku, Seoul 

Tel: 3.7049, 3.7613 

Cable: AMTRACO Seoul 
LEBANON 

Constantin E. Macridis 
Clemenceau Street 
Clemenceau Center 

Beirut 

Tel: 220846 

Cable: ELECTRONUCLEAR Beirut 


MALAYSIA 

MECOMB Malaysia Ltd. 

2 Lorong 13/6A 

Section 13 

Petaling Jaya, Selangor 
Cable: MECOMB Kuala Lumpur 


NEW ZEALAND 

Sample Electronics (N.Z.) Ltd. 
8 Matipo Street 

Onehunga S.E. 5 

Auckland 

Tel: 667-356 

Cable: ELPMAS Auckland 


PAKISTAN (EAST) 
Mushko & Company, Ltd. 
31, Jinnah Avenue 

Dacca 

Tel: 80058 

Cable: COOPERATOR Dacca 


PAKISTAN (WEST) 
Mushko & Company, Ltd. 
Oosman Chambers 

Victoria Road 

Karachi 3 

Tel: 51027, 52927 

Cable: COOPERATOR Karachi 


SINGAPORE 

Mechanical and Combustion 
Engineering Company Ltd. 

9, Jalan Kilang 

Singapore, 3 

Tel: 642361-3 

Cable: MECOMB Singapore 


SOUTH AFRICA 

F.H. Flanter & Co. (Pty.), Ltd. 
Rosella House 

Buitencingle Street 

Cape Town 

Tel: 3-3817 

Cable: AUTOPHONE Cape Town 


F.H. Flanter & Co. (Pty.), Ltd. 
104 Pharmacy House 

80 Jorissen Street 
Braamfontein, Johannesburg 
Tel: 724-4172 


TAIWAN 

Hwa Sheng Electronic Co., Ltd. 
P.O. Box 1558 

21 Nanking West Road 

Taipei 

Tel: 46076, 45936 

Cable: VICTRONIX Taipei 


THAILAND 

The International 
Engineering Co., Ltd. 

P. 0. Box 39 

614 Sukhumvit Road 

Bangkok 

Tel: 913460-1-2 

Cable: GYSOM Bangkok 


VIETNAM 

Landis Brothers and Company, 
Inc. 

P.O. Box H-3 

216 Hien-Vuong 

Saigon 

Tel: 20.805 

Cable: LANBROCOMP Saigon 


FOR AREAS NOT LISTED, CONTACT: Hewlett-Packard Export Marketing; 1501 Page Mill Road; Palo Alto, California 94304; Tel: (415) 326-7000; Telex: 034-8461; Cable: HEWPACK Palo Alto 
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108 MC TO 10.7 MC CONVERSION GAIN TEST CIRCUIT 
Ic = 7.0 mA 


Vee = 10V 


10.7 mc 
B SOQOUTPUT 


SOQ INPUT 


ine! 
Vee 
ADJUST FOR 7 mA 1. 


L.O. + 118.7 me 


TYPICAL CONVERSION GAIN = 20 db 


T1 2.5 turns #16 tinned copper wire tapped 2 
turns from Gnd. Coil dia. 3” (inside dia.). 


T2 4 turns #16 tinned copper wire tapped %4 
turn from Gnd, and 11% turns from Gnd. 
Coil dia. 14” (inside dia.). 

T3 Miller Coil Form 
Miller Core #30-106 
Primary ... 10 turns #36 enameled wire. 
Secondary ... 1% turns #28 enameled wire. 


NEUTRALIZED A.M. R.F. AMPLIFIER TEST CIRCUIT 
Veer = 10V 


co = 3.0 mA 


ze Ot 502 


OUTPUT 


O O 
-8V +10V 
ADJUST FOR 3 mAI. 


TYPICAL GAIN = 46 db 


Ti 28 T #36 Nyclad Secondary 
6 T #28 Nyclad Primary 
Miller #80-106 Core 
T2 120 T #40 S.S. Enl. Primary 
40 T #40 S.S. Enl. Neut. Sec. 
7 T #28 Nyclad Output Sec., wave wound 
Bifilar with cold end of Primary. 


Fairchild cannot assume responsibility for use of any circuitry described. No circuit patent licenses are implied. 


FAIRCHILD TRANSISTORS —TYPES 2N3693 AND 2N3694 


10.7 MC NEUTRALIZED POWER GAIN TEST CIRCUIT 
Io = 7.0 mA Vee = 10V 


“Veg . +10V 
ADJUST FOR 7 mA |. 


TYPICAL GAIN = 32 db 


Ti Miller Coil Form 
Miller Core #30-106 
4 turns #28 enameled wire tapped 1.5 turns from Gnd. 


T2 Miller Coil Form 
Miller Core 730-106 
Primary ...10 turns #36 enameled wire. 
Neut. Sec....5 turns #36 enameied wire (Bifilar). 
Output Sec... . 1.33 turns #28 enameled wire (Overwind). 


455 KC NEUTRALIZED A.M. I.F. AMPLIFIER TEST CIRCUIT 
Vee = 10V 


2002 


Ic = 3.0 mA 


O 
-20V 
ADJUST FOR 3 mA I 


TYPICAL GAIN 


T1137 Primary #26 Nyclad 
54 T Secondary 736 Nyclad 
.043 mh 


12 Miller Min. 4-f. Transformer #2032, }O& — hove oe 


Miller ##30-106 Core 


2 


The 2N3693 and 2N3694 are NPN silicon PLANAR transistors designed specifically for A.M.-F.M. receiver applica- 
tions. They feature high power gain, high beta, and low collector cutoff current in a solid package designed to give 
maximum mechanical support to the transistor chip. These devices are similar to SE1001 and SE1002. 


JANUARY 1965 @ 


PHYSICAL DIMENSIONS 


-215 DIA. 
MAX. 


ABSOLUTE MAXIMUM RATINGS [Note 1] 
Maximum Temperatures 
Operating Junction Temperature 
Storage Temperature 
Soldering Temperature (10 sec time limit) 
Maximum Power Dissipation 


125°C Maximum 
—55°C to + 125°C 
260°C Maximum 


Total Dissipation at 25°C Case Temperature (Note 2] 0.5 Watt 
at 65°C Case Temperature [Note 2] 0.3 Watt 
at 25°C Ambient Temperature (Note 2] 0.2 Watt 
Maximum Voltages 
Veso Collector to Base Voltage 45 Volts 
Veo Collector to Emitter Voltage [Note 3] 45 Volts 
Veso Emitter to Base Voltage 4.0 Volts a AUN eae 
All leads electrically isolated from case 
Leads are nickel 
Package weight is 0.31 gram 
ELECTRICAL CHARACTERISTICS (25°C Free Air Temperature unless otherwise noted) 
(23693 2N3694 * 
SYMBOL CHARACTERISTIC Min. Typ. Max, —._Min. Typ. Max. UNITS TEST CONDITIONS 
aii Se a 
Nee DC Pulse Current Gain [Note 4] 40 (703 160 100 (224400 
Ico Collector Cutoff Current 50 F 50 nA 
leso (65°C) Collector Cutoff Current 5.0 + 5.0 uA 
Cobo Common Base, Open Circuit, Sis) 3:5 pf 
Output Capacitance 
NF Spot Noise Figure [Note 5] 4.0 40 db : 
Aog Available Power Gain (neutralized) 32 32 db lc =7.0mMA Vee = 10V 
(f = 10.7 mc) 
Aog Available Power Gain (neutralized) 55 55 db lc = 3.0mA Vee = 10V 
(f = 455 kc) 
Gc Conversion Gain (f = 108 mc to 10.7 mc) 20 20 db lc =7.0mA Vee = 10 V 
tp Ce Collector-Base Time Constant (f= 80 mc) 55 55 psec lo = 10mA Vee = 15V 
BVct0 Collector to Base Breakdown Voltage 45 45 Volts lc=O0.1mA Lk =0 
Vceo (sust) Collector to Emitter Sustaining Voltage 45 45 Volts le =10mA 1=0 
[Note 3] (pulsed) 
BVeso Emitter to Base Breakdown Voltage 4.0 4.0 Volts le = OlmA Ic =0 
Nite High Frequency Current Gain 2.0 3.5 2.035 c=10mA Vee = 15V 
(f = 100 mc) 
Copyright 1965 by Fairchild Semiconductor, a division of Fairchild Camera and Instrument Corporation 
NOTES: 


(1) These ratings are limiting values above which the serviceability of any individual semiconductor device may be impaired. 

(2) These ratings give a maximum junction temperature of 125°C and junction-to-case thermal resistance of 200°C/watt (derating factor of 5.0 mW/°C); 
junction-to-ambient thermal resistance of 500°C/watt (derating factor of 2.0 mW/°C). 

(3) Rating refers to a high-current point where collector-to-emitter voltage is lowest. For more information send or Fairchild Publication APP-4. 

(4) Pulse Conditions: length = 300 sec; duty cycle — 1%. 

(5) f = 1.0 mc; R, = 3002. 

(6) Reference: Gertzis, S. and Basselaers, R.— Characterization of R.F. Transistors for AM/FM Radio Applications. IRE, PGBTR, Trans., Nov. 1962. 


MANUFACTURED UNDER ONE OR MORE OF THE FOLLOWING U. S. PATENTS: 2981877, 3025589, 3064167, 3108359, 


3117260. OTHER PATENTS PENDING. 
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